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FOREWORD

Recent progress in laser technology has opened new and important possibilities for

applications in hydrospheric measurements. These applications have yet to be studied

and developed. Yet, a hastily called conference on the theme of "[he Use of Lasers for

Hydrographic Studies" at NASA-Wallops Station, September 12, 1973, drew more than one

htmdred experts from all over the United States and Canada. During the one-day meeting,

twenty-one papers were presented on topics ranging from surface wavelet study to

_mderwater Raman spectroscopy. The interest and expertise shared by all participants

ensured a most worthwhile symposium.

The meeting was divided into two sessions; the morning sessions was chaired by me,

Hongsuk H. Kim of NASA-Wallops Station, Virginia. Dr. George D. Hickman of Sparcom

Incorporated, Alexandria, Virginia chaired the afternoon session. The advisory panel

for the conference included Dr. Theodore Chamberlain, Chesapeake Research Consortium;

Dr. Murray Felsher, Hnvironmental Protection Agency; Dr. Charles Yentsch, University of

Massachusetts; and Dr. V. Klemas, University of Delaware.

I particularly would like to thank Mr. Maurice Ringenbach, National Ocean Survey,

and Dr. James Bailey, Office of Naval Research, who encouraged us to pursue the idea of

the meeting.

Some of the papers herein have been derived primarily from oral presentations made

during the symposium. Because of this, and in order to achieve a uniform format, a con-

siderable amount of editing was performed. Although contributors were afforded an

opport%mity to revise their oral transcripts, the time alloted them for this purpose

was short in order to expedite the timely publication of this document. Therefore,

while care was exercised not to alter a contributor's context, this may have happened

inadvertently; in which case, the editors assume full responsibility.

A goal of the meeting was to bring laser and oceanographic technology together.

I hope this report will further contribute to this goal.

Hongsuk H. Kim

Morning Session Chairman
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WELCOMING Rt94ARKS

Abraham D. Spinak, Associate Director
NASA, Wallops Station

Wallops has, during recent years, participated in NASA's efforts to find practical applica-

tions for its capabilities. We have a small SR_T program which is centered on finding

ways that remote sensing can be used to help solve some of the problems of the Chesapeake

Bay Region. Additionally, there are activities with interests in oceanography and the at-

mosphere. We have an aircraft, helicopter and some laboratories which support these acti-

vities and give us the capability of carrying out experiments and demonstrations.

Mr. Kim's work in developing and finding uses for laser technology has been very exciting

to all of us here at Wallops. We feel that it holds much premise and we encourage it very

much. Obviously, the turnout today and the interesting agenda for this conference shows

that there are many with similar interests who have been doing much work in this field and

are now ready to share the results. Your achievements complement each other and will con-

tribute to the application of aeronautics and space technology to earthly problems.

It is a pleasure for Wallops to host this meeting. I hope that it is very productive.





_A'S LII_l PROGRAM

Maurice E. Ringenbach
National Oceanic and Atmospheric Administration

I would like to acquaint you with the National Oceanic and Atmospheric Administration's
(NOAA) Lidar program, the reason we're in this program, and why we feel this program is im-
portant to increasing the effectiveness of our workin near-shore nautical charting.

Anyone who has conducted near-shore depth soundings i_ familiar with the reduced effective-
ness of the operation due to surf conditions and the safety hazards occasioned by land out-
croppings.

Therefore, it is our opinion that increased survey effectiveness can be realized in these
areas with a remote sensing technique operated from a non-displacement platform, such as
surface effect ship or helicopter.

In a meeting with personnel of the Navy we learned of experimental laser depth soundings
conducted from a helicopter. As a result of the apparent success of these experiments, a
contract with Sparcom, Inc., was jointly funded by the Office of Naval Research (ONR) and
ourselves. The purpose of this contract was to establish quantitatively, the propagation
characteristics of a laser beam and determine if through physical measurement of water and
bottom samples of an area the feasibility of conducting bathymetry in that area could be
established.

Dr. Dan Hickrmnwill discuss the results of this work later.

In addition to lasers, we are also investigating the possibility of using air-coupled acous-
tic transducers. Preliminary analysis, on paper, shows that while attenuation due to the
air-water interface is high, the signal-to-noise level of the returned signal is adequate.

There may be corollary benefits if .LIDARis used. Based on experimental work it appears
reasonable to measure water quality parameters such as hydrocarbons and algae, as well as
physical parameters such as turbidity, salinity, and water currents.

In short, we are not committed to the use of lasers. Within the next t_o years, when the
overall capability of the laser and air-coupled acoustic transducers are known, a systems
engineering analysis will be conducted to determine the most effective approach.
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ONR' S LIDAR PROGRAM

Dr. James S. Bailey
Office of Naval Research

This talk is restricted in general to ONR Code 414 activity; however, other research pro-

jects are in effect in our Physical Sciences Division. Projects concerned with xtals, de-
signators, range finders, and high powered and dye lasers constitute the bulk of this re-
search--much of which is directed toward improving the efficiency of the laser. Other

Navy interests in laser applications, particularly to hydrographic studies, will be covered
in part by Mr. Avery who follows me and later by Mr. Ott.

The ONR coastal remote sensing program recognizes the unique attributes of both aircraft and
spacecraft for the applications of remote sensing to the total enviror_ent in which the

Navy operates. The total coastal environment encompasses nearshore, deltaic, and estuarine
zones. Nearshore, coastal, and estuarine environmental analyses are essentially studies of

the behavior, variability, and mechanisms of change of conclitions in this dynamic zone. A
need arises, from the military problems inherent in this zone, for a capability to recon-

struct the conditions and follow the sequential changes in the environment, determine the
mechanisms of these changes (the driving forces) and, in some dases,dete_min e complex cause

and effect chains to determine how certain conditions are developed and what will happen
if certain characteristics are changed. The availability of combinations of remote sensors

and platforms now provides the capability to obtain synoptic and repetitive data from any
prospective survey area. The synoptic, time series attributes of remote sensing are the
critical factors since the extreme areal and temporal variability of the coastal environ-

mental characteristics successfully defy adequate coverage by conventional survey methods

and analyses techniques.

Present electromagnetic sensing technology and the ability to operate from platforms above

the earth has permitted the development of systems having a greatly increased ability to
sense the meaningful characteristics of the earth and its environment. Increased informa-
tion can be obtained through the use of combinations of sensors, with each individual sensor

exploiting a different portion of the electromagnetic spectrtan. Laser infrared, active and
passive radar, and other radio frequency sensor systems show great promise in providing sur-
face and subsurface information. Much of this information is also needed in target-back-

ground, and signature-characterization efforts. Regardless of the application, when used
in aircraft or spacecraft vehicles, these devices provide a means of acquiring repetitive
synoptic data on coastal zones otherwise inaccessible because of physical limitations or
political restraint. In some instances, remote sensors may be the or_.ymeans of acquiring

certain data; in others, they may be the most economical means, but certainly they are the

only means of acquiring data from space.

The purpose of this research program is to provide the Navy and Marine Corps with an added

and needed capability for obtaining timely environmental data. By environment is meant the
complex and intricately related ocean-nearshore, deltaic and estuarine environments. The
data referred to are measurements of dimensions, temperatures, concentrations, emissivities,

reflectances, times-rates, and velocities, etc. They are measurements of parameters that
are peculiar to specific environments and that will inform us of the actions within these
environments.



Theprimary objective of the program is to define and demonstrate the ways in which remote
sensors can be applied to Navy problem areas such as arctic and coastal environmental pre-

dictions, amphibious and other inshore warfare planning, and certain aspects of ASW.

The most difficult problem in establishing the laser as a practical reconnaissance/surveil-
lance tool is in developing the capability to extract particular information from the total

data recorded by the sensor. Two basic approaches are open to solving this type of problem.
The first is to study the data output from remote sensors and determine those characteris-

tics that are immediately obvious such as observing that water appears hot in the 8-14 mi-
cron region of the electromagnetic spectrum and cold to a microwave radiometer when the
measurements are made at night. Using this approach, little attempt is made to understand

why this is true but only that it is. This is the empirical technique of the application
scientist.

The ONR program has continually been dedicated to conducting rigorous scientific studies in-

to the basic physics producing and affecting the energy field measured by the sensor and to
deriving the analytical formulations which describe the various elements of this natural
field. This is the analytical approach of the basic research scientist.

ea Code 414 laser research efforts have been to define the critical parameters of the
coastal environment imposing limitations on the laser capabilities.

Additionally, the temporal and spatial aspects of the measured parameters have been consid-

ered so that data sampling rates and resolution capabilities could be accurately engineered
into the sensor and recording system.

The effectiveness of military planning is frequently measured by the ability of forces to
successfully move across a coastal zone in obtaining an assigned objective. The coastal

environment imposes constraints and can largely influence system composition and function;
i.e., the choice of weapons and vehicles, the deployment of forces and selection of methods

of operation. Similarly, present state of the art in amphibious technology limits the range
of candidate landing sites. Knowledge of the coastal environment ,and ability to predict its

variations are necessary to the selection processes.

Amphibious operations may employ any of a wide variety of methods and techniques but the pur-
pose is basically the transportation of men and material from ocean-going ships offshore to
secure positions onshore.

Decision making and model selection are today largely based on intelligence gained from maps,
charts, photographs, tabulations and texts which describe separate17 certain aspects of the
environment as they existed at a point in time, or in the case of high/y variable elements,
statistically.

Amphibious and inshore warfare are perhaps the most complicated and sophisticated forms of
warfare, combining mobilityand flexibility with the element of surprise. It is quite pro_
bable that no other military operation.is as concerned with and as vulnerab}e to its com-
plex and rapidly changing environment.

The principal parameters of beaches and the n_arshore zone--length of usable beach, beach
width, beach gradient, beach approach, surf and tidal range, beach material, nearshore cur-
rent, waves, offshore bars, etc., are subject to changes of wind, water, and land interac-
tions. The result is that beaches and the nearshore zone are the most dynamically complex
of all land forms.



Mobility and flexibility of operation are critically impaired unless adequate and timely da-
ta collection is conducted. Surprise is lost if data collection is too apparent. Perhaps

the most complicating factor is the political turmnil of the mid-twentieth century that de-
mands U.S. military forces be prepared to operate on and over a variety of widely dispersed

beaches within a very narrow time frame.

The requirements, therefore, exist for properly maintaining current general coastal and es-
tuarine data and having the capability to rapidly update and incorporate data of specific

parameters that are subject to rapid change and to acquire these data over coastal areas
that may be inaccessible because of physical limitations or political restraint.

An area of concern to Navy-Marine Corps planning and operations is coastal bathymetry. Na-
val inshore warfare requirements include a need for relatively detailed knowledge of the
sea floor topography of the world's coastal environment including beaches, wetlands, and
other fringing land forms.

Bathymetric data are also an indispensible input to all coastal environmental predictive
models and in most instances must be obtained on a recurring basis to validate the model

output.

Clearly, then, means of obtaining this information synoptically, rapidly, and under vary-
ing environmental conditions are required. The laser is one instrument that can be applied
to this task. The feasibility of applying the laser to coastal bathymetry/topography has
been proved by the research of Dr. Hickman while at the University of Syracuse, the Electro-
Science Laboratory of Ohio State University, and later work by the Naval Air Development
Center and NAVOCEANO conclusively determined the utility of the laser for this work.

The laser research program in Code 414 has been directed toward obtaining definitive, qual-
itative data (measurements) on the coastal ocean parameters affecting the laser energy
field. By defining the significant parameters and subjecting the laser beam to variations
of these parameters, a set of criteria have been developed from which an optimally efficient
and portable coastal laser bathymetry system can now be built,

This work and some of the salient results presumably will be discussed later by Dr. Hichnan.





NAVOCEANO'S LIDARPROGRAM

Duane Bright
U. S. Naval Oceanographic Office

NAVOCEAND (U.S. Naval Oceanographic Office) has a continuous requirement to conduct hydro-
graphic surveys along coastlines throughout the world. These surveys are now, of course,
conducted using sound boats equipped with acoustic transponders (echo sounders). Problems
such as flow noise and cavitation limit the speed of these boats to 20 or 30 knots at best,

even if the sound boats could go that fast in near shore waters. The development of the
laser has provided a new medium-light- for depth sounding to p.erhaps five fathoms in most
coastal areas. Light pulses can be transmitted through the air-sea interface, reflected
from the bottom, and detected by the airborne receiver to provide both the water depth
and the height of the aircraft. With such an airborne system, there is no speed limita-
tion, either in sounding or obstacle avoidance.

During the early part of 1966, the need for more and better charts of the rivers and shal-
low coastal waters in and around South Vietnam required surveying hundreds of miles of

survey lines using sound boats that were within range of enemy controlled territory. The

danger involved, plus the slow rate of data collection in these high priority areas, caused
NAVOCEANO to take a new look at the equipment being used. As a result, a decision was

made to investigate the practicability of using the laser as an airborne depth sounder.

Our program was called the PLADS, an acronym for Pulsed Light Airborne Depth Sounder. The
objective of PLADS was to develop enough test data to write a procurement specification for

operational equipment. An R&D contract was made with the Raytheon Company for a prototype
system with the objectives listed in the first column of TABLE I. The system characteris-
tics that we deemed necessary to meet the obj ectives of the first coltmm are listed in
column two and three.

TABLE I. PULSED LI_T AIRBORNE DEPTH SOUNDER OBJECTIVES AND OIARACTERISTICS

SYSTI_ TRANSMITTER RECEIVER

Altitude 62-310m

Aft. Accuracy .3048m

Depth Penetration 30m

Depth Accuracy .465m

Atten. Length 1-10m

Target Reflect. 0%

Vertical Stability =I 1/2°

PK Power 2-3Mw

Pulse Width 4-7ns

Pulse Fall 2-3ns

Wavelength 0.58

Divergence I/2=14mr

PRF 1-30pps

Aperture 6 cm

F/# f/8

F.O.V. 5° MAX

Bandwidth 50_

Video B.W. 400 MHz

P./C. s-20

Spatial Filters. A/R

4ns AT S/N=I

Sensitivity 400nw AT S/N=IO

The PLADS is composed of four main components as show in Fi.gure I. The electronic control

console, the transceiver, which is the transmitter and recexver cf the laser, water cooler
for the laser head, and the laser power supply. The rest of the equipment is for readout

and recording.
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A beam divergency system was included to control the area illuminated by the laser on the
sea surface. The spot size, on the surface of the water, has to be sufficiently large to
illuminate a large number of small wind wavelets. The laser that we used transmitted about
500 kilowatts per pulse. Of this amount of power, the water surface was expected to re-
flect from 2.5 to 90 watts. About 10 -6 watts, one microwatt was expected to be the small-
est detectable return. This detection range of 90 watts to one microwatt placed a very
stringent requirement on the dynamic range capability of the receiver. Spatial filters and
linear polerizers were used in the receiver to allow this wide range.

The PLADS was tested at the Naval Air Test Center on the Patuxent River in Maryland, at the
Naval Ship R_D Lab. in Panama City, Flordia, and from the Chesapeake Bay Bridge. Two pre-
liminary test reports were written. The system was delivered by the contractor in Septem-
ber of 1969, and required less than three hours to install in a helicopter. The flight
test at Patuxent showed the system feasibility. Accurate depths to about S½ meters (18
feet) were measured in the muddy Potomac River.

The Panama City tests in 1970 included both flight tests and static tests from a Texas to-

wer type platform. The flight tests measured water depths up to 30.48m in the relevantly
clear waters off of Panama City. For both the platfom and flight tests, the change in the
number of small capillary wavelets on the water surface, due to wind conditions, had a very
mrked effect on the signal returns. When the wind was less than five knots, the water sur-
face was relatively smooth and the return signals were very erratic. Good returns were ob-
tained when the winds were above five knots. The Bay Bridge tests helped to further validate
cur working design concept; however, little data was collected due to hardware failures.

To conclude, although the hardware was unreliable, the PIADS system did demonstrate the fea-

sibility of sounding in this manner. It appears that all design and equipment deficiencies

can be corrected, at least to the extent necessary to produce a good operational mode. The
polarizer and the spatial filters did indeed enable a single photomultiplier tube to handle
both the very strong surface return and the very weak bottom return. Our office has also been

deeply involved in the use of color-aerial photography for near-shore hydrographic survey

worK. Because of the relative success we have had with both the color photography program
and the PLADS-program, we have begun an effort, under IIMA (Defense Mapping Agency) sponsor-
ship, to develop a Coastal Aerial Photo Laser Survey System, called "CAPS", which will marry
a laser system with a color photo system. This will provide a total system capability for
nearshore hydrographic survey, amphibious reconnaissance, beach gradients, and a number of

other things. CAPS will use the laser to control the photographic system without the need

for expensive control surveys. Our first step will be to develop a new and reliable depth
sounder. We are pursuing this at present with NASA. Later, the integration with the photo-
gra_netric system w5Ii be made.

LASER ELECTRONIC IrouIPMI_NT RACK

AIR

_/115 -

_,.,,t_* LJ iil 1 .¢"! wv_* +.,_ ._v--'"_t 2

TRANSCEIVEM

_imare 1. Pulsed light airborne depth sounder
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NASA'S LIDAR PROGRAM

Bernard Rubin

NASA Headquarters

Let me extend to all of you a hearty welcome on behalf of NASA Headquarters, the Office of

Aeronautics and Space Technology, and particularly Mr. Frank J. Sullivan, the Director of
the Guidance, Control and Information Systems Division, which sponsors most of the NASA

effort that you will hear about today. It is gratifying to me to be here to participate
in this cooperative program in which representatives from different U.S. and Canadian gov-
ernment agencies, universities and industrial organizations convene and exchange informa-

tion. The subject of this Conference is a relatively new one, but one which you will hear

more about with time because LIDAR Systems represent an extensively applicable technology
for environmental studies. They provide a rapid, highly sensitive, broad-coverage, multl-

mode, high-resolution method for studying not only the planet on which we live, but other

planets as well.

NASA has always had both of these interests.., it has sent up such spacecraft as the Mariner

to probe the planet Mars; and on July 23, 1972, it launched ERTS-I, the first Earth Resour-

ces Technology Satellite. On that occasion, Dr. Fletcher, the NASA Administrator wrote:
"...it demonstrates how we have begun to turn the space program of the U.S. around, how

we are returning to the home seas of space After 12 years of strenuous and highly success-

ful effort to explore the moon. It symbolizes our determination to concentrate in this

decade on winning more practical benefits from spacecraft in earth orbit at much less
cost."

LIDAR will enhance NASA's ability to obtain more accurate information about this planet and

to respond to society's interest and concern about its ecology. In 1969, NASA developed
its first successful LIDAR system consisting of a pulsed ruby laser, a collecting 30.5 cm
(12 in.) telescope for day use and a detector for the purpose of looking at latitudinal
variation of aerosols in the atmosphere. This system which was designed and fabricated at

the Langley Research Center, was used successfully in the Barbados Oceanographic and Meteor-

ological Experiment in the summer of that year. Figure 1 shows the working system as a
shipboard instrument.

LaRC instrumentation Installation on Fantail - SS Advance II

Figure i. Laser system for a_spheric measurement used in Bomex.

II



In the following year, the LIDARSystemwasplacedon board a van, and sent to the Willa-

mette Valley in Oregon, and in conjunction with the University of Oregon, assisted the

farmers in deciding when to burn their fields. This practice takes place annually after
the harvest, and was carried out haphazardly , often to the dismay of the farmers. If an in-

version layer settled over a valley and its altitude was below the height of the surround-
ing mountain tops, then the smoke from the burning would rise to the height of the in-
version layer and would become entrapped. In Figure 2, such a phenomenon is observed.

Note the horizontal flow of the smoke and its failure to rise and become dissipated at
higher altitudes. The NASA system was used to probe the area above the valley for the

presence or absence of inversion layers. That year, the farmers were grateful to the
NASA/University of Oregon team for its assistance in deciding the proper time to burn the
fields.

Figure 2. Atmospheric pollution measurements

The next generation of this LIDAR was completed in 1972 and is shown in Figure 3. This is
a 60.'96 cm (24 in.) system, and has been recently used in smokestack effluent investigations.

Figure 4 shows the same system in positioh for measurement. This LIDAR was also used in
a I_n backscattering mode to detect SO2 and, in Figure 5, results of the experiment are

shown for sulfur dioxide. Similar results are given in Figure 6 for nitric oxide.

12



Figure 3. 1972LIDARwith60.96cmlaser radar system

Figure 4. 60.96cmlaser radar systemfor stack plumemeasurements
13
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The success of the application of NASA's LIDAR System with particulates prompted the initia-
tion of a new LIDAR program, aimed at investigating some of the properties of the oceans.

In 1970, contact was made with Mr. Kim of Wallops Station and was the beginning of a joint

Wallops/Langley program in LIDAR hydrography. Langley's strength in designing and fabrica-
ting tuned lasers was coupled with Wallops background in the receiver end of the LIDAR Sys-
tem. The program was an ambitious one and its many applications are shown in Figure 7. Our

plan was to approach the detection and measurement of each of the variables, depth, turbidi-
ty, oil pollution, and phytoplankton in the laser mode that was optimum for each.

Figure 7. Laser radar sensing technol0gy

The first choice was phytoplankton and, in particular, the chlorophyll a that was a major
constituent. The fluorescence mode was chosen because it was specific To chlorophyll a, a

relatively strong return signal could be expected, and a dye laser could be fabricated-for

the excitation. The specificity of the system is shown in Figure 8. Notice the different-
iation that could be made from plant foliage that might be in the surrounding area if an
excitation wave length of 590 nanometers were used. Figure 9 shows how the system works,

both for oil spills and phytoplankton. In the case of oil, an excitation of 430 nanometers
would yield a return signal at 530 nanometers. The plankton is also shown with a Rhodamine

6G dye laser as the radiation source.
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Once the system was designed and built, it was tested for practicality and calibrated. Fig-

ure I0 shows the calibration of NASA's first laser fluorescence LIDAR. The system was

mounted on a pier, 8 meters above the water's surface, and a sufficiently strong return sig-
_I at the proper wave length indicated that the system did respond to phytoplankton.
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The next step was to package the LIDAR for flight use. The finished flightworthy system is
shown in Figure ii. Here may be seen the dye laser, the receiver telescope, and the power
supply and controls as they were positioned in the helicopter.

, ii

Figure II. LIDAR prepared for flight use
LIDAR system platform (left), control cabinet (right)

!?

Figure I0.

FISHING PIER

8 METERS

Calibration from a fixed height platform



Theresults of the first airborne experimentare shownin Figure 12, carried out aboutsix
monthsafter the programwasgiven the go-ahead. This showsthe concentrationof phytoplank-
ton in the ChesapeakeBayover a 24-hourperiod. _LESA'sresults are givenby the upper
brokenline in units of millivolts responseof the detector. _PAcarried out simultaneous
measurementsby taking bottled water samplesfrom a boat in the samearea as the helicopter
fly-by andcarrying the samplesback to the Annapolislaboratory for analysis. Theagree-
ment in the diurnal variation is striking and, at levels of milligrams per cubic meters,
the difference in the results is good. It shouldbementionedthat NASA'Sresults werenot
calibrated at that time so that go_odagreementwasstill possible.
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Figure 12. Concentration of phytoplankton
in the Chesapeake Bay
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The dissemination of these results to the scientific community evoked considerable interest
in the method. Amongst them was an invitation by the Canadian goverl_ent to participate ill
the International Year of the Great Lakes. Mr. Kim took his airborne system to the Ro-

chester, New York area of Lake Ontario to make measurements. Results are shown in Figure IS.

Ten-mile long transects, one-half miles apart were flown and phytoplankton concentrationS
were plotted as shown. Variations in concentrations are apparent, and what is significant,

althoug_ not shown, is that the United States side of the Lake is more polluted than the
Canadian.

Continued interest in phytoplankton prompted Dr. Mumola of the Langley Research Center this

aSt year to extend the previous fluorescence work to the various types of algae. He has
ilt a four dye laser system, concentrically placed around an excitation flash lamp shown

in Figure 14. The working system and its application to the four different colored algae
are shown in Figure 15. The upper right corner shows the multicolor laser and the upper

left shows the complete package of telescope, laser and detector.

NASA's other activities at the Langley Research Center include a Raman absorption LIDAR Sys-

tem development for the study of soluble constituents of the oceans. The first anion of in'
terest is sulfate, and the flight system for its detection is shown in Figure 16. This sys-

tem is excited by a $300 A°I joule I0 nanosecond pulsed laser and the return signal is re-
ceived by a 30.5 cm(12 in.) diameter telescope. Initial results from laboratory studies on
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sea water indicate the feasibility of sulfate ion detection as shown in Fi_ire 17. Our plan

of operation is shown in Figure 18, and it is expected that flight tests using this tec/_-

nique will be completed in Fiscal Year 1977.

Another hydrographic application of LIDAR in a backscattering mode is the measurement of
depths of bays and estuaries. Figure 19" is a representation of this application of LIDAR
hydrography. In Figures 20, a and b*, an oscilloscope trace shows the surface and bottom
return signals from a LIDAR, indicating the feasibility of the approach.

Many other applications of LIDAR suggest themselves. Current flow, rescue of downed pilots,
the presence of schools of fish, and oil spills are all possibilities, some of which are
currently under NASA consideration and investigation.

NASA is also looking ul_ard in an attempt to measure the background constituents in the at-
mosphere, as well as azrplane mission exhausts and pollutants . Figure 21 shows the first
breadboard model of an infrared LIDAR system that can operate in the absorption mode using
tunable diode lasers. We have already detected in the laboratory, using a lead selenide
laser, the presence of a_nonia and sulfur dioxide. We are planning to cover the 2 to 12
micrmneter region of the spectrum with several lasers to detect at least six major con-
stituents of interest to our program.

It is obvious from what I have said that NASA has a major stake in LIDAR technology; from
the need to provide information as a back-up to our Earth observations, to monitor the ex_
haust emissions from aircraft, to study our seas and oceans, and to provide sensors for fu-
ture planetary missions. NASA is prepared to cooperate with interested agencies, universi-
ties, and industry in this area to provide more and better information for all mankind.

"Figures 19 and 20a and b were provided by courtesy of Sparcom Inc.

Figure 13. Measurements of phytoplankton levels in Lake Ontario
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Figure 14.
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Figure 15. Fluorescence laser techniques applied to algae.
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Figure 20a. Oscilloscopetrace showingsurfaceandbottomreturns

Figure 20b. Cut awayview showinglaser illumination (dotted)
andreceiver field of view (solid)
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EPA'S LID/_ PROGRAM

John D. Koutsandreas

Environmental Protection Agency

(Piper not available at time of publication)
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LIDARPROGR_V.SIN CANADA

Dr. RaymondM.Measures
University of Toronto

Canada is a vast couatry and within her borders lies the largest supply of fresh water in

the world. It is therefore natural for airbome hydrographic probing to be regarded as
a vital part of her resource surveillance program. Indeed, some three years ago, the Can-
ada Centre for Remote Sensing was created to coordinate the data collection from both air-

craft and satellite sensors. Even before the Canada Centre for Remote Sensing was created,
Dr. L.W. Morely, the first Director of the Centre, initiated an exploratory program to

stimulate new sensor development. This farsighted approach has been reasonably successful;
for within this short space of time, three hydrographic LIDAR groups have emerged within
Canada.

I shall attempt to present a survey of the hydrographic LIDAR programs in Canada, but will

make this a rather brief review as each o£ the groups are present and we will be discussing
their results in detail this afternoon. Figure I attempts to illustrate the various ways
lasers can be used in enviromnental sensing to monitor both the atmosphere and the ground.
Indeed, a laser may be used to study the atmosphere itself, or probe its contaminants.

Lasers may also be used in sampling techniques or they may be mounted on airborne of ship-
borne platforms.

I LASERS IN ENVIRONMENTAL I• SENSING

I TECHNIQUES I _-. - .... l TECHNIQUES I

SAMPLING AND I AIRBORNE

Figure i. Lasers and environmental sensing
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A schematicblock diagramfor a typical LIDARsystemis i11ustrated in Figure 2. Wehave,
of course, a laser to _lluminate the target, someform of output optics, andnormally some
form of output samplerto maintain a checkon the laser output andto provide a zero time
referencepulse. Thetarget maythen scatter and/or reflect somefraction of the laser
beam,or it maybe inducedto fluoresce. Thereturned radiation is focusedby a telescope
onto someform of spectrumanalyzerandthen detectedby a photomultiplier tube arrangement.
Both laser inducedfluorescenceandRamanscattering are techniquesthat are capableof
extracting a great deal of information relating to the target under investigation. In
Canada,we haveprogramswhich include both of theseapproachesto remotesensing.

• Detector

Trigger" Unit

uortz
Bcmm
Splitters

Diverger Lens
Power Monitor

Target Area

Figure 2. Schematic of typical LIDAR system

Before I go any further, I would like to ensure that the rather diverse audience that we
have at this meeting is familiar with these two terms. In both laser induced fluorescence
and laser Raman scattering, the radiation field interacts with a specific molecule in such

a way that an emission is observed at a frequency that is different from the exciting beam.
Here, however, the similarity ends. In the case of fluorescence, the molecule absorbs a
quantum of radiation and is raised to an excited state _rom whi_h it may_-aecay by one 0_ sev-
eral mechanisms. The decay process of interest arises from the emlssio:_ of radiation and

this we term, fluorescence. In the case of Raman scattering, the laser radiation can be

thought to suffer inelastic scattering from the molecules in question. This scattering
process changes both the frequency and the direction of the incident radiation. In the
case of laser induced fluorescence, the cross-section may be large but due to a number

of alternative decay modes, the net emission can sometimes be small and spread over a

large spectral interval. On the other hand, in the case of Raman scattering, the cross-
section is normally very small (many orders of magnitude smaller than that corresponding

to the absorption process) but the radiation is confined to a very narrow spectral inter-
val. This spectral difference between the two techniques leads to a significant difference
in the kind of monitoring technique employed. In general, laser induced fluorescence will

yield a much larger signal than obtained with Raman scattering, although the difference
will not simply reflect the difference in the effective cross-section if the fluorescing
molecule is strongly quenched. Mor@over, the Raman cross-section may be greatly enhanced
if the frequency _of the iaser is tuned to closely coincide with an allowed transition with-

in the scattering molecules.
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In Figure 3, I have attempted to indicate some of the potential applications that are con-

ceived for the laser induced fluorescence approach. I should, however, mention that bath-
ymetry, although listed, does not involve laser induced fluorescence, but can be underta-

kep with the same system with but minor modification. The facilities and phase of the re-
spective program of the three major hydr6graphic LIDAR groups in Canada, is represented
in Table I.
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OF LAKESHORE AND COASTAL
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Potential applications for laser fluorosensor

UTL_

and

CCP_

(LIF PROGRAM)

ENVIRONMENT

CANADA

(LIF PROGRAM)

YO RK

UNIVERSITY

(RAMAN PROGRAM)

TABLE 1.-CANADIAN HYDROGRAPHII

LABORATORY

TESTS

UTIAS

Q-switched ruby laser

with second harmonic

_generator

(3472X, 300kWo 17ns_

lppm)

Helium- Cad mium

Laser & Telescope

Argon Laser

I/2 W av.power cw

(single line)

PRELIMINARY
FIELD TESTS

UTIAS

Large nitrogen laser

and 8 inch telescope

Range = 304.8 m

(3371_, lOOkW, 10ns,

100pps)

Helium- Cadmium

Laser & Telescope

(4416_, ISmW cw ,

500Hz)

Cavity Dumped

Argon Laser

z00_ p.po_rDc-s_z.
1/2 N av.power cw-10ns

LIDARPROGRAMS
t,

AIRBORNE

TESTS

CCRS

UTIAS laser fluoro-

sensor, modified &

mounted in DC-3

Helium- Cad mium

Laser & Telescope

Range • IS2.4 m

ADVANCED

T EC HNOLOGY

DEVELOPMENT

UTIAS

Tunable Dye Laser
(4400-4800 ._, 10kWo

15ns, lppm)
and

Small Nitrogen Laser

(lkW, 4ns0 20pps)
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TheUniversity of TorontoInstitute for AerospaceStudies (UTIAS)hasbeenworkingin
collaboration with the CanadaCentrefor RemoteSensing(CCRS).Theinitial UTIASlabor-
atory work involved a ruby laser with a second harmonic generator; the characteristics of
this system are shown in TABLE i. The preliminary laboratory work using this system was
sufficiently encouraging that we developed a prototype version of this instrt_nent, named a
"Laser Fluorosensor", to be used initially in field work and eventually in flight trials.

This prototype laser fluorosensor uses a nitrogen laser with a 20.3cm Newtonian telescope
and was operated during the field trials at a range of close to 304.8 meters (I000 ft).
The wavelength of the nitrogen lase_ was in the near ultraviolet part of the spectrum

(3371°A) and the output was i00 kw in a pulse of I0 nsec's duration. The repetition rate
could be adjusted to a maximum of I00 pulses per second.

This system has now been taken to the Canada Centre for Remote Sensing where it is being
installed in a DC-3 for flight testing. The current UTIAS activity is centered on what
we call "advanced technology development" and involves two advances that could lead to a

wider range of application for the laser fluorosensor. In the first place, we have demon-
strated that the use of an exciting source that can operate at several wavelengths (for

example, a dye laser) can improve the specificity of the approach over and above that ob-
tained by studying only the emission profile. Second, we are using a miniature laser
fluorosensor of short response that we developed explicitly to study the fluorescent life-

times of a variety of materials. This system employs a small nitrogen laser which has
an output ()f close to one kw and a duration of about four nsecs. With this facility we
have discovered that spectral variations in the temporal profiles of fluorescence repre-
sents another parameter, in many ways superior to that of the normal emission and excita-

tion profiles, that one might use for the identification of various target species.

At Environment Canada some initial work has been done with a CW helium-cadmium laser po-

sessing the characteristics indicated in TABLE 1 and shown in Figure 4. In preliminary

studies using this system, night observation of the fluorescence of a number of materials,
such as crude oils and fish oils, has been demonstrated. Recent low-level aircraft tests

have confirmed these results and we will hear more about them this afternoon.

= --

4"

3O

Figure 4. Department of Environment's C.W. Laser _luorosensor



At York University, Dr. Carswellandhis grouphaveusedlasers to study both the atmos-
phereandthe aquatic environment. Thecharacteristics of his argonlaser usedfor the
hydrographicwork is presentedin TABLEi. The initial laboratory workwasdirected at
studying the laser beamextinction properties for various samplesof waterandwasunder-
taken in collaboration with the CanadaCentre of Inland Waters. Thesewater scattering
measurementshavenowbeenextendedwith the introduction of a cavity dumpedargonlaser
whichcanproducea high repetition rate output with pulses of i0 nsecduration. This
techniquealso increasesthe powerto about I00 watts whichthenmakespossible ranging
measurements.Presently, this systemin undergoingfield work froma ship on LakeOntario.

The next figur e represents a matrix of measured parameters and targets under study. I have
attempted, in TABLE 2, to present an overview of the field and indicate the area of en-
deavor that each group has undertaken and the stage reached. As you can see, the program
can be divided into laser induced fluorescence and Raman scattering. I should, however,
reiterate that Dr. Carswell at York is also engaged in work concerning turbidity measure-
ments but this has not been specifically included in this table. For laser induced fluo-
rescence, the major parameters under consideration are: fluorescence intensity against
emission wavelength, fluorescence emission as a function of excitation wavelength, fluo-
rescence lifetime and polarization effects. In the case of Raman scattering, the Raman
shift may be used for identification, while the relative intensity of a Raman line of a
substance of interest to that of, say, water, might be capable of giving directly the con-

centration of the specific contaminant. Each approach is seen to have a different applica-
tion and I have selected here three obvious ones: "oil pollution", which includes crude

oils and refined petroleum products; "natural resources", which includes fish oils, algae
and dye tracing; lastly, I have chosen the heading of 'Mater pollution", which is taken to
include both general water quality measurements and identification of specific contami-
nants of the water.

Measurements of fluorescence intensity as a function of wavelength of emission, for exci-

tation at a fixed laser frequency, have been undertaken at UTIAS, CCRS and DOE. The rel-
,a_ive Phase o-_£he_esp'.ectiVe "programs is indicated in TABLE 2i The asterisk is £ntehde_
to represent the advanced technology development that is currently underway at UTIA5 and

involves the use of a tunable dye laser to excite fluorescence at more than one frequency
and also a careful study of the fluorescent lifetimes of a number of materials of interest.

This laboratory study at UTIAS has been able to show that a combination of two wavelength
excitation and lifetime observation should increase considerably the identification poten-

t i_! of laser induced fluorescence.

TABLE 2.-MATRIX OF MEASURED PARAMETERS VS. TARGETS STUDIED

OIL POLLUTION NATURAL RESOURCES WATER POLLUTION

I:
u EM_SION

NAVE-
C.) LENGTE

_C1TN.

WAVE-

LENGTI

c_
FLUOR.

LIFETIME 1

a_ FLUOR.

POLARIZ-

ATION

RAMAN

SHIFT

CRUDE PETROL. FISH ALGAE DYE

OILS PROI_3CT_. OILS TRACING

UTIAS * UTIAS * UTIAS * UTIAS B UTIAS A

¢C_S C

DOE IC DOE ADOE A DQg C DCI_. . C

UTIAS *

UTIAS * UTIAS

UT[AS A UTIAS A

RAMAN

_NTENSIT_

(ratio)

l

UTIAS *

WATER SPECIFIC

UALITY CONTAM.

UTIAS _B UTIAS IcACCRS :C CCRS

DOE C

YORK B YORK B

DOE A DOE A

YORK B YORK B

DOE A DCE A

KEY: Development phase attained A Laboratory Testing

-- B Field Testing

C Flisht Testing

* _Ivanced Technology Development
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The initial laser fluorosensor developed at UTIAS and used for the field work is shown in

Figure S and is _iow at CCRS where it will be flight_ tested shortly. The preliminary field
observations of crude oil fluorescence was made from a site on the cliffs overlooking Lake

Ontario and were conducted from a range of close to 304.8 meters CI000 ft.). An overview
of the mobile facility is shown in Figure 6. The laboratory work at UTIAS has so far in-

dicated that polarization effects are unlikely to be useful in environment studies of oil
pollution.

Figure 5. UTIAS - laser fluorosensor
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Figure 6. UTIAS- laser fluorosensor field site facility

The Department of Environment is shown here to have conducted some preliminary airborne
flight trials for crude oil, pulp and paper waste products, dye tracers and algae, and they
have also undertaken some laboratory work in connection with petroleum products and fish
oils. However, the work at DOE has so far been restricted to relatively straightforward
emission profile evaluation. The Raman work is relatively new with the group at York Uni=
versity having only recently undertaken field tests for both water quality and specific
contaminants, while Dr. A. R. Davis at the Department of Enviror_nent is concentrating on
laboratory Rmaan studies. However, both groups seem well aware of the possibility of mak-
ing contaminant concentration determinations by the direct comparison of the relative
magnitude of Raman signals due to the OH stretch band of water and that of any given con-
taminant.

Figure 7 shows the York University hydrographic LIDAR system being used at the Canada Cen-

tre for Inland Waters to make observations of extinction and turbidity in a large water tank.

To st_narize then, in Canada there are three hydrographic LIDAR groups and their current
activities can be classified along three main lines of attack; laser induced fluorescence,

Raman scattering, and laser extinction measurements. In several areas, both field and
flight trials are either underway or currently planned and the results so far obtained have

been encouraging and are likely to stimulate further work in the future, depending on user

requirements.
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Figure 7. York University hydrographic LIDAR at a Canada
Centre for inland waters test tank



RF_QUIRF_2CFS FOR AIRBORNE LASER SYSTEMS
USED IN COASTAL STUDIES

V. Klemas

University of Delaware

Introduction

One of our investigations in the Delaware Bay region, sponsored by the Office of Naval Re-

search Geography Programs, requires the use of airborne lasers for wave profiling. Sev-
eral other studies could definitely be emhanced by introduction of active remote sensors,
such as lasers. In this paper, I intend to review the requirements for airborne laser

systems to be used for the following applications:

a. Photo-optical determination of shallow water wave spectra.

b. Bathymetry in highly turbid waters.

c. Chlorophyll concentration monitoring.

d. Oil dispersion mapping.

As will be shown in the following sections, each of these applications would provide solu-
tions to environmental and ecological problems eagerly sought by national and regional

agencies.

Photo-Optical Determination of Directional Shallow Water Wave Spectra

The single most important parameter in Coastal Dynamics is the shallow water wave charact-

eristics concisely described in terms of a directional spectnm for which there is no sim-
ple forecasting method. The information about the near-shore wave field can therefore be
obtained either through direct measurements of a long term nature, or indirectly through

a spatial transformation from the deep water wave field. The latter has more practical po-
tential and is simpler, since there exist some convenient wind-wave forecasting techniques
for a deep water wave field, such as the Pierson-Moskowitz (ref. i) method, and a wealth

of wind records already available which are the only required input data for such an anal-
ysis. The deep water wave characteristics can subsequently be transformed to the near-
shore conditions using a spatial transformation (ref. 2) that is, in general, a _mction

of directional characteristics, depth profile and bottom chara=teristics. For a given
geographical location such as the Delaware Coast, a spatial transformation of deep water
characteristics to the shallow water can be obtained via the particular features of the

location. High altitude photography can be used as a major tool in correlating and check-
ing the particular transformation as follows: a sequence of aerial photographs taken with-

in a short time period from deep water to one near-shore provides the information on the
-directional spectrum of the waves, and its spatial change as the waves progress into the
shallow water. This is directly used to check the spatial transformation based on the lo-

cal characteristics in terms of depth profile, bottom characteristics and boundaries.

A similar but limited type of information can be obtained by studying a profile of the sea

surface with an airborne laser (ref. 3). A profile taken along the direction from deep to

shallow water provides the surface characteristics and their spatial modifications in that
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particular direction. Theinhomogeneouswavecharacteristics in that direction are analyzed
in a fashion analogousto that of the non-stationarywavespectrumof waverecordscollected
as a function of time at a fixed reference (ref. 4 and 5). Theconceptsare exactly the
sameif the time variable is replacedwith the spatial variable.

Oneadditional significance of a laser profile is that it mayprovide additional information
as to howto choosethe optimal size of the area to be photographedfromhigh altitude.
This canbe explainedas follows: the directional spectral estimates from aerial photo-
graphsinvolve statistical errors dueto three principle sources; i.e., statistical varia-
bility, resolution in wavenumber,andbias duet? spatial inhomogeneity.Anoptimal choice
of the area size mustbe uniquely determinedby mlnlmlzmgthe error due to all three of
thesesourcesof error. An inhomogeneouswavefield is also characterizedby measuresof
bandwidthin wavenumberand spacedomains. Theserespectively measurehowthe direction-
al spectrumchangesas a function of wavenumbersandspace. For instance, a small band-
width in spaceimplies a highly inhomogeneousseasurfacewith respect to space.

A test on Delaware'sAtlantic coastline, 3.2 kilometers north of Indian River Inlet, was
selected for reasonsof convenientaccessandsuitable bottomprofile. Twowavetowers
wereerected in 5.49meters (18-feet) depth, well outside the surf zone. Cablesfrom 1.82
meterscapacitive waveprobes,mountedon the tower, carried calibration andwavesignals
to tape andstrip chart recorders located in a trailer in an enclosedstate compound.

Tri-X acetate-basefilm wasselectedfor its speed,resolution andoptical processingpro-
perties. Since the imageof the seabottomshowsup as backgroundnoise in the wavetrans-
forms, a KodakWratten25Afilter wasusedto eliminate the waterpenetration of the blue
andgreenbands. Also the sunanglewasselected so as to minimize shadowing.

TheFourier transformsof wavepatterns in aerial photographswereproducedby illumina-
ting the photographwith a laser beanandfocusing the transmittedbeamwith a spherical
lens (Figure I). Thetransformpattelm showsthe dominantwavepattern as a circular dot
of finite size at the appropriatewavelength andangles (Figures 2 and3). Thedistance
of the dot from the center of the pattern is inversely proportional to the wavelength
(ref. 6, 7, and8). Thefinite size andirregular elongationof the spot is usedto iden-
tify higher andlower frequencycomponentsin the wavespectrum. Microdensitometerscans
acrossphotographsof the optical Fourier transform in Figure 3 are shownin Figure 4.
Since the imageof the seabottomshowsup asbackgroundnoise in the wavetransforms,
spectral bandssuchas the red andnear infrared wereusedto minimizewater penetration.
Also sun-cameraangleswereselected so as to decreasethe relative visibility of under-
water features.

SHUTTER

LASER

LIQUID GATE CONTAINING

BEAM SEA PHOTOGRAPH NEGATIVE

EXPANDER 1 POLAROIDpAcHET

. .
l "'" "-v__..... LJ-..... V--"

NEUTRAL. lDENSITY

FILTER
TRANSFORM

LENS

Figure I. Schematic of optical bench for processing of sea photographs
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Figure 2. Aircraft camera and laser profiler ground tracks

Figure 3. Optical fourier transfom of wave patterns
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Figure 4. One-dimensional density tracing of fourier transform

During the s_n_ner and fall of 1973, flights of aircraft equipped with cameras and a laser

profiler were flown along a 161 kilometer long transects into shore, monitoring waves go-

ing from deep water to near-shore conditions. The laser profiler was provided by the

Naval Oceanographic Office and is mounted on a NASA aircraft stationed at Wallops Island,
Virginia. The ranging technique utilized consisted of amplitude modulation of a con-

tinuous wave helium-neon laser of red light at 0.6328 microns. The laser beam can be 1O0_
amplitude modulated at frequencies of i, S and 25 MHz with a maximum altitude resolution

of + .06! meters (0.2) ft. The resolution and accuracy of the laser system appears suf-
ficTent for this study, but the biggest problem seems to be unfavorable weather conditions
and availability of aircraft.

Bathymetry in Highl X Turbid Waters

In Figure Sa is shown an MSS band 5 image of Delaware Bay obtained from NASA's ERTS-I sat-

ellite on January 26, 1973. (I.D. No. I187-15140). The cross-section monitored in the up-
per portion of the bay shown in Figure 6 exhibits a Secchi depth variation from 19 to Sl

centimeters only. Such studies of t+urbidy, circulation and water boundaries from aircraft,
satellites and boats (ref. 9) have shown that Secchi depths in Delaware Bay vary from about

2.5 to 0.I meters with corresponding sediment concentrations from 2 to 40 rag/liter. The

equivalent attenuation coefficients (oC) for these conditions are 1.3 and 30, respectively.

A 30 Kw pulsed neon laser system operating at 0.5401 microns as described by Hickman, Hogg
and Ghavanlon (ref. i0) would from S00 meters altitude be able to penetrate to depths from

about 12. S to 0.S meters, respectively. The deeper penetration depth will occur over the

less turbid central portion of the bay, where the water depth in many places exceeds 12.5
meters. As a result bathymetry of turbid coastal waters will be difficult indeed.
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Figure 5a. ERTS-I image of Delaware Bay obtained

in MSS Band 5 on January 26, 1973
(I.D. No. 1187-15140).

1
Figure Sb. Predicted tidal currents in Delaware

Bay during ERTS-I overpass on
January 26, 1973
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Figure 6. Secchi depth variations in Delaware Bay

Mapping Oil Dispersion and Predicting Oil Slick Movement

Approximately 70 percent of all the oil that is delivered to the east coast of the United

States moves by water up the Delaware Bay and River. Much of this oil is transferred sev-

eral miles off the coast or inside the Bay mouth from large deep draft tankers to barges
(lighters) or to small tankers to reduce the draft of the large tankers and allow navi-

gation up the Bay and River for unloading at docks. In 1971, over 45 million short-tons
of crude petroletnnwas transported through the Bay. Over 200 tankers and 330 Barges used

the Big Stone Beach Anchorage Area within the Bay that year (ref. ii). In over ten years
of lightering operations in the lower Bay, no major oil spills attributable to this trans-

fer operation have occurred. However, the heavy shipping traffic within the Bay and large
transfer operations in the lower Bay indicate a finite probability for the occurrence of

either collision and grounding of tankers or lighter barges or spills due to transfer op-
erations.

Due in part to the nation's energy shortage, studies (ref. II) indicate that oil transport
through Delaware Bay and transfer activities in the Bay will increase markedly in the fu-

ture. The accelerated growth of these activities is inevitable whether a superport is
developed in the Bay or adjacent waters or whether oil is extracted from the Continental

Shelf. The national and regional concerns over such development focus in large measure
on the environmental vulnerability due to oil spills. Regional concern over the potential

hazard of present transfer operations has increased recently. Central to all facility de-
velopment, oil transfer operations, and clean-up operations is information regarding the

physical movement and distribution of an oil spill. Site selection, environmental impact
assessments and prevention and clean-up strategies for the Bay region all require informa-

tion about potential oil spills. Moreover, planning and management agencies require a
model of oil slick movement in Delaware Bay which has predictive or forecasting ability.
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The model being developed is expected to perform two functions at two different levels.
The first function is to provide technical information for tracing oil spills as they oc-
curred; whereas, the second function is to furnish strategic information about oil spill

potential at various regions in the lower Delaware Bay. The former is aimed at assisting

users engaged in operation and control such as oil transshipment companies, U.S. Coast
Guard and the like. The latter, in addition to aid operation and control agencies, is ex-

pected to provide information for planning and management agencies in the Delaware Bay area
including Delaware State Planning Office and Delaware River Basin Co_ission, etc.

As a result, there is a need to map oil dispersion and movement in Delaware Bay in several

different ways. First, ultraviolet and infrared photography are being employed to track
oil slicks to determine their movement as a function of tide, current, wind and location

with the intent to calibrate and verify the models. Second, biologists need to know the

average concentration of oil and related products down to about i0 ppm throughout the Bay
in order to assess its effect on bay ecology. The airborne laser fluorosensor for the

detection of oil derivatives on water successfully tested by NASA (Kim and Hickman, ref.

12) seems capable of meeting most oil monitoring requirements. The system transmits 337
ran U.V. radiations at the rate of I00 pulses per second and monitors flourescent emission

at 540 nm. Daylight flight tests were made over the areas of controlled oil spills and
additional reconnaissance flights were made over a 50 km stretch of the Delaware River to
establish ambient oil baseline in the river. The results show that the the system is ca-

pable of monitoring low concentrations of oil which cannot be identified by ordinary photQ-

graphic flights while water samples are taken from boats along the same transsect. The
correlation of actual oil content in the water samples with the laser detector output trace

would produce a calibration of the system and give an indication of its accuracy.

Marsh Productivity and Chlorophyll Concentration Monitoring

The tidal marsh is considered to be one of the most dynamic natural units. It is an eco-

system where there is a continual interaction between the various biotic and abiotic com-
ponents. We can see some of the obvious results of these interactions, plant and animal
distributions, sediment accumulation and erosion, feeding, resting and breeding of various

animals, the ebb and flood of the tide. The tidal marsh can also be considered to be an
ecotone, the boundary area between two major ecosystems, yet has its own unique features.
The tidal marsh has plants and animals found in the adjoining uplands and in the sea.
These marsh acres receive water from upland drainage and from the sea. The results of

these interactions produce something unique - a tidal marsh.

It is most important to evaluate the potential contribution of a salt marsh ecosystem to
the marine enviro_ent and how man's activity can alter this contribution. The salt marsh,

one of the most productive regions of the temperature zone, has received only moderate
attention in terms of quantitative evaluation of its importance as a natural resource.

The biogeochemical cycles of salt marsh are intimately associated with the estuarine en-
vironment in terms of conservation, fisheries, industrial developments, and aesthetics.

Quantitative evaluation of Delaware salt marshes, would delimit the parameters to allow
more effective utilization of this valuable natural source. This study would provide the

knowledge needed to properly assess the value of the wetlands to the estuary and coastal
waters.

Remote Sensing techniques, including color infrared photography, thermal infrared photo-

graphy and airborne laser techniques can be employed in conjunction with ground measure-
ments to map the primary productivity of tidal marshes (ref. 13). Initial steps towards

mapping marsh productivity and relative value have already been taken. Overlay maps of
Delaware's wetlands have been prepared, showing the dominant species or group of species

of Vegetation present (ref. 14 and 15).
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Five such categories of vegetation were used indicating marshes dominated by (1) salt
marsh cord grass (Spartina alterniflora), (2) salt marsh hay and spike grass (Spartina
patens and Distichilis _), (3) reed grass (Phragjnites commmis), (4) high tide bush
and sea myrtle (Iva sp_ies and Baccharus halimifolia), and (5) a group of fresh water
species found in-T-mpounded areas built to attract waterfowl. In addition, major secondary
species were indicated where appropriate. As shown in the two sample maps of the Bombay
Hook and Taylor's Bridge marshes small representative areas of each of the major marsh re-
gions were analyzed and enhanced to show detailed growth patterns not shown on the large
scale maps. Photo-interpretation of NASA RB-57 and other aerial photographs were checked
out by field teams and low altitude aircraft. As shown in Figures 7 and 8, the overlay
maps have a scale of 1:24,000 and can be superimposed on USGS Topographic or Soil maps.
Fifteen such maps cover Delaware's wetlands from the Pennsylvania to Maryland borders.

" ......

Figure 7. Wetlands map of Bombay Hook, Delaware

42



New Jersey

\

"-.,,
\

\

\,

DELAWARE

"\

B A Y \.\.
\

Figure 8. Wetlands map of Taylor's Bridge, Delaware

The mapping technique employed utilizes the General Electric Multi-spectral Data Process-
ing System (GEMSDPS). The GIg_DPS is a hybrid analogue-digital system designed as an anal-
sis tool to be used by an operator whose own judgment and knowledge of ground truth can

e incorporated at any time into the analyzing process. The operator can combine his know-
ledge of the scene gained in the field and by visual interpretation of the aerial photo L

graphs with electronic analysis: (i) measure the spectral characteristics of any chosen
region of any size in the scene; (2) search the scene for regions with similar character-
istics and once they are identified, enhance and store them; C3) modify the stored image
if necessary to make it compatible with his knowledge of the area; and (4) read out the

percentage of the total scene occupied by regions with the specified spectral signature.
By repeating the procedure for other regions in the scene, the operator can quickly pro-

duce a composite photo map, enhancing all of the spectrally classified objects or regions
of interest. The result is a high speed, cost-effective method for producing enhanced
photo maps showing a number of spectral classes -- each enhanced spectral class being rep-

resentative of a vegetative species or group of species.
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A laser fluorosensor canbe usedto mapthe chlorophyll concentrationin the water and
quantify it in termsof planktonanddetritus. This approachmayenableus to assessthe
amountof detritu_ andplankton transferred from the marshesinto the bay. Thechlorophyll
concentrationdeterminedwith the laser fluorosensorcould be usedto extendon-boat fluor-
ometerreadingsto large areas. Thefinal concentrationmapscanbe comparedto predic-
tions derived froma dynamicmodelof the bay.

Theairborne laser fluorosensorfor the remotemeasurementof algae (phytoplankton)and
chlorophyll in the seahasbeensuccessfully operatedover the test areas of Lake Ontario

where the U.S. Chemical and Biological Programs for the International Field Year for the
Great Lakes (IFYGL) were conducted during the summer and fall of 1972 (ref. 16).

The NASA prototype unit works on the principle of monitoring laser induced fluorescence

from chlorophyll _pigment bearing algae. An organic dye laser and a 18 cm diameter New-
tonian telescopic receiver mounted on a helicopter are salient features. Laser pulses at
590 nm (Rhodamine 6G) were transmitfed downward and the induced fluorescence due to the

presence of algae was monitored at 685 mm. Previous laboratory measurements _ndicate that
the conversion efficiency for fluorescent signal is in the order of 1.0 x i0 TM. A com-

bination of 5 nmbandwidth optical filter, and fast measurement time of the detector en-
ables us to discern the faint signal from other background noises. The System is capable
_f measuring the chlorophyll a concentration from 0.5 mgs/m 3 to 30 mgs/m _ in 256 scales
from _ft altitudes of about i00 meters (ref. 17).

The state of the art of laser development is such that it now seems possible to measure

chlorophyll concentrations near the surface of the water. This is important since chlor-

ophyll is a major factor in the ability of plants to utilize light for energy by photo-
synthesis. But we'would like to go a step further. First of all, we would like to ex-
cite not only the chlorophyll line but we would like to obtain ratios of chlorophyll a to
other pigments. The multiwavelength LIDAN described by Mumola, Jarett and Brown (ref_.18)

at this conference, would be ideally suited for this task. Such ratios could provide an
indication of the actual nutritional status of the material. For instance, as the caro-

tenoid to chlorophyll a ratio increases, the culture is getting older and its nutritional

capability is being depleted. Also it would be ideal if the laser monitoring system would
integrate optically over the entire euphotic zone.
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USEOFLIDARSYSTEMSIN MEASURING
CERTAINPHYSICALOCEANOGRAPHIC PARAMETERS

Davidson T. Chen

NASA, Wallops Station

ABSTRACT

Remote sensing techniques, such as LIDAR, are the only observation methods which are cap-

able of fast scanning over a vast area to produce synoptic views which are necessary for

time and space study of the ocean. However, due to the very nature of the way data are

collected, all the inform/tion thus obtained is confined, to or in the i_nediate neigh-

borhood of, the surface. Nevertheless, all the physical processes in the ocean are con-

trolled mainly by both surface and subsurface parameters; they act and interact among them-

selves and produce the phenomena we actually observe in time and space. Remote sensing

techniques are very effective for those phenomena controlled by surface parameters which

account for most of the crucial problems in physical oceanography.
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INTRODIL-'rION

Oceanographyis anold science. Until recently, the methodsof studywerelimited to the
standardshipboundtools. By comparingthe area that canbecoveredby a ship in a reason-
able amountof time to the total ocean, it is obviousthat trying to understandthe whole
oceanby using the standardmethodis a big undertakingin bothmanpowerandtime. This
doesnot say that the traditional methodsare useless, rather they are actually indispensa-
ble in someparticular aspectsof our understandingof the ocean. However,as far as the
global oceanmodelor large scale phenomenonis concerned,the traditional methodsare not
effective enoughto producea synoptic view. This shortcomingcanbecompensatedto a
large extent by the newlydevelopedremotesensingtechniquesof whichLIDARis a part.

Remotesensingtechniquesare the only observationmethodsthat are capableof fast scan-
ning over a large area. With this uniquecapability, they will becomethe mostimportant
tools in large scale physical oceanographicresearch. However,dueto the very nature of
the waydata are collected, all t!le information thus obtainedis confined to or in the
i_nediate neighborhoodof the surface. But the ocean'senvironmentis a complicateone;
all the physical processesin the oceanare controlled mainly by both surfaceandsubsur-
face parameters. Theseparametersact and interact andfinally producethe phenomenawe
actually observe. Remotesensingtechniquesare only effective for thosephenomenacon-
trolled by surfaceparameters- fortlmately suchphenomenainclude most, if not all, of
the crucial problemsin physical oceanography.

WhatI amgoing to cover todaydoesnot aimat the presentcapabilities of LIDARtechniques.
Instead, I amgoing to point out several importantphysical parametersthat are important
to the comnunityof physical oceanographers.In this wayI hopethat I will haveleft
ampleroomfor the experts in the field of LIDARto decidefor themselveswhat is best for
themto do at present and in the future.

PHYSICALPARAMETERS

Sinceremotesensingtechniquesare capableof rapidly scanninglarge areas, they canbe
usedto obtain continuousdata on a large scale. Suchdata are essential to the predic-
tive modelsfor weatherand seastate. Nevertheless,it is to our advantageto classify
the physical parametersinto several groups.

Air-Sea Interactions:

Surface Temperature _leid.-The earth is actually a big heat engine; the energy source, is

primarily the heat o_the sun. The energy from the sun reaches the earth by radiation and
then it is transported by large scale convection motions (the oceanic and the atmospheric

circulations), evaporation and reflection. In order to improve our understanding of the
ocean, a global heat budget is indispensible. For this kind of large scale problem the
remote sensing technique is the on!y solution. In addition, a surface temperature reading

can heipto delineate the boundary of large scale motions such as the Gulf Stream or river
effluents because water from different sources usually have different temperatures.

Ocean Surface Wind Fields.-_st currents and ocean waves are generated by ocean surface wind.

Since wind itsel_-is random in both direction and magnitude the presentation in the form

of wind spectrum will be desirable. Presently, the measurement of wind in the field has
been standardized to be located at i0 meters above the sea surface and the data are further

reduced to wind stresses through some empirical formula. The percentage of white cap area

of the ocean surface has been proposed as a way to measure wind magnitude by virtue of re-

mote sensing techniques. It is also possible to get wind field information from the statis-
tical measures of the wave field, but since the basic problem of wind-wave relation is still

undetermined, the result will be empirical and crude at best.
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Sea State.-Sin_e most ocean waves are generated b] wlnd, the sea state is closely related
to weather conditions. Unfortunately, a definite knowledge of the relationship between a

given wind and the resulting sea state is still wanting, and the progress is hampered both
by difficulties in theoretical analysis and the lack of reliable field data.

Available data collected by traditional methods up to now are limited to shallow water or

calm sea cases. But the central problem here is how to relate sea state with severe wea-

ther conditions in the open ocean; it will supply a boundary condition to the problem of
predicting storm surge at a given coastal area. Since the sea surface is always random,
the meaningful specification of the sea state is always the various statistical measures.

Empirically, there are data showing that: the mean energy density of the waves is propor-
tional to wind speed squared; the mean surface slope of the surface is proportional to the

local wind speed under low wind condition; the skewness of the probability distribution of
the surface slope is also related to wind field. Theoretically, we can show that: for a

given wind condition, the sea state will change if there are local current changes; the
sea state will change if the depth becomes shallow and changes appreciably.

Sea state date co_itains a lot of information, but in order to interpret them correctly,
data are required to be as detailed as possible.

Radiation Input.-This parameter indicates the energy received from the sun. Due to dif-

ferent values of reflection and refraction at different location, this parameter, again,
is actively measured.

Density Distribution:

The density of sea water depends on the temperature and salinity of the sea water and also,
as a result of the slight compressibility of water, on the sea pressure. The horizontal

and vertical density distributions are as essential to the circulation field as temperature
fieids, are to the circulation field.

The Mean Sea Level:

The mean sea level is controlled by many parameters; the principal ones are gravity anomalie_

surface pressure changes) density structure of the water colunn, surface wind field, cur =

rent, and astronomical forces. A single reading of sea level can hardly mean anything.
However, since most of the parameters are acting on different time scales, a proper aver-
aging can lead to meaningful interpretations. If we average our data over a long time, we
can filter out the influences of the transient events except the quasi-permanent features

along the major ocean current systems. Thus, we get a reference State. In most cases)

currents and the ocean density structure can be related by the geostrophic assumption.
This) of course, requires in situ measurement to determine it uniquely. But if we further
assume barostropic motion) then the current can be related directly to the mean sea level
slope. Once the reference state is established, the instantaneous reading can be used to

deduce tidal waves and other transient phenomena as tsunami, storm surges, etc.

Tides:

Tides on the earth are caused by the gravitation attraction between the sun and the earth

and the moon and the earth. The effects of tides are important for the coastal and estu-
_ryregions

Currents:

Currents in the ocean are generated primarily by wind stress, temperature and density dif-
ferences and pressure gradient. The motions are modified by the rotation of the earth,
friction forces and astronomical forces. The heat transported by the currents has a tre-

49



mendous effect on our global weather. The nutrients carried by the currents have sustained

the biological life in the ocean. All of these and the problems of pollution and naviga-
tion require us to study the currents intensively. NASA Wallops has pursued continuously

the recognition of currents using remote sensing devices. At a region of high velocity

gradient, such as at the botmdary of the Gulf Stream, the depth of the water is still
large and the ratio of wind speed to phase speed of the wave will not chmnge appreciably
over the length scale, then the current can be determined by the changes in wave character-
istics.

Sea-Earth Interactions:

Storm Surges.-The piling up of water against coasts under the action of wind bec_ues very
dangerous if wind is in the magnitude of hurricane. ]he change in sea level and such par-
ameters as air pressure distribution, wind speed, fetch, duration of wind action and bot-

tom topography are all involved.

Wave Refraction.-Wave refraction is caused by thechange in bottom topography as wave pro-

_gates intojthe coast. Wave refraction can cause the change in shore lines by eroding the

beach away anddepositihg the material somewhere else.

S___llowWater Charting and Topography.-It has been proposed that, from long waves observa-
tlon, we cin deduce some information on bottom topography; since the waves propagate from
the open ocean to the coastal region, the sea state will be controlled by the parameter
which is the result of the multiplication of wave nunber and water depth.

Sediment Transport.-The wave and longshore current can erode and deposit materials along
t-h-ec-6astline. This problem becomes acute at the inlets.

Eddy Diffusion Coefficients, Eddy Heat Conductivity Coefficient and Eddy Viscosity Coeffi-
cient:

These are the exchange coefficients for salt content or any other property, for heat and

momentum, respectively. They are, generally, functions of space and time, and they depend
on the scale of the turbulent eddy motion.

CONCLUSION

The ocean is a large complicated environment controlledmostly by surface parameters; there-

fore, it is well suited to remote sensing observation. Only by remote sensing can we get

global inforrrmtion without worrying about time scale. Ofiiy by these techniques can we es_
tablish a global reference without going through the painful pace of in situ measurements.

By careful processing and interpretation of the data, and coupled with well planned in
situ checks, remote sensing techniques will become the single most important tool in phy-

sical oceanography.
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EXPERIMEgrAL RESULTS OF A CONTINUOUS WAVE LASER RADAR SYSTI_

Kenneth J. Petri and Robert F. Starry
Department of the Navy

Naval Air Develol_nent Center

ABSTRACT

A 1.06 micron CW laser radar system was used to establish the feasibility of remotely

measuring sea surface wind magnitude and direction. Experiments were conducted from the

N_L (Naval Research Laboratory) Chesapeake Bay Bridge Facility, Annapolis, Maryland. Simul-

taneous correlation of the collected laser data _ith the environment was established using

meteorological instruments. The experimental system and methods of analysis are su_narized.

Results of the experiments including wind magnitude and direction correlation are reported.

Results are compared with theoretical predictions.
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INrFRODUCTION

Various controlled environmental studiesl, 2 and theoretical research 3,4 have suggested that

ocean surface wind magnitude and direction could be remotely measured from an airborne

platform by utilizing a laser radar system. These studies and the present c_nbersome meth-
ods of measuring winds at sea served to initiate the first real environment feasibility

experiments. The experiments were conducted by the Naval Air Development Center* from the

NRL Chesapeake Bay Bridge Facility. This paper describes the equipment used, the tests
conducted, the results obtained, and compares the results with theoretical predictions.

MEASUREMENT CONCEPT

The establishment of the feasibility of remotely measuring sea surface wind velocity re-

quired the line scanning of an area of the water surface with a continuous wave laser and

optical receiver. The reflected intensity was recorded as a function of angle of obser-
vation with respect to the normal to the water surface. The process was repeated for 18

equally spaced azimuth positions, creating a three-dimensional model of the reflected in-

tensity pattern. The shape of the recorded intensity pattern had characteristic features
for various imposed wind fields. By processing and examining these patterns, inference
to the wind magnitude and direction were made by comparison with ground truth.

EQUIPMENT DESCRIPTION

The experimental system used was a continuous wave laser radar (Figure i). The transmitter
was a cw Neodymium-YAG laser operating at 1.06 microns. The output radiationwasmodulated

by an electro-optic modulator at a frequency of 45 kHz. A dichroic beam splitter directed
1% of theexit energy through a fiber optic bundle which directed the energy to a photo-
diode detector. The output of the p]_todiode provided continuous power measurements avail-
able for real time display and magnetic tape r_cording. The main laser beam was directed

onto an octagonal scanning mirror, which served to vertically scan the laser beam +37.5 °.
The return energy from the water surface was collected via the same octagonal scanning
mirror. Two surfaces of the octagon were used when receiving. The return energy was then

directed by fixed mirrors to a cassegrain optical receiver which focused the energy on a

photodiode detector. Field of view was selectable and neutral density filters could be
inserted in the return beam path. Major transmitter/receiver parameters are listed inTA -_

BLE I. The output of the photodiode detector was passed through a tuned preamplifier

(4S kHz). This allowed the receiver to discriminate against background imise. The re-

turn signal and monitor signal were both rectified by ideal rectifiers before being re-
corded on an Ampex (FR-1300) 14-channel instrumentation recorder. The resolution bandwidth

of the system was limited by the recorder to 2.5 kHz at a tape speed of 7.5 ips.

Laboratory equipment used to prepare data for processing by the Naval Air Development Cen-
ter CDC 6600 computer facility included a Varian 620/i minicomputer/analog-to-digital con-
verter and a PEC 6860 digital tape recorder. The Varian 620/i was used to convert the

return signal and other parameters to a digital format compatible with the (33C 6600. The
PEC 6860 was used to record the digital information on magnetic tape.

_This work is sponsored by the Naval Air Systems Command, Mr. M. Schefer, Code 370C.
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Figure i. Block diagram of experimental laser remote wind measuring system

TABLE 1.-TRANSMITrER AND RECEIVER PARAMETERS

Transmitter

Laser Type: CW ND;YAG

Wavelength: I. 06 micron

Modulation: Sine wave (45 KHz)

Modulated Output Power: 0.2 to I watt

Output Beam Divergence: 9 mllllrsd[ans

Spot Size at 18, 3 meters

(60 ft.): 15.2 cm (6 In.)

Laser Scan Angle: +37.5 °

Scanner Speed: 8, 16, 32, 64, or 128 scans/sec

Receiver

Collector: Reflectiw Cassegrsin

Clear Aperture 30.5 sq. cm (12 in.)

Effective Focal Length: 50.8 cm (20 In. )

Detector: Pin 10 silicon photodlode

Field of View: 4-24 mllllrsdlaas

l_eutral Density Ftlters: Selectable 0, 1, 9 and 3

Sensitivity: 10 -9 watts

Receiver Scan Angle: +37.5 °
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EXPERIMENTAL TEST FACILITY

The NRL Chesapeake Bay Bridge Facility _as selected as a test site because of its suita-

bility as a water enviror_ent test platform. It is physically a iS x 3.7 meter (S0 x 12

foot) gondola (Figure 2) located 18.3 meters (60 feet) above the water underneath the east-
ern end of the William Preston Lane, Jr. Memorial Bridge near Annapolis, Maryland. The wa-
ter-area directly under the gondola is clear of obstructions (necessary for scanning the
laser beam +37.5 ° from the normal to the water surface), and is 1.6-.8 km (1-1/2 miles)

from the nearest shoreline.

Figure 2. NRL Chesapeake Bay Bridge Facility

EXPERIMENTAL TEST PROCEDURE

In a normal data run_ an area of water surface was line scanned, +37.5 ° with respect to the
normal to the water surface, with the cw laser and optical receiver at a preset system

azimuth position. After a selected n_nber of scans, the system azimuth position was auto-

matically moved I0°. Once locked in position, the data were collected during the identi-
cal number of selected scans before moving another i0° in azimuth position. The process

was repeated for a total of 18 azimuth positions. Thus, a full 360 ° was covered (Figure 3).
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Figure S. Laser system scanning geometry

The collected data recorded on the Ampex instrunentation recorder included the return sig-
nal power, laser monitor power, necessary synchronizing pulses from the optical scanner
and the azimuth positioner, voice co_ients, and various system check signals.

Additional data recorded on data sheets included the date of recording, assigned data run
number, time of day, initial system orientation with respect to true north, receiver field
of view, system gain, number of scans per azimuth position, laser/receiver scanning rate,
neutral density filters used and general environmental conditions (including photographs).

SUPPORT DATA

To provide simultaneous correlation of the experimental system data with actual environ-
mental conditions, ground truth support data was collected and submitted5 to the Naval

Air Development Center by C.W. Thornthwaite Associates, Laboratory of Climatology. The
measurements included vertical profiles of mean wind speed at 2.1, 4.5, 8.5, and 12.8
meters (7, 14, 28, and 42-foot) elevations; air temperature at a 4.5 meter (14-foot) ele-
vation; wind direction at a 4.3 meter (14-foot)elevation; water temperature at .464m
below mean sea level; and air temperature difference between the 2.1 and 8.5 meter (7 and
28-foot) levels (Figure 4).

DATAPROCESSING

Processing was accomplished on the CDC 6600. For each laser/receiver scan (+37.50) , 356
evenly spaced samples of return power were taken. Approximately 486 scans were processed
for each azimuth position. An average value of return power was then calculated for each
azimuth position at each of the 356 sample points. Using a Calcom plotter, the averaged
return power was plotted as a function of laser/receiver scan angle for each azimuth po-
sition. Both the individual data points and the plotted curves were then compared with
the collected support data for individual azimuth positions. Most of the wind magnitude
support data collected, however, were the average wind magnirade for an entire run of all
azimuth positions. Therefore, the average return power for all azimuth positions at each
of the 356 sample points was also calculated and plotted as a function o£ laser/receiver
scan angle.
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EXPERIMENTAL RESULTS

The experimental equipment, installed in the NRL Bridge Facility on 30 May 1972 yielded ex-
perimental data on nine days over the period 31 May through 5 October 1972. The most defini-

tive results were obtained in relating wind magnitude to averaged return power at normal in-
cidence. Over the range of surface wind speeds from 3 to 17 mph, the averaged return power

(normal incidence) decreased with increasing wind speed (TABLE 2). The averaged power return
at 3 mph was six times as great as that at 17 mph. TABLE 2 indicates the average return po-

wer can be used to predict the actual wind magnitude to within +I mph. The same results are
repeated in Figure 5, which plots the averaged return power ove_ the entire +37.5 ° scan for
all azimuth positions. In addition, it can be observed that averaged return-power falls off

sharply from normal incidence at the lowest wind magnitude. The results presented in TABLE 2
and Figure 5 are normalized and represent the average of 486 scans per azimuth position for

all 18 azimuth positions. Corresponding wind speeds and air/water temperature differences
were averaged at 1-minute intervals over the same time interval. Reducing the averaging time

by a factor of 18 also gives reliable results (TABLE 3). TABLE 3 represents the averaged re-
turn power (normal incidence) collected in just one azimuth position (28 seconds). The cor-

responding wind speed represents a 1-minute average. Limited fetch was encountered on many
data runs but did not appear to have any effect. Results of this nature support the sugges-
tions of Pierson and Stacy 6 that high frequency waves (i-e., capillaries) are the indicators

of the local wind velocity because they are independent of fetch (greater than five meters)

and are almost in instantaneous equilibrium with the wind.

TABLE 2.-COMPARISON OF NORMALIZED AVERAGED RErURN SIGNAL
(ALL 18 AZIMUTH POSITIONS) AT NORMAL INCIDENCE WITH ElrpPnRT _ATA

Date Run No.

27 Jun. 1

28 Jun. 5

28 Jun. 1

29 Jun. 3

4 Oct. 1

29 Jun. 2

Wind Speed

(mph)

3 (Estimated)

6.4

7.4

8.8

9.6

9.6

4 Oct. 2

29 Jun. 1

4 Oct. S

29 Jun. 4

S Oct. 3

5 Oct. i

5 Oct. 2

10.3

I0.4

10.8

10.8

13.7

15.0

16.9

T -T (Deg) Relative Averaged
Air Water Return Power

- 7OO

4.6 490

7.2 480

3.7 325

1.3 282

3.8 320

0.4 274

3.5 275

-i.5 244

3.7 245

0.3 162

0.7 134

0.9 116
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TABLE3.-CON[PARISONOFNOR_kLIZEDAVERAGEDRETURNSIGNAL
(Ob_AZIMUTHPOSITION)AT INCIDENCEWIN SUPPORTDATA

Date Run No. Wind Speed Relative Averaged*

4 Oct. 5 7.7 429

4 Oct. 2 I0.0 378

5 Oct. 3 12.9 301

S OCt. 2 16.7 215

5 Oct. 1 16.8 179

All data collected with a scanner speed of 16 scans/sec and a field view of 24 milliradians.

i
E
3

0.7

0.6

0.5

0.4

0.3

0.2

0.1

_TE: Eachnorraa]iz_, curve
represents the average of all
18 azimuth positions

*Exceptions (5 mtnute averages
in one aztmuth position)

All data was collected with a
scanner speedof 16 scans/sec
and a f|eld of vtew of 24
mtlltradtans

A

A

27 Jun - 3 mph(estimated)

28 Jun - 7.4 mph

'f-&

-24.00 -16.00 -8.00 0.0 +8.00 +16.00 *24.00

Degrees from the verttcal (0°)

Figure 5. Normalized average return signal vs.
laser/receiver scan angle
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In addition to magnitude, it seems clear that wind direction can be inferred by examining
the averaged return power versus scan angle curves for the various azimuth positions. Fig-
tires 6a, 6b, 7, and 8 are presented as examples. The averaged curves shown represent a to-
tal collection time of 28 seconds. The wind direction support data used for comparison were
simply the averaged wind direction at a height of 4.3 meters (14 feet) above mean sea level

for all azi_Jth positions. Thus, the average wind direction for the entire run, for any
given+azimuth position, would therefore not be correlatable. In general, it was noted that
the width of the crosswind curve was the narrowest while that of the upwind/downwind curve

was the widest. On a few occasions due to apparent wind direction changes, the averaging
time interval (28 seconds) was too short to establish the phenomenon. Special arrangements

that were made on 29 June 1972 allowed the laser system to stay in the crosswind and up-
wind/downwind azimuth positions for a period of 5 minutes in each position immediately
after a normal azimuth sequence. The wind direction support data was also measured for

5 minutes. Figure 9 shows the normal azimuth sequence (28 seconds average time per azimuth
position) where it is difficult to establish the phenomenon, and Figure I0 shows the

special 5-minute average run where the phenomenon is clearly visible. It seems reasonable

to state, from this kind of data, that high accuracies in determining upwind/downwind di-

rection will require a greater time to acquire sufficient samples of laser return power.

0._

J
.20

i

•<_.I0

i

0omwlnd _m_.d

S October 1972Start TtlI: 12 A.II.
Run 1
Mind Speed: IS whi't_l Olrlctlon

_L,._"_ Scan Rate: 11 scins/Sec
Intemedlitt / r r _ _%

-24.00 -16.00 -8.00 0.O +8.00 ÷16.00 ÷24.00

0etp'Rs Tom the ve_tcal (0 +)

Figure 6a. Averaged return signal vs. laser/receiver scan angle for
three Lnxiividual azimuth positions at 12 a.m. on S Oct. 1972

"30 I

0.10[

0"10 IJ

0evmtnd _j_ Upwind

S October 1972
Wtnd Direction _ _'_ Start Ttm: 1:30 P.H.

.... J /t "_r _N Collection Ttm: :P8 sic/curve

,,
-24.00 -16.00 -8.00 0.0 "4.00 +11_.00 ' +24t.00-

Dlfriis from the vtrttcil (0")

Figure 6b. Averaged return signal vs. laser/receiver scan angle for
three individual azimuth positions at 12 a.m. on S Oct. 1972
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Figure 7. Averaged return signal vs. laser/receiver scan angle for
three individual azimuth positions at 4 p.m. on 5 Oct. ]972
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3 August 1972
Run l
Start Time: 3 P.M.
Wind Speed: _8 mph
Collection Time: 28 sec/curve
Scan Rate: 16 scans/sec

Wind Direction --

Intermediate
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-24.00 -16.00 -8.00 0.0 +8.00 +16.00

Degrees from the verttcal (0 °)

Figure 8. Averaged return signal vs. laser/receiver scan angle for
three individual azimuth positions at 3 p.m. on 3 Aug. 1972
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29 Jun 1972
Run 1
Start Time: 11:45 A.M.
Wlnd Speed: 10.4 mph
CollectionTime: 28 sec/curve
Scan Rate: 16 scans/sec

Upwind Downwind

- _ /Wind Olrectlon

-24.00 -16.00 -8.00 0.0 +8.00 +16.OO +24.00

Degrees from the vertlcal{0°)

Averaged return signal vs. laser/receiver scan angle for
three individual azimuth positions at Ii:45 a.m. on 29 Jun. 1972
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Upwind Downwind

29 June 1972
A_ Runs 2, 3
_ Start Times: 12.10 P.M.

./ / _ 12;20 P.M.
[ / _ Wind Speed: Run 2 - 9.16 mph

] [ _ Run 3 - 8.9 mph
Wind Direction --/ / Ik CollectionTime: S min/curve

Run 2 // _ Scan Rate: 16 scans/sec

Crosswind -- /_--/ \_

0"10  ,
• I •

-24.00 -16.00 -8.00 0.0 +8.00 +16.00 +24.00

Scan Angle (Degrees)

Figure I0. Averaged return signal vs. laser/receiver scan angle for

two individual azimuth positions at 12:10 and 12:20 p.m. on 29 Jun. 1972
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On 3 August 1972, with relatively constant winds, the curve width relationship between

c_osswind and upwind/downwind azimuth positions existed for the normal run (28 seconds/

curve). In addition, by filtering and smoothing the actual data, it was revealed that
additional information existed on the downwind side of the curve. The averaged return power

over the scan angle of approximately 4-8 ° increased in value, in perfect order, as the "

azimuth position was rotated from the crosswind position to the wind direction position.

The same effect was not nearly as well defined, for the same sampling interval, on the up-

wind side of the curve. Figure ii shows the effect on the downwind side of the curve. On

some other days (more variable wind conditions), the effect was still detectable but not

as obviously as the case presented. Once the upwind/downwiDxl azimuth position is located

via the curve width phenomenon, this effect can be used to determine wind _irection. UD-

servation of the slope of the curve from its peak to approximately 8 ° on both the upwind

and downwind side revealed a sharper slope always existed on the downward side. Figures

7, 8, 9, i0, and 11 all indicate this result. Thus another way of establishing the wind

direction exists.

Considering all the results presented, it is estimated that wind direction should be meas-

urable within +I0 °.

0.70

0.60

0,10
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Figure ii. Filtered averaged return power vs. laser/receiver scan angle
for six individual azimuth positions at 3:20 p.m. on 3 Aug. 1972



THYDRETICAL PREDICrION COMPARISON

The Poseidon Scientific Corporation under contract to the Naval Air Development Center per-
formed a literature search 7 to detemin_ what existing theories were available that could

be used as wind predictors. Two theories, limited by the basic assumption that the sea

surface is a linear, stationary, Gaussian process, were extracted and modified; (I) Jack-
son_ and (2) Swennen 3.

The Jackson theory was limited to upwind/downwind traverses but could be and was modified

to all azimuth positions. The modification of Jackson's theory required the expansion of
his geometric optics term. The mathematical assumptions used were (1) the co-variance func-
tion of the surface can be represented by a Taylor series truncated at second degree; (2)
the surface is a stationary Gaussian random process of zero mean; and (3) the horizontal

ill_nination area is large compared to th_ roughness scale of the surface. The incorpora-
tion of the spectrum of Pierson and Stacy_ into the Jackson theory yielded the NILCS (Norm-

alized Isotropic Laser Cross Section) Oll U, which could be evaluated as a function of scan
angle for all azimuth positions. The NILCS varies linearly with received laser power and

can be considered equivalent to it in this paper. In addition, the slope statistics of
Cox and Munk 8 were used as empirical inputs into the modified Jackson theory. This allowed

the prediction of the NILCS o220, which could be evaluated at a function of scan angle for
the upwind/aownwind azimuth position only.

The modified Swennen theory, limited to predicted power return at vertical incidence, was

not used because of geometric incompatibility with the experimental system.

A range of real envirorment wind magnitudes and their corresponding air/0sea temperature
difference were used as inputs to the Jackson predictors. _11u and o2_ were then calcu-
lated using the CDC 6600 computer, o110 is plotted in Figur_12 as a _unction of scan an-

gle for the crosswind, upwind/downwind-direction, and two intermediate azimuth positions.
The results indicate clear general agreement with actual collected data. The magnitude of
the curves reduce with increasing wind speeds and the width of the curves increase as the
azimuth position is varied from crosswind to upwind/downwind direction. A relative com-

parison of theoretical predictions (Oll0) with experimental average laser received power
data for the highest wind speed eflcoun£ers is plotted in Figure 13. Correlation is good
over the scan angle range 0 to -+12°. A considerably larger spread between azimuth posi-
tions than was experimentally observed is predicted at scan angles >10 °. A relative com-

parison of o110 and o220 with the actual laser power received at normal incidence to the

sea surface _ listed in Table 4. Better correlation was obtained between the experiment-
al data _ 0 than oI O Over the wind speed range used, o increased by a factor of22 • 1
2.16, o22a_dby a factor o_ 2.58, and the experimental data by a _actor of 4.14.

TABLE 4.-COMPARISON OF THEORETICAL RETURN SIGNALS VS. EXPERIMENTAL

RETURN AT NORMAL INCIDENCE TO THE SEA SURFACE

Wind 0 Avg. Laser Scan T -T
Date _ Speed _ii 0 _22 Power Reed Angle Air Water

(deg)

5 Oct 2 16.9 .I06 .211 .166 0 .9

5 Oct 3 13.7 .195 .254 .162 0 .3

4 Oct 4 10.S .169 .310 .244 0 -,9

4 Oct 2 10.3 .160 .334 .274 0 .4

29 Jim 3 8.8 .134 .414 .325 0 3.7

28 Jim 1 7.4 .229 .545 .480 0 7,2

o 0 - NILCS (Using theoretical statistics o£ Pierson and Stacy)
ii

o110 - NILCS (Using empirical statistics of Cox and Munk)

63



0.50

0.40

&- 0.30

O.ZO

0.10 -

m

I

-24.00

1 - 90° (Wind Direction)

2 - 60 ° (Intermediate)
3 - 30 ° (Intermediate)
4 - 0° (Crosswtnd}

)84_Unp_972

'Y_I _--_"'_\'_ _k 5 Oct 1972

I I I _L_____
-16.00 -8.00 0.0 +8.00 +16.00 +24.00

Degrees from the vertical (0°)

Figure 12. Predicted nomalized isotropic cross section (Oll0)

vs. scan angle for three enviro_nental conditions.

0.4G

0

B

w

.J

0.3C

"c

!

0.20

O.IC

Experimental Normalized

Averaged Return Power

5 October 1972
Run 2

Wind Speed: 16.9 mph

Normalized NILCS

Wind Direction _ all

- Intermediate .. _ _ 90 ° Wind Direction

/ 60° Intermediate

Crosiwlnd _ __ ___/ 30° Intermediate

-24.00 -16.00 -8.00 0.0 +8.00 +16.00 +24,00

Degrees from the vertical (o °)

Figure 15. Coml_rison of predicted normalized isotropic laser cross section,

all 0 with the experimental averaged return power.

64



CONCLUSIONS

Thecompletedexperimentalandanalytical efforts describedhaveestablishedthe feasibility
of remotelymeasuringwindmagnitudeanddirection in a real environment.

For the surfacewind conditions encounteredduring these tests, 3-17mph, the windmagnitude
wasmeasuredto within +i mphaccuracy. In addition, the experimentalresults predict that
+i0° accuracies in wind-direction can be obtained.

The experimental results obtained support the suggestion of Pierson and Stacy6 that high
frequency waves are the indicators of the local wind velocity because they are independent
of each fetch and are almost in instantaneous equilibrium with the wind.

A comparison of experimental data with two wind predictors developed from theoretical work
by Jackson 4 shows very good correlation considering the theory assumes that the sea surface
is a linear, stationary Gaussian process.
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ANOPTICALRADARFORAIRBORNEUSEOVERNATURALWATERS*

C. A. Levis, W. G. Swarner, C. Prettyman**, and G. W. Reinhardt***
The Ohio State University-Electro Science Laboratory

ABSTRACT

An optical radar for detecting targets in natural waters was built and tested in the Gulf

of Mexico. The transmitter consists of a Q-switched neodymium-glass laser, with output am-

plified and doubled in KDP to 0.53 micrometer wavelength. The receiver incorporates a noval

optical spatial filter to reduce the dynamic range required of the photodetector to a rea-

sonable value.

Detection of targets to a depth of 26 meters (84 feet) was achieved with a considerable

sensitivity margin. The sensitivity of the radar is highly dependent on the optical atten-

uation coefficient. In general, measured returns fell between the values predicted on the

basis of monopathandmultipath attenuation.

By means of simple physical arguments, a radar equation for the system was derived. To

validate this theoretical model, measurements of optical attenuation and of water surface
r

behavior were also instrumented, and some of these results are given.

Volumetric backscatter was measurable over the entire depth range; such radars should there-

fore be useful formonitoringnatural water quality. Airborne bottom-profiling is another

application.

*This workwas supporteaby the Air Force Avionics Laboratory, Wright-PattersonAir Force
Base, Ohio under Contracts AF 33(657)-11198 and AF 33(615)-3667.

**Now with the Firestone Tire and Rubber Company, Akron, Ohio.

***Now with Air Force Avionics Laboratory,Wright-Patterson Air Force Base, Ohio.
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INTRODUCTION

Water is highly absorbent of electromagnetic energy except at very-low-frequency (VLF) and

in the blue-green region of the optical spectrum. VLF has found conmunications uses, but
the large wavelength does not allow the resolution needed for a radar. Optical wavelengths
do not have this limitation, and the advent of lasers has made the use of radars below the

ocean surface quite practicable. This paper discusses experiments designed to demonstrate
this feasibility in the field. A system model was developed, verified with the field meas-

urements, and used to show under what conditions such a system can operate, by calculating
the maximum range for various water conditions. Certain water parameters, especially ex-
tinction coefficient and surface slope distribution, were also measured in order to esti-

mate their effect on radar performance.

SYSTEM MDDEL

A model of the radar system is shown pictorially in Figure I, and a system equation derived
from this picture is given in Equation (1), which can best be understood by reference to

the figure and noting the processes by which the transmitted power Pt causes a power P to
be detected in the receiver, r

-_lRw -_2Rw
PtTl e p e T2

P = A (I)

r R)2 r2Tr(R a + n2

Figure I. Airborne subsurface radar.
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The laser beam first must be transmitted through the surface. The transmission coefficient

TI represents the fraction of the incident energy which is transmitted in the direction of
tl%e target. The energy is attenuated on its way to the target; this attenuation follows a

well-known exponential law (ref. i) with extinction coefficient _ 1" We asstune the trans-
mitted beam to be sufficiently narrow so that the target interceptg essentially all the

energy transmitted to its depth, and that it scatters this energy back toward the receiver
with the same intensity as an isotropic upward scatterer of reflectivity o • The energy
now again is attenuated on its way toward the surface, resulting in another exponential;

the reason for using a different coefficient _2 is discussed below. At the surface another
transmission coefficient T2 is used to account for loss of energy due to reflection and a

change in power density due to change in beam direction. Above the surface, the beam ap-
pears to come from an apparent source at 0' (Figure 2) instead of the target at 0. By
geometry the distance 0'P is given by

O'P = Rw sinellsine 2, C2)

and Snell's law gives

O'P = RwTh, where n is the index of refraction. (3)

The power density in the air is therefore given in terms of an apparent source of strength
S' at 0 _ as

p
!

The apparent source strength S' can be evaluated from the fact that at the surface, Ra-0 ,
i_ must produce the same intensity as the true target-scattered return,

e-al Rw -S' PTTI p e a2Rw T2

2_( 2_ Rw2

(S)

(4)

Solving for S', substituting in Equation (4), and multiplying by the receiving aperture

Ar yields Equation (i).

Several approximations were made in deriving this model. First, the extinction coefficient
was assumed constant along the downward and upward paths. In practice, optical opacity
varies as a function of depth; depending on locality, the variations can be very significant
and quite complex. The extinction coefficient also is a function of the beam collimation,

which changes along the path due to scattering by particles as the beam progresses. Thus,

to be precise, the exponentials should be replaced with attenuation functions AI, A2 of the
form

Ai = exp c_i (_) d

o

{6)

where the a. are functions of the water at the location specified by _ and also of the beam

collimationlat that point of the path. Since this collimation is not easy to predict or

measure and complete profiles of water properties are seldom available, calculations were
based on the simplified model of Equation (I).
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Figure 2. Upward path geometry.

The collimation enters into the extinction because it determines what portion of the energy

scattered from the beam is permanently lost. On one extreme, one may have a very tightly
collimated beam pointed toward a detector with very small acceptance angle. In this case,

essentially all energy scattered from the beam is lost and the resulting attenuation is

relatively high--this is termed monopath attenuation. On the other extreme, we may have
a plane wave directed toward a detector with hemispherical acceptance. In this case, all
forward-scattered energy is still available--this is termed multipath attenuation. A re-
lation between the extinction coefficient for these two cases has been derived by Battelle,

Gillette and Honey (ref. 2) for typical ocean waters. Two parameters, _i and are re-
tained in Equation (i) in order to allow use of monopath on the downward path _ the mml-

tipath coefficient on the upward path.

The transmission coefficients TI and Tp must take into account the roughness of the sea
surface. Depending on the diameter of'the beam at the surface, an integration over a few
or many facets may be needed. This is the reason for two coefficients since the beam di-

ameter is much larger on the upward than on the downward path. Calculations pertaining to
the time-averaged transmission on the downward path were performed by Swennen as part of

this project (ref. 3), and those for the upward path by Upp (ref. 4), both based on the
sea-slope probability data of Cox and Munk (ref. 5). The effect of surface roughness is
to lower the transmission by a few decibels in the direction in which it is maximum (the

angle corresponding to Snell's law) and to allow transmission for a narrow range of angles
about this maximum. A rough sea would thus be expected to give some reduction in range

and loss of angular resolution.

The maximum range predicted on the basis of Equation (I) for various transmitted power
levels and extinction Coefficients are given for black and white targets in Figures 3a and

3b. respectively. The values of attenuation length (reciprocal of extinction coefficient)
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given in these figures corresponds to the monopath value. The dashed curves use these
monopath values directly on both down and upward paths. The solid curves use the monopath
value for downward and multipath for upward, the latter value being obtained from the
monopath coefficient by the curve of Battelle et al (ref. 2). Vertical incidence and
smooth seas are assumed in these calculations.
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"THE RADAR

A block diagram of the optical radar is shown in Figure 4. The transmitter consists of a
Nd_+ laser oscillator and amplifier, frequency-doubled to the desired wavelength. The

oscillator is a rotating-prism, Q-switched laser which uses a .95 cm (3/8-inch) diameter,
15.2 on (6-inch) long glass laser rod with a 2% doping of Nd3+, three linear flash lamps,
and a_cylindrical cavity. The oscillator output drives a laser amplifier which uses a

1.27 an (I/2-inch) diameter, 30.5 cm (12-inch) long glass laser rod with a 3% doping of
Nd3÷, one linear flash lamp and cylindrical cavity. The second harmonic of the infrared

laser amplifier output is g_enerated by means of a phase-matched KDP crystal, protected
from moisture in mineral oil. If a steep trailing edge on the outgoing radar pulse is re-

quired, a gas breakdown cell is added to the system. A photodetector and a photodiode are
used to trigger the oscilloscope and to provide a time and magnitude reference pulse for

the transmitted signal.
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Figure 4. Optical radar block diagram

The receiver consists mainly of a receiving te±escope and photomultiplier. An iris diaphragm

or spatial filter may be added at the focal plane of the objective lens. Variable neutral

density filters and a narrow-band filter centered on the wavelength of the transmitted radar
signal are incorporated in the receiver. A sighting scope is provided to facilitate a_,_ing
the radar. The output of the phot_nultiplier is displayed on a dual-beam 100_4qz oscillo-

scope, which also displays the transmitter reference signal. Characteristics of the final
optical radar system are given in TABLE i. A photograph of an earlier version, which did
not c_ploy the laser amplifier, is shown in Figure 5. In this picture, the radar is equipped

with periscopes (shown with extension tubes removed) for transmitting the beam horizontally

for preliminary testing in a swimming pool. Dry-nitrogen pressurization prevents water
condensation on optical components. For field testing, the periscopes were removed and the
radar transmitter and receiver were mounted on an electrically-controlled gun mount which

provided a means for aiming the radar at any desired location.
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TABLE 1.-CHARACTERISTICS OF OPTICAL RADAR SYSTEM

Output wavelength
Peak pulse power

Pulse rate
Pulse width

Minimum detectable signal
Frequency response

Receiver aperture
Field of view

Range resolution
Narrow band filter

Center wavelength
Bandwidth (3 dB)
Transmission

530.8nm

variable over
30 kw to 2mw

range
1 per min
25 ns
5 x 10-8 W

i00 FBz

12.7 cm
variable 0.5 °
to 4.5 °

< 3 meters

530.8 nm
1.25nm

7O%

DETECTOR
SIGHTING

_SCOPE

RECEIVER

'_$COPE

PHOTO-DIODE
FOR OSCILLOSCOPE
.SYNCHRONIZATION

PORT FOR CALIBRATION
PULSE

RECEIVER
PERISCOPE

REMOVABLE)

DETECTOR
FOR

_MITTER
L|BRATION

Figure 5. Optical radar.
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Theoptional focal-_lane spatial filter (ref. 6) effectively varies the systemgain as a
function of the depth from which the signal is received. It takes advantage of the fact

that, for a rough sea, the signal from a deep target is capable of being refracted to the
receiver over a much larger surface area than the signal from a shallow target. By using a

focal-plane filter with low transmittance in the center, the returns from shallow targets are
deemphasized. Figure 6a shows the A-scope traces without the filter for a white target at
25.6 cm (84 feet). The sweep speed is I00 ns/division and the incidence angle was 18°. Note

that the system is saturated for shorter ranges. Figure 6b shows the trace for identical
condition, but with the filter in use and the receiver gain increased by approximately 3 dB;
there is no saturation at any range although the target return is the same as before.

ATMiSPIIERICBAC!SCAT'ER

SEASi,F_CE IEFLECIIOHLHD\ TA

,,L'_;Mi_ lACK',CATTi[, _'

IGET IETliiH

&,,,,,,t,,E,m,,t..

_xgure 6a. A-scope presentation: white target at 26-meter depth,
incidence angle 18° from vertical - spatial filter not used.
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Figure 6b. A-scope presentation: white target at 26-meter depth,
incidence angle 18° from vertical - with spatial filter

Since the purpose of the experiment was only to determine feasibility and limitations, no
attempt was made to make the equipment flyable; all tests were conducted from fixed plat-

forms above the water. Nor would the repetition rate have been adequate for a flying ra-
dar--almost one minute was required to charge the flash-tube capacitor bank. A system

based in part on our design, but capable of being flown and having the required higher re-
petition rate, has since been developed (ref. 7).
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PERFORMANCE TESTS

After preliminary horizontal radar ranging tests in a switching pool and at Wakulla Springs,
Florida, the system was evaluated at the Stage I tower of the U.S. Navy Mine Defense Lab-

oratory . The tower is located in the Gulf of Mexico approximately 16 Km (i0 miles) off-

shore, near Panama City, Florida. The water depth is approximately 32 meters (105 feet)
and the system was located 14 meters (55 feet) above the surface.

The targets were flat, square aluminum sheets, 158 square-decimeters in area, coated with
paints having reflectivities (measured submerged) ranging from approximately 1% to 96%.

The targets were attached, one at a time, to a positively buoyant frame which was lowered

by means of a winch along guide cables toward lead-weighted sea anchors. Radar ranging
was performed at depths of 0 to 25.6 meters (0 to 84 feet) at incidence angles from 5° to
60° with respect to the sea surface normal. For near-vertical incidence, all targets were
detected in each case. Ambient light presented no problem; even with the radar aimed di-

rectly into the specular reflection of the sun from the ocean surface on a slightly hazy
day, no deterioration of radar performance was evident. Figures 7 through 9 show the ra-
tios of received to transmitted power from a white, gray, and black target, respectively.

In Figure 7 the ranging is horizontal; in Figures 8 and 9, the beam has an incidence angle
of 5° from the vertical. The calculated curves (for monopath attenuation in both directions,

monopath down and multipath up, and multipath in both directions) show that the very rough
approximation of constant extinction coefficient is useful for estimating approximate sig-
nal returns, but that the integrated form of the attenuation function is likely to be need-

ed for more precise estimates. The value of _i used in these calculations was measured
(see next paragraph); the corresponding =2 comes from Battelle, Gillette, and Honey (see

ref. 2); the values of T1 and T2 are calculated for a smooth surface. The scatter of ex-
perimental points for a given depth is due to surface roughness.
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Figure 7. Received-to-transmitted power ratio,

Wakulla Springs, white target.
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MF_S OF EXTINCTION, SCA3_FERING, AND SURFACE STRUCTURE

In support of the systems measurements, extinction, scattering, and surface structure meas-

urements were also instrumented. Extinction measurements were made over the wavelength
range 400-700 nmby means of absorption cells taken to the site and filled with water from

the depth to be sampled, and also in the blue-green spectral region (538 nmwith 60 nm band-

width at i0 dB) with an in-situ transmissometer which could be lowered to the desired depth.

Typical measurements at the Mine Defense Laboratory tower often show, as a function of time,
considerable correlation with tides, but also considerable randomness (Figure I0). As a
function of depth, extinction was relatively constant near the surface and generally in-

creased rather abruptly bya factor of two near the bottom (Figure ii).

"_ ............... Je METER DEPTH _ ...... _ ,
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Figure i0. Attenuation length (solid) and relative tide
height (dashed) at USNMDL stage I tower.
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The extinction coefficient is the sum of an absorption coefficient and a scattering coeffi-

cient; only the latter has an effect on beam collimation. The scattering coefficient is

the integral with respect to scatter angle of the volume scattering function (ref. 8). In-
struments were built for measuring this function both by means of a laboratory cell filled

with sampled water and by means of an in-situ scatter meter utilizing a fixed argon laser
source and movable detector (Figure 12). Typical data are shown in Figure 13. Integration

of the volume scattering function showed that the scattering coefficient under relatively

clear conditions <_ = 0.226 meters -1) at the Mine Defense Laboratory might contribute 1/4

to 1/3 of the total extinction, with absorption accounting for the rest.

Figure 12. In-situ scatter meter.
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Figure 13. Measured volume scattering functions.
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The calculations of upward and downward transmission through the sea surface mentioned

above were based on time-averaged sea-slope probabilities measured by Cox and Munk (ref. S);
while useful for predicting average beam intensities, they do not allow calculation of the

expected temporal behavior of the beam. An experiment to explore this temporal behavior

was instrumented; since it is reported elsewhere (ref. 9), the results are not given here.

Unfortunately available time did not allow as much data to be taken or processed as would

be desirable for the prediction of such time-related radar parameters as optimum scan rate.

CONCLUSIONS

The detection of targets in coastal waters was demonstrated experimentally up to a depth

of 25.6 meters (84 feet), this limit corresponding to the depth at which targets could be

conveniently anchored, not the sensitivity limit of the system. The measurements have been

used to validate a theoretical model on the basis of which performance of the radar under

various water conditions can be estimated. Curves of expected maximum range are given as

function of water clarity and transmitter power. These ranges would be decreased somewhat

for rough surface conditions, but the principal effect of surface roughness is on angular

resolution, not range. A spatial optical filter can be used to vary the system gain as a

_unction of target depth, greatly reducing the dynamic range requirement of the receiver.

In moderately clear coastal water, volumetric backscatter returns were observed at all

depths; this suggests that such radars might be useful for estimating water quality and ob-

serving changes over a considerable range of depths synoptically from the air.
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RECENTADVANCESIN THEAPPLICATIONS
OFPULSEDLASERSIN THEHYDROSPHERE

GeorgeD. Hickman
Sparcom,Inc.

ABSTRACT

Laboratoryandfield measurementshavebeenperformedon the transmission/scattering char-

acteristics of a pulsedneon laser as a function of water turbidity. Theseresults have

beenusedto establish the criteria for an airborne laser bathymetrysystem. Extensive

measurementshavebeenmadeof laser inducedfluorescenceusing a pulsed tunabledye laser.

Feasibility hasbeendemonstratedfor remotedetection andpossible identification of var-

ious types of algae andoils. Similar measurementsmadeon a widevariety of organic dyes

haveshownthis techniqueto haveapplications in remotemeasurementsof subsurfacecurrents,

temperatureandsalinity.
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LASER BATHYMETRY

During the past two years, Sparcom, Inc. has been investigating through a series of labor-
atory measurements the transmission of a blue-green laser as a function of water turbidi-

ty. The results of these measurements have been used to estimate the capability and limi-
tations of an airborne laser bathymetry system (ref. 3).

The laser used for these measurements was a pulsedneon gas laser at 540 nm. Tunability in
wavelength (400-700 nm) is obtained with this laser using nitrogen in the laser cavity to
pump various organic dyes. This tunability in wavelength was used in various laser in-
duced fluorescence measurements.

The short pulse width (3-10 nsec) of the laser combined with its high pulse repetition rate
(I00-I000 pps), make this laser the best transmitter for a high resolution, shallow water

and reconnaissance system.

The strength of the signal received by an airborne laser/detector system depends on two
different categories of parameters:

a, _wironmental parameters; such as depth of water (h), the attenuation (_) and
absorption (a) coefficients of the water, bottom reflectivity and the distri-

bution of power at the water/sediment interface.

b. Controllable parameters; such as aircraft altitude, input power of the laser,

field of view of detector, etc.

The laboratory measurements were designed to determine the effect of each of the environ-
mental parameters on the detected laser signal. The results have been used to set the
criteria for the controllable parameters.

In the laboratory, the turbidity of the water was changed in small increments by addition
of various marine sediments to the water in Sparcom's environmental water tank facility.
These sediments were collected from selected shallow water sites along the east coast of

the United States. Lomparison was made between these simulated waters and actual water

samples which were obtained ac each site.

The following measurements were made for all samples:

a. attenuation coefficient and sediment loading for each water sample,

b. attenuat{on and absorption coefficients and sediment loading for simulated

turbid water,

c. sediment reflectivity, and

d. beam spreading in the water at a given distance (h) as a function of turbidity.

In addition to the natural sediment measurements, quartz (Si02) and marl Ca03) were also
used to change the turbidity conditions in the tank.

Optical Properties of Turbid Waters

The measured quantity describlng the optical properties of light transmission in turbid wa-
ter is the normalized integrated power distribution N _(h,(9). This distribution ex-

presses the total power which is contained in a cone _fl_gle(half angle(9) at a distance h

in water as shown in Figure i.
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Figure I. Schematicdiagramshowingthe geometryusedfor
obtaining the integrated powerdistribution.

To construct the integrated powerdistributions, oneof the bottomsedimentswasmixedin
the environmentalsimulation tank. Theamountof sedimentwasadjusted i_ eachcaseto
generateturbldities correspondinRto _ values In the range0.07 - 2.0 m- in steps, As, of
approximately 0.S m-I. For each turbidity, the angular power distribution was measured for

water paths of 4, 6 and 8 meters by scanning the laser beam (from 0-200 mrad) past an under-

water photomultiplier tube (PMr). The PMT was aligned with the original direction of the
incident beam (zero angle). "l_neresulting angular power distribution was plotted as a func-

tion of the spherical polar angle (8). l_e integrated power distribution was derived by num-

erically integrating the angular power distribution over the appropriate solid angle. For
each distance, the integrated power distribution was normalized to the total power avail-
able at that distance in clear water.

The data for the integrated power distributions [Naa(h,o)] (refs. 1 & 2) at various dis-
tances, for each sediment, have been used to construct composite distribution curves as a
function of attenuation length (_h). Figure 2 is a t)q_ical curve that was constl_cted for

quartz. Curves similar to those shown in Figure 2 have been obtained for the various simu-

lated waters. The distribution curves generated in this way have been used to analyze the
optical properties of turbid water and to predict the limitations of an airborne laser
bathymetry system.

S_stem Considerations

A number of the salient parameters have been determined either measured or calculated, which

define the capability and system requirements for an airborne laser/receiver bathymetry sys-
tem in turbid waters. The following is a list of these critical items:

The optimum wavelength for the bathymetry of turbid waters is between 540 and 580

nm. The maximum depth measuring capability (ah)max of such a system is approxi-
mately 15 for waters characterized by an a/s ratio of between 0.i and 0.2 and a

sediment reflectivity of _ 10%. This was determined for a laser having a peak
pulse power of 30 kwoper_ting from an altitude of 500 m.

While the effective value of the attenuation coefficient of the water (eeff) for
an airborne laser/receiver system is a < _ eff < _ , it is closer to the value of
a than _.
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Polarization techniques are essential in depressing the backscattering from the

water.

A factor of i0 increase in laser power increases (_h)maxbY 2.5.

A factor of i0 increase in aircraft altitude decreases (oh)max by 2.5.

The optical scanner should be restricted to scanning angles of approximately 20°.

For maximum laser pulse rate of i00 pps, a scanner period of approximately 1 sec-

ond is optimum in terms of area coverage and spatial resolution.

LASER STI_ILATED FLUORESCENCE

A number of programs have been initiated in _he laboratory concerning laser stimulated
fluorescence. Fluorescence is the phenomenon whereby radiation is absorbed at one wave-

length and re-emitted at a shifted (normally longer) wavelength. The uniqueness of the
fluorescent spectrum for a particular molecular structure can be used to identify a sub-
stance. The fluorescent technique can be used to measure Quantitatively small concentrations

since in this region the fluorescent intensity is proportional to the concentration. Ex-
tensive fluorescent measurements have been made on algae, organic dyes and oils.
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Eachof the specific pigmentsin algaehasa different excitation andfluorescencespectrum.
In the caseof Chlorophyll a, maximumfluorescenceis obtainedwhenexcitation is madeat
either of the absorptionpea-ks;i.e., 400or 670nm. Fromother considerations, (ref. 4)
it hasbeenshownthat for remotedetection of the Chlorophyll a, the optimumwavelength
for excitation is at 670nm. However,since the absorptionand-fluorescencepeaksare
relatively close in wavelength,receiver considerationdictate that the excitation should
bemadeat a wavelengthshorter than the maximumabsorptionwavelength. Calculations and
laboratory results showthat a i00 kwlaser/receiver systemoperating at a wavelengthof
600 nm and an altitude of 500 meters should be able to detect Chlorophyll a concentrations
as low as 5mg/m 3.

Identification of various species of algae is a much more difficult problem. One possible

technique for detecting and identifying algae is to excite the algae at multiple wavelengths
and analyze the ratio of the fluorescent signals at several discrete wavelengths. A pro-

totype based on this principle is currently being investigated (ref. 5).

Dyes

Several organic dyes were investigated that exhibit fluorescence in the 480 to 600 nm re-
gion of the spectrum. The absolute value of the fluorescent intensity of the dyes depends
on such parameters as temperature, pH, salinity and exposure to ambient light. The effects

of the various parameters on fluorescence have been made in Sparcom's laboratory. In
addition, the optical density and quantum efficiency of the dyes were determined since

these parameters quantify the conversion of absorbed energy into fluorescence. The quant_
efficiencies were measured in a spectro-fluorometer on a relative basis similar to that
of Parker and Rees (ref. 6). The optical densities were determined as a function of wave-

length on a dual beam spectrometer using water as the solvent. The product of the quan-
tum efficiency-and the optical density (QEOD) is a good relative parameter for comparing

the absorption/fluorescence conversion factor. TABLE 1 lists the measured values of op-
tical density at 540 nm and the measured quantum efficiency for some of the dyes.

TABLE I.-OPTICAL DENSITY AT 540 N}}, QUANTUM EFFICIENCY AND THE
RELATIVE PARAMETER QEOD FOR SEVEN ORGANIC DYES THAT

EXHIBIT FLUORESCENCE

Optical Density Quantum

DY___E @ 540 nm Efficiency QEO____DD

Acridine Red 0.190±0.005 0.71 135

3,6 Dichlorofluorescein 0.015t0.002 0.98 15
Disodium Fluorescein 0.004±0.001 0.54 2

Eosin Y 0.015±0.003 0.32 5

Magdala Red 0.094±0.006 0.22 20
Rhodamine B 0.135±0.004 0.90 122
Rhodamine 6G 0.082±0.006 0.50 42

The two dyes exhibiting the largest values for QEOD are Acridine Red and Rhodamine B. One

application where these dyes could be used is in detecting the boundary of a dye cloud,
either surface or subsurface. For applications where it is desired to derive information

from within the dye cloud, it might prove advantageous to deploy dyes other than those
with high QEOD values.
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Another application involving the use of these dyes is that of measuring surface or sub-
surface temperatures. The possibility exists that this could be accomplished by dispens-
ing a dye cloud composed of two dyes which have widely dlf£erent fluorescent temperature
coefficients. The ratio of the two fluorescent signals which is proportional to the temp-
erature would than be monitored. A detector system, based on this technique, could be cal-

ibrated to yield absolute temperature. One pair of dyes which might be used for this ap-
plication is Rhodamine B and Eosin Y. The dependence of the fluorescent signal on temper-
ature for these dyes is shown in Figure 3. It has been determined that the temperature
of the water can be determined to +0.5°C if the ratio of the two fluorescent signals is
measured to within 2%.
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Oils

A variety of fuel and lubrication oils have been investigated for their fluorescence char-

acteristics. The excitation and emission spectra are relatively broad when compared to
either the algae or the dyes while the maximum wavelength for excitation occurs below 400

r_n. The quantum efficiencies for these oils ranged from 1 to 10%.

In June 1973, airborne laser detection of an oil spill was made by Sparcom in conjunction
with NASA (Wallops Island, Virginia) (ref. I). The pulsed nitrogen laser, which has its

emission at 337 nm, was used in this experiment to excite the oil fluorescence. Although
the results of the tests are considered preliminary, they represent the first results that
have been obtained by an airborne laser fluorometer for detection of surface oils.

IASER_IDITY METER

The turbidity of the water is characterized by an attenuation coefficient (_) that quantizes
the amount of absorption and scattering a light beam undergoes as it is transmitted through
the water. The present method for measuring the attenuation coefficient uses a transmis-

someterwhichmust be lowered into the water. This procedure is slow and severely limits
the quantity of data that can be obtained in a reasonable time frame.

A technique is currently under investigation at Sparcom that uses the amplitude and shape

of the laser backscattered signal from the water as a direct measurement of the water tur-
bidity. The backscattered laser signal was measured in a series of water tank experiments

as a function of both the water turbidity and laser wavelength. The tunable dye laser was

used to obtain the desired wavelengths in the range of 420 to 640 nm. The turbidity of the
water in the environmental test tank was changed by the addition of quartz and Chesapeake
Bay sediment. The turbidity of the water ranged from equal to 0.5 to 6.0 -1. While the

magnitude of the laser backscatter increased, at all wavelengths,as the turbidity increased,

the percentage increase was greatest at 440 nm. A laser operating at this wavelength would
be most sensitive to changes in _, thereby making it the best _ detector. The results of
these preliminary measurements therefore indicate that it may be feasible to use the back-

scatter from an airborne laser transmitter/receiver system as a direct reading of a. The
sensitivity of this technique for measuring _, at 440 nm has been estimated from our re-

sults to be approximately 5-10%. A laser operating at still a lower wavelength may yield
better sensitivity.

CONCLUSIONS

Many of the salient parameters have been determined which define the capability and system

requirements for an airborne laser/receiver shallow water bathymetric system for surveil-

lance of turbid waters. The maximum depth measuring capability [(_h)max ] of such a sys-
tem has been determined to be approximately 15 attenuation lengths for waters examined in

this study. These waters were characterized by an a/s ratio and bottom sediment reflectiv-

it),of approximately 0.2 and 0.i, respectively.

It has also been concluded that in situ measurements of a and a are sufficient to predict

the transmission properties of a laser beam in water and therefore the performance of a la-
ser bathymetry system in a specific body of water.

The oil flight measurement was a joint effort of Mr. H. H. Kim of NASA Wallops Island and

Sparcom.
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Thefluorescent studies haveshownthat it is feasible to developan airborne laser/re-
ceiver systemfor the detection andpossible classification of a variety of algaeand
oils. It hasbeendeterminedthat Chlorophyll a shouldbe detectable in concentrations
as low as 5 mg/m3 Usinga I00 kwlaser/receiver-systemoperating at 600nmfroman alti-
tudeof S00meters.

Preliminary measurementshaveshownthat it maybe feasible to use a laser/receiver system
operating from a remoteplatform to determinea numberof other parametersof the water
environment. Theseinclude the measurementof surface/subsurfacecurrent, temperature,
salinity andturbidity.

i.
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UNDERWATERPROBINGWITHLASERRADAR

A. I. Carswelland Sebastian Sizgoric

York University, Toronto, Canada

ABSTRACT

Recent advances in laser and electro-optics technology have greatly enhanced the feasibil-

ity of active optical probing techniques aimed at the remote sensing of water parameters.

This paper describes a LIDAR (laser radar) that has been designed and constructed for under-

water probing. The influence of the optical properties of water on the general design par-

ameters of a LIDAR system is considered. Discussion of the specific details in the choice

of the constructed LIDAR is given. This system utilizes a cavity-dis,pealargon-ion laser

transmitter capable of 50-watt peak powers, I0 nanosecond pulses and megahertz pulse repe-

tition rates at I0 different wavelengths in the blue-green (450-520 rm) region of the

spectrum. The performance of the system, in proving various types of water, is demonstrat-

ed by summarizing the results of initial laboratory and field experiments.
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INTRODUCTION

In recent years there hasbeenan increasing interest in the useof LIDAR(laser radar) as
anactive optical remotesensor. Improvedlasers with high powers,short pulses andever-
increasingrangeof wavelengthselection and tunability provide suitable transmitter sour-
ces for LIDARsystems. However,to date, the LIDARworkhasbeenalmostexclusively con-
cernedwith investigations of atmosphericphenomenasuchas aerosol scattering, cloud stud-
ies, and smokeplumetracking (refs. i, 2, 3).

LIDAR probing underwater is also quite feasible but so far only a few such studies have been
reported in the literature (refs. 4, 5, 6, 7) and the true potential of underwater LIDAR

systems is not yet clearly established. This paper reports on a newly developed marine
LIDAR unit that has been designed and constructed to undertake an evaluation of LIDAR

systems for underwater remote sensing purposes (ref. 8).

Although an underwater LIDAR involves the same basic design principles employed in the at-
mospheric LIDAR, there are a number of very important additional considerations. It is
well known that because of the optical absorption properties of water (ref. 9), the avail-

able wavelength region for operation of an underwater LIDAR system is limited to the blue-

green portion of the spectrum. Even within this relatively clear optical window the absorp-
tion is such that LIDAR operation would almost always be at ranges less than about i00 me-
ters. This fact necessitates the use of very short transmitter pulses and rather wide-
band electronic detection systems since the total time of useful LIDAR return will only be
a few hundred nanoseconds. In addition, the very rapid decrease in signal intensity with

depth requires a very wide dynamic range for both the optical and electronic components of

the LIDAR receiver.

The water, because of the very large amount of scattering, also degrades the well collimat-

ed beam, spreading the illumination and decreasing the light flux per unit area very rapid-
ly with increasing penetration depth (ref. I0). Thus, two of the best features of atmos-

pheric LIDAR operation, i.e., high intensity compared to background (solar) light and good
space and time resolution, are very severely restricted in the underwater application. In
addition to the beam degradation caused by the volumetric scattering in natural water sys-

tems, the surface wave structure will further broaden the beam and decrease the obtainable

signal (ref. ii). Thus there is a need for more experimental data to obtain information
on the practical utilization of LIDAR systems for measuring underwater parameters of

interest.

LIDAR DESIGN CONSIDERATIONS

In designing a LIDAR system, there are two basic configurations of interest. These are
schematically illustrated in Figure I. The first is the monostatic or backscatter LIDAR
sketched in Figure la in which the transmitter and receiver are located at the same posi-
tion and are collinearly directed along a single line of sight. The second is the so-
called bistatic LIDAR , Figure Ib, in which the source and receiver are spatially separated.

With the monostatic configuration, the transmitter must be pulsed to provide spatial in-
formation using the time of flight of the backscattere_d signal. With the bistatic donfigura-
tion the transmitter can be either pulsed or continuous since the spatial location of the

scattering volume is determined by the intersection of the transmitter and receiver beams
as illustrated. In atmospheric work, the monostatic LIDAR is most commonly used because
of its convenience and relative ease of alignment, although bistatic systems have been used

on several occasions (ref. 12).
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Figure la. Possible backscatter LIDAR configuration for underwater studies.
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Figure lb. Possible bistatic LIDAR configuration for underwater studies.
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For underwater applications the substantial amount of beam spreading and the very large near
field return may make the bistatic system a more attractive configuration than the back-

scatter system although for any airborne LIDAR instrument the bistatic configuration would
be ruled out. For ship based systems, either configuration would be suitable and, in fact,

the recent work of Ivanov et al (ref. 6) utilized a bistatic configuration in which the

entire laser assembly was lowered to a depth of 5 meters below the sea surface. The back-

scatter arrangement of Figure la is still the most convenient and the most readily analyzed
and is the one initially being employed in the present program. In this configuration the

received power, Pr, can be expressed approximately as:

Pt C A Tie -aIR B e-_2R T2 (i)
Pr =

(RI+R) 2
n

where Pt is the transmitted power, A the area of the receiver and C a constant including
n_nerical factors and the optical efficiency of the system. R I is the distance (in air)

from the transmitter to the water surface and R is the distance from the surface to the sub-

surface scattering location of interest. T l is the transmission coefficient of the water
surface for the incident beam and _i is the average extinction coefficient of the downward

traveling beam. For volumetric scatter_ is the volume backscattering coefficient aver-
a_ed over a scattering volume of length_,:- in the direction of beam travel where c is the

zn •

velocity of light,, is the pulse length and n Is the index of refraction of water. For

scattering from a submerged surface (e.g. the lake bottom), 8 would represent the average
surface reflectivity assuming that the surface fully intercepted the transmitted beam.

_2 and T2 are the attenuation and transmission coefficients for the upward traveling beam.

The values for the downward and upward attenuation coefficients, _l and _2, will in general

be different because of the effects of beam spreading. The downward traveling beam will

initially be rather well collimated and the value to be used is the so-called "monopath"
attenuation coefficient (refs. I0, 13). However, as the beam spreads and diffuses, the

forward scattering tends to replenish the beam and reduce the rate of attenuation. In this

case the "multipath" attenuation coefficient is appropriate. In addition, it is also ob-
vious that in any real situation the attenuations (up and down) would not ever be constant

and in reality we would have to write the attenuation as:

exp[ _ (r)dr] (2)

where the integrals are over the total two-way path distance and the point values of u(r)
would include beam spread effects and any spatial variations of the water properties.

The transmission coefficients, TI and T2, would include the ordinary reflective losses at

the airwater interface and the loss of intensity because of surface roughness arising from
wave structure. These surface effects would be values averaged over the diameter of the

beam and would thus depend on the beam size and water roughness, and would in general differ
for the downward and upward paths. As well as altering the values of the transmission co-

efficients, the surface roughness would also add to the broadening of the beam as it pass-

es through this interface (ref. ii). For some applications, however, such as with ship-
borne equipment, it is possible to optically couple the transmitter and receiver to the

water using emersion optics and in this way these surface complications can be greatly

minimized.
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Fromequation (i) it is apparentthat the scattered laser signal contains information on
the attenuation coefficient andthe volumescattering coefficient of the wateralbeit in
a rather complicatedform. Thus,this signal shouldbeutilizable to derive measurements
of thesequantities andtheir variation with distance along the propagationpath as is donewith atmosphericLIDARsystems.

It shouldalso bepointed out that in the simpleform of equation (i) weare considering
only the intensity of the backscatteredsignal. Thesignal will also contain a consider-
able amountof polarization informationwhichcanalso beusedto measurethe waterpro-
perties (ref. 14). Suchmeasurementsof the polarization are alreadydemonstratingtheir
usefulnesswith atmosphericLIDARmeasurements(refs. 15, 16).

It shouldalso benoted that B includes both elastic andinelastic scattering processes.
For Ramanscattering the appropriateRamanscattering cross section wouldbe employedand,
by measuringat the appropriate wavelengthshift from the incident radiation, this scatter-
ing canbeusedto identify selectively andmonitor specific Ramanactive chemicalspecies
in the water in a fashion similar to that already demonstratedwith atmosphericLIDARS
(refs. 17, 18). Thepractical problemhere, of course, is that the Ramansignals are sev-
eral orders of magnitudebelowthose for the MieandRayleighscattering.

WhenconsideringsubsurfaceRamanmeasurements,it is also necessaryto include in equation
(i) thewavelengthdependenceof the water absorption since the transmitted andscattered
beamswill be at different wavelengths. Figure 2 is a sketchof the absorptioncoefficient
as the function of wavelengthin the optical 'Mindo_' of several water samples. As already
noted above, distilled water has minimum absorption in the blue-green, centered at about
500 nm. In natural waters, the overall absorption increases and the center of the window

moves towards the yellow portion of the spectrum (ref. 9). Included in Figure Z are solid
lines representing the two strongest emissions of the Argon laser at 488 nm and 514.5 ran.
The dotted lines represent the approxi/ate central positions of the Raman shifted Stokes

bands of the OH stretch (3450 cm-l) in iiquid water arising from these two laser frequen-
cies. These Raman shifts are quite substantial and show that it is necessary to have the
primary transmitted wavelength well towards the blue end of the window to ensure that the
Raman lines are not too heavily attenuated.
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Figure 2. Absorption in the visible 'Window" for several water samples. The solid lines

indicate the major Argon laser emissions at 488 nm and 514.5 nm. The_dashed lines in-

dicate the approximate positions of the band centres for the 3450 on-I H20 Raman
scattering obtained using the Argon lines.
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There are, at present, relatively few commercially available lasers which will meet the

necessary requirement_ for subsurface probing. The three best systems are the frequency
doubled neodymium laser operating at 550 nm (refs. 6, 7), the neon laser at 540.1 nm (ref.
4), and the Ar_on ion laser which operates at a number of wavelengths between about 460 nm
and 515 nm wit_ its two most intense emissions at 488 mn and 514.5 run as shown in Figure 2.

The typical operating parameters of these lasers are summarized in TABLE i. The neody-
mium laser is flash lamp pumped and operated in the Q-switched mode. The neon laser is

excited by electrically pulsing the low pressure gas inside a discharge tube, and the Argon
laser is a continuous gas discharge with the laser output pulse being controlled by means

of an intra-cavity acousto-optic diffraction cell (ref. 19) to operate in the so-called

"cavity dumped" mode.

TABLF. I. Typical Operating Parameters of Lasers
Suitable fo# Underwater LIDAR Systems

Laser

Neodymium
{doubled)

Ne

Aaron-lron

rfln

530

540

460-515

T
n sec

15

0.2
10-1000

PRF

Hz

.i-100

I00

Peak Power

Watts

106-107

104

0_107 102

Avg. Power
Watts

0.05-0.2

.005

0.5

THE Iv_RINE LIDARSYSTEM

Our system design has been based on the use of the Argon laser operating in this cavity
dumped mode. This unit, although it has lower peakpowers than either the neodymium or neon
lasers, has high average power and was chosen because of its greater all round versatility
for underwater studies. The laser employed for the transmitter is a Spectra Physics _bdel

164 Argon laser with a Model 365 acousto-optic output coupler. This unit at 488 r_ndelh'-
peak powers of up to 75 watts, pulse repetition frequencies variable from cw to 107 Hz

anderspulse widths variable from about I0-8 to 10-6 seconds. Average power in the cavity

dumped mode of up to 0.4 watts at these wavelengths is available. The unit will operate
on seven other Argon lines in the blue-green spectral range at lower power outputs.

Figure 3 shows a schematic diagram of the overall system and Figure 4 shows a photograph
of the apparatus as mounted on its mobile carriage. The laser transmitter is mounted hori-
zontally and the output beam {approximately 1.5mmdiameter) is expanded to a diameter of

about 2 cmby an adjustable collimator. The LIDAR can be operated in either a parallel-

Dean,configuration (labelled (i) in Figure 3) or a coaxial-beam configuration {labelled {2)
in Figure 3) for the transmitter-receiver geometry. The choice of the geometry is dictated

by the specific requirements of the experiment. The parallel geometry provides a very
strong suppression of the near field backscattering when the water surface is close to the
LIDAR unit. This is achieved by adjusting the alignment so that the receiver does not see
the laser beam impingement spot on the surface nor the first few meters of subsurface scat-

tering.
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Figure 3. LIDARsystemarrangement. (I) and (2) indicate alternative
arrangementsfor the transmitter beamgeometry.

Th.e receiver is a 20 cm diameter Newtonian telescope with variable field stop and process-

ing optics which include a 1.0 nm bandpass filter and a quarter wave plate and linear po-
larizer for analysis of the scattered signal. A very high-speed 5 stage photomultiplier
(RCA type C31024) is used as the detector. The output is fed through a preamplifier to

either a 250 MHz oscilloscope or to a "boxcar" signal averager. Triggering signals and
pulse delays are provided by the associated electronics with the primary synchronization

being from the output laser pulse itself which is detected by a fast silicon photodiode
mounted in the transmitter section.

The major limitation in the present system is in the frequency response of the boxcar aver-
ager which cannot clearly resolve pulses which are shorter than about 30 nsec. This limits
the range resolution of the present system to about 4 or 5 meters in water. A new signal

averager to be installed shortly will have subnanosecond time resolution and will provide
LIDAR operation limited only by the resolution of the optical pulse (i to 2 meters).

As shown in Figure 4, the LIDAR is mounted on a mobile carriage complete with its electron-
ics and beam steering optics. Seen in this photograph (left foreground) are the 45-degree
mounted mirrors for downward direction of the transmitter and receiver beams. These are

mounted on an extendable mount which protrudes over the side of the tank (for lab use) or
the vessel (for shipborne measurements). The vertical bars shown in this assembly are to

support a subsurface mirror-periscope assembly to permit horizontal propagation of the
LIDAR beam at depths ranging from zero to about 2 meters when working in the tanks of the

Canada Centre for Inland Waters (CCIW) at Burlington where the depth is only about 3 meters.
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Figure 4. MobileLIDARsystem.

MEASUREMENTS

Some initial measurements with this LIDAR system have been conducted at the large indoor

CCIW tanks. In addition, in August 1973 the system was taken aboard the CCIW research
vessel Limnos and measurements were made over a four-day period in Lake Erie at a position

about I0 miles south of Port Stanley, Ontario.

In the indoor tank trails, the main aim was to investigate LIDAR signals from the volumetric
backscattering of relatively stable and homogeneous water samples and from diffusely scat-

tering surfaces positioned at known underwater distances to ascertain the useful operating

range of the LIDAR system. The targets used were 1.22 meters (4 ft.) square plywood sheets

painted either black or white.
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Figure 5 showsa schematictrace of a typical signal return from a submergedtarget. As
shownin this figure, the return contains an initial broadpeakfrom the volt_netric scat-
tering of water itself followed by a narrowpulse fromthe target. Thevolumetric return
initially increaseswith rangeas the receiver field of view encompassesthe transmitted
beam. After full overlap of the beamsat point P, the volumetric signal falls off accord-
ing to equation (i). Thetarget return will havea rangedependentamplitude,h, as also
calculated from equation(l) using the reflectivity of the surface in place of the volt,he
backscatteringcoefficient. Thewidth, w, of the target return is dependentuponthe time
resolution of the systemandis a direct indication of the spatial resolution capability
of the system.

If oneassumesin equation (i) that _l = _2 = a constant, then a plot of

In[ (RI+R/n) 2 Pr] vs R (3)

should produce a straight line whose slope is twice the attenuation coefficient. This plot
can be obtained in two ways: once from the volumetric scattering itself and again from the
target pulse amplitude, h, as a function of depth.

k

k

Volumetric
return

Toroet

return

0 5 I0

UNDERWATER RANGE R

Figure 5. Schematic diagram of a typical LIDAR return from a submerged Surface.
the point at which the receiver beam fully overlaps the transmitter

beam. W and h are the measured width and height of the
target return.

P is
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Figure 6 shows sample results obtained with the LIDAR operating at 514 nm for ranges up to
about 17 meters with the white target. The curves shown are a superposition of the scat-

tered signals obtained from the water itself with no target (lowest trace), and from the

target when located at several different ranges. These traces are averaged outputs over
approximately a one-secor_d averaging time when using a pulse rate of 105 Hz. In all cases,

the initial pulse of the volumetric scattering is seen to be identical. (The top two
traces have gain reductions of i0 and 20 to keep the target return on scale and in these
the volumetric return thus appears greatly reduced.)

The target return is seen to drop off very rapidly with increasing range, with the maximum
detectable range being about 20 meters. It is apparent from the figure that the width of

the target return pulses corresponds to a range of about 4 meters, and, as already men-
tioned, this width is at present limited by the resolving time of the boxcar averager.
Since the target return is, in fact, considerably narrower than this, this electronic limi-

tation is reducing the measured penetration range considerably; i.e., narrow, small signals

at greater ranges would not be detectable. Although the width of the target returns cor-
responds to about 4 meters, it is possible to locate the position of the target to a bet-
ter accuracy as can be seen from the shapes of the target return peaks.

1

Figure 6. Sample backscattered signal plots as a function of range for white targets at
different underwater distances. Note that the top two traces have ordinate scales

compressed by the factors shown.
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Thedata shownin Figure 6 wereobtainedfor the receiver without anypolarization optics.
If a polarizer is inserted in the receiver andaligned either parallel or perpendicularto
the polarization direction of the linearly polarized transmitter signal, a considerable
variation in the volumetric scattering intensity is observed. Figure 7 shows sample re-

sults with a target located at a range of about 7 meters. The perpendicular to parallel
ratio (19/11) for the volt_netric scattering is found to be about 0.2 indicating that this

scatteriflg _trongly retains the polarization of the incident beam. The corresponding ratio

(I4/I3) for the target, however, is about 0.9 indicating an almost complete depolarization
of the signal scattered by the target surface. Such measurements are qualitatively in
agreement with polarization studies made by transmission measurements underwater.

The possibility of employing polarization to suppress the vol_netric return as already

utilized for some underwater photographic application is apparent from such results. The
polarization measurements also appear to indicate an increase of depolarization with pene-
tration depth, an effect consistent with the multiple scattering process and recently ob-

served in atmospheric cloud studies (ref. 16). However, the exact magnitude of this in-
crease cannot be obtained until the higher resolution electronic system is available.

-.--- Iipolorized

--- £ polorized

UNDERWATER RANGE- rn

Figure 7. Returns from a target at seven meters as observed with receiver

containing a linear polarizing element.
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Takingthe data shown in Figure 6 and range correcting it as described above, it is possible
to evaluate the attenuation coefficient. This has been done in Figure 8 for both the target

echoes and the volumetric scattering. For the targets, it is seen that a fairly good
straight line is obtained and from this a value of _ = 0.25 m-I is derived. Simultaneous

transmissometer measurements over a one meter path length using a wavelength of 490 nm gave
values in reasonable agreement with the LIDAR measurement. The volumetric returns in Fig-

ure 8 show a nonlinear plot which appears to approach the slope of the target returns with
increasing penetration depth. It is believed that this effect is caused by the relatively
poor spatial resolution of the system which would tend to reduce the intensity of the near

field returns of the volumetric scattering. This feature will be examined more closely with
the improved detection system.

o- torget echoes

D- woter $cottering

Figure 8.
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Semilog. plot of the range corrected intensity of returns from
both the targets and the volumetric water scattering.
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The trials on Lake Erie were conducted to test the system under real field conditions. Meas-

urements were made at 488 and 514 nm and for both receiver polarizations; i.e., parallel and
perpendicular to the transmitted polarization. Targets of the same geometry were lowered
from the ship and returns were recorded for various depths. As yet, the data have not been

fully analyzed but in general the results reflect those found in the tank measurements.
Maximum penetration depths obtained in Lake Erie were only about I0 meters. This was caused

by the greater turbidity of the lake water (the value of _ was generally measured by trans-
missometer to lie between about 0.5 and 1.0 m-l) and by the signal degradation caused by
surface wave structure.

During the trials the lake surface was quite choppy with swells reaching several feet. This

introduced additional variability into the signal and degraded the signal-to-noise ratio as
anticipated. However, the degradation was not as large as originally feared even consider-

ing the rather small beam sizes used in this experiment which would aggravate the beam
distortion problem. The LIDARwas directed into the water at an angle of 15 or 20 degrees

from the vertical to ensure that the specular surface returns did not enter the receiver.
If this was not done, the noise iN the return was unacceptably high.

The system performed well for both day and night operation in spite of the rigors of the

trip. A large number of profiles similar to those of Figures 6 and 7 were obtained at
both wavelengths. Again the data was limited by the bandwidth of the receiving electronics.
It had been hoped when planning the trip, that the LIDAR would be able to observe the
thermocline in the lake where a substantial discontinuity in the turbidity occurs. How-

ever, during the measurement period, the thermociine was at depths of the order of !5 to 16
meters which were beyond the present detection capabilities of the LIDAR.

One other preliminary series of tests has been undertaken with this system as well. In the

laboratory, a simple monDcromator has been used on the receiver and the Raman backscattered
signals from several water samples have been observed. It has been found that, using the

488 nm wavelength, rather good signals from the 3450 cm-i H20 band are observable at ranges
of several meters in these initial tests. One difficulty already encountered, however, is
the stray light arising at the Raman frequency from fluorescence in the water. This fluo-
rescence signal is virtually negligible in distilled water but is observable in tap water

and is very large in some natural water samples such that the Raman return is markedly
obscured. This work is continuing and an effort will be made to ascertain the potential

of subsurface diagnostics of natural waters by Raman LIDAR scattering.

CONCLUSION

Although our experience with the marine LIDAR unit is still rather limited, the system has
already demonstrated a useful potential. The present system is capable of providing meas-

urable signal returns at depths up to 25 or 30 meters depending on the attenuation. The
most direct application of this capability would be for depth sounding and bottom profiling,
and accuracies to within a fraction of a meter should be obtainable.

Some spatial "structure" on the vohunetric return has already been detected in the Lake
Erie data and such variations should provide information on the scattering and attenuation

as a function of depth. Also, since the magnitude of the volumetric scattering depends on
the optical quality of the water, the relative intensity of this signal may serve as a
useful indication of water quality which could be obtained remotely and rapidly.
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Thepolarization of the backscatteredsignal is also of considerableimportance. There
is already evidencethat the depolarization arises frommultiple scattering processesand
dependsstrongly on the turbidity of the water (ref. 14). Sincepolarization is a readily
measurablequantity, it shouldprove to be anothervery useful monitor of water conditions.
So far, only two components (parallel and perpendicular) of the polarization have been

monitored. The complete polarization information of the signal is contained in the four
components of the Stokes vector and measurements of these should be even more informative.
Such measurements are already being made with our atmospheric LIDAR and should present no

difficulty for the marine system.

Finally, the potential usefulness of the Raman return is obvious. The signal is not large

but it is definitely quite measurable, particularly near the water surface. This signal,
as already indicated by other workers (refs. 17, 18, 20, 21), could be potentially useful

for a variety of measurements including pollutant identification and temperature measure-
ment. Such measurements will not be easy in view of the many problems associated with

the weak Raman signals and the perturbing effects of fluorescence and the stray background

light. It may be that they will 0nly become viable by using tuned lasers to obtain the
enhancement ot resonant scattering. However, at this stage pertinent experimental field

data is still lacking and the need for further measurements of this type is clear.
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REMOTEMEASUR_ OFOCEANTEMPERATURE
FROMDEPOLARIZATIONIN RA_uNSCATFERING

ChinH. ChangandLeeA. Young
AvcoEverett ResearchLaboratory, Inc.

ABSTRACT

Oceantemperaturesmaybemappedin three dimensionsfroman aircraft downto depthsof 2

to 4 attenuation lengths by monitoring Ramanradiation backscatteredfroma laser beam.

This paperdescribes laboratory experimentson the temperaturedependenceof Ramanspectra

of saline solutions andcalculations of the expectedperformanceof a field system.

TheRamanspectrumof liquid water shifts towardthe red with increasingtemperature. Con-

sequentlytemperaturecould bemeasuredby a radiometerhaving two spectral channelswhich

cover two halvesof the Ramanband. Sucha two-color schemeis impractical for oceansens-

ing, however,becauseof variability of the relative transmissionof seawaterat the two

wavelengths. Instead, weproposeto polarize the laser emissionandusea radiometer

with two channelswhichsensetwodifferent modesof polarization of the Ramanradiation.

Laboratoryexperimentsshowthat the ratio of the two signals changesby aboutoneper

cent for eachdegreecentigrade of temperaturechange. Circular polarization appears

preferable to linear polarization becausethe formeraffords higher statistical accuracy

in the cross-polarized channel.

TheRamantechniqueis of greatest potential utility in coastal andestuarinewaters

wheregradients are relatively high. Weestimate that seawatertemperaturemaybe measured

to a statistical precision of 0.5°Cat depths to four attenuation lengths in two-meterwa-

ter, using one joule of transmitted laser energy.
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INTROIXICFION

Remote sensing methods from aircraft allow the possibility of obtaining a synoptic view
of the oceanographic properties of estuarine or coastal waters during a given phase of a
tidal or meteorological cycle which would be impossible with conventional boat-based

measurement methods. In this paper we describe the possibility of using an airborne laser

and a two-channel radiometer to measure the temperature and transparency of seawater by
monitoring backscattered Raman radiation. Laboratory results will be presented along with
calculations of expected field performance.

The Raman spectrum of liquid water is shown schematically in Figure I. The Raman radiation
appears at a longer wavelength than the exciting laser radiation; the energy difference

corresponds to one quantum of the stretching modes of vibration of H20. If a laser beam
is directed downwind into seawater as in Figure 2, the backscattered Raman radiation from
a given depth _ey be detected by a gated receiver.

RAMAN SCATTERING SPECTRUM

LASER

LINE RAMAN BAND

ABSORBED

BY I H20

D7033 WAV EL ENGTH

Figure I. Raman spectrum of water-schematic
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TWO-COLOR VS CROSS-POLARIZED "MEASURI_NTS

Changes in temperature of liquid water affect its structure, which, in turn, modifies its
Raman spectrum. The total spectrum is shifted towards longer wavelengths with increasing

temperature. Also, if the exciting light is polarized, the two polarization components
of the Raman radiation are affected differently by changes in temperature.

The temperature of water could be measured by a two-color radiometer if the spectral trans-
mission of the medium is precisely controlled. The ratio of Raman intensities at two

wavelengths, _i and _2, is (apart from geometrical factors)

I(X 1) -[K(_ 1) - K(_2)] x

R = T_ = f(T, S) e

where f(T,S) is a function of the temperature and salinity of the water at depth x, and
K(_) is the spectral transmission of the water. To minimize the effect of differential

attenuation in the water, we choose _i and _2 such that K(_I) K(_2) , so the exponential
may be expanded as

R = f(T,S) {1 - [K(;_I) - K(_,2) ] x + ...}

The sensitivity of the ratio R to temperature (ref. i) is about one percent per degree
centigrade, i.e., aR/R = AT/100. The temperature error due to mistuning (i.e., to the

inequality of K(Xl) and K(_2) is then

aT = i00 aR/R

= 100[K(x 1) K(X2)] x.

If we wish to measure temperature to an accuracy of 0.3°C at a depth of 3 meters, for ex-
ample, then K(Xl) and K(X2) must be equal within 10-3 m -I. But K(x) has typical values

in the coastal water of the order 0.I - 0.3 m-l, and shows considerable spatial and tempor-

al variation. Thus, the two-color Raman technique would be impractical in natural sea-
water. To overcome spectral transmission variatio_s, we employ a radiometer in which both
channels monitor the same wavelength interval but different modes of polarization of the

Raman radiation. Laboratory tests show that the relative transmission of these two modes
is about equal (ref. 2).

CIRCULARLY POLARIZEDRAMANSPECFRA

The temperature of liquid water may be measured via the depolarization ratio (I±/Iii) for
either linearly or circularly polarized exciting light. In the linear case the depolariz-
ation ratio is small (-.1-.2). This means that the Raman component whose polarization is
perpendicular to that of the laser beam is of weak intensity (ref. 2) and the statistical

accuracy of its measurement would be low. The depolarization ratio is larger (~.2-.6) for

circularly polarized excitation, so that the weaker component may be measured with greater
precision. Also, the depolarization ratio is more temperature-sensitive for circularly
than linearly polarized light (ref. 2).

Figures 3 and 4 show the left- and right-handed components of the Raman spectrum back-

scattered from liquid water. Figure 5 shows a schematic diagram of the laboratory apparat'
us. The excitation source is a right-handed circularly polarized laser beam at a wave-

length of 4600 A. The stronger(left-handed) component of the spectrum is not depolarized;
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like the laser beam, it represents clock-wise rotation as viewed from the source. The de-

polarization ratio, p =IL/IR, is shown in Figure 6. It can be seen that the depolariza-
tion ratio decreases wit_ temperature over the spectral interval from 5400 to 5500 A. In

a field system, this range would be selected by an interference filter. The effective de-

polarization ratio over this interval Peff =I IL(_)d_/SIR(_)d_ , is plotted _ainst
temperature in Figure 7. It can be seen that the temperature sensitivity of the depolar-
ization ratio is about one percent per degree centigrade. To measure temperature to a

precision of one degree centigrade or better using a Raman system, one must achieve the
necessary photoelectron statistical accuracy and maintain the relative stability and cali-
bration of the two radiometer channels.

600

5O0

4OO

300

200

100

I i i .... i"; i I i i i t i

LASER: 460_
R,H,CP

SALINITY: 40Z

-
20

5300 5400 5500

WAVELENGTH(ANGSTROMS)

Figure 3. Raman spectrum of 40°/oo aqueous solution of NaCI
lefthand circularly polarized component

400

300

_- 200

loo

Figure 4.

I I I I • I I I I I

LASER: 4600A
R.H,CP

SALINITY: 40S

10°C

5300 S4_ 5500

gAVELENGTH (_UmSTeO_S]

Raman spectrum of 40°/oo aqueous solution of NaCl
righthand circularly polarized component

108



MIRROR

:'_'I AVCO DIAL - A - LINE

It

" .l.(_ DIODE
_ FILTER L ............... _TEFLON

il BEAM iAMPLIFIER , . --

ii SPLITTER _ CPU _-.-.{r--°i TELETYPE

',:" POLARIZING ANSLATO£:l ENCODER "_TR
I/4 WAVE PLATE ,, PM TUBE

:, CUBE _._,21.-I ....... -_

, ...........,,_ \ _ I ,._,s --:........J

RAMAN / / "L __ - - "I

CELL / / 3/4 METER MONOCHROMATOR
DEPOLARIZER /

FILTER

D4652

Figure S. Laboratory apparatus for measurement of Raman spectra

1

.9

.8

,7

m
o

F-

_- .4

N .2

M
I.}

.1

I I I I I I I I I

LASER: 4600A

R.H.CP

SALINITY: 40%

IO°C

20

Pc " IR

IL

, i
5300

Figure 6.

I 1

! I , I, 1 I I ,I 1 I I
5400 5500

WAVELENGTH (ANGSTROMS)

Circular depolarization ratio of 40°/00 aqueous
solution of NaC1 vs. wavelength

109



"_ T I I

.52

I ,SO

Figure 7.

.46

0

P
EFT

LASER: 460C_

_ R.H.CP

_LIN[TY: 40%

s4ssX

s48r_
[Ld_,

5410A °

l 1 _ I

10 20 30

t_uz (°C)

Circular depolarization ratio of 40°/oo aqueous

solution of NaC1 vs. temperature

_MEAS_ SYSTEM

Figure 8 shows schematically the design of a system for measuring two components of Raman
radiation backscattered from the ocean. The laser output passes through an interference

filter to block stray radiation at UV and Raman wavelengths, and is then right-hand circu-
larly polarized by a linear polarizer and quarter-wave plate. The left- and right-handed
backscattered Raman returns are converted by another quarter-wave plate to two linearly

polarized components which are separated by a polarizing beamsplitting cube. A second
interference filter blocks stray scattered light of the laser wavelength. Gated integrat-

ors are used to select the portion of the outputs of the photomultiplier tubes correspond-

ing to a given depth interval.
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Figure 8. Optical system for Ramanmeasurements in the field



Typical parametersof the Ramansystemare listed in TABLEI. Theaverageandpeakpower
values listed represent reasonabledesignobjectives for flashlamp-lxanpeddye lasers. The
10-nsecpulse duration, neededto permit rangegating with a depth resolution of onemeter,
wouldbe achievedusing an output couplingdevice. Thefield of view of the receiver is
chosenfairly small to reducethe amountof ambientdaylight detected.

"ral_le |, BArnln System _ralme_ere - Coaotel Use

Type: F_shlamp pumped dye with o_put coupler.

Pulse

lenith: I0 us

W&_|ength: 4600

Averaie

power: - [0 wl_e

Peak

power: " 10 6 watts

Recelver

Aperture
diameter: O. 3 m

Field of

view: sk I0 mr&d

_ltitude

100 m

TABLE 1.-R/X,_ SYSTEM PARAMETERS - COASTAL USE

FIELD PERFORMANCE OF RAMAN SYSTEM

For temperature precision of one degree centigrade, we require Raman ratio measurement
statistical precision of one percent and thus 104 photoelectrons in the weaker (depolarized)
Raman component. The yield depends upon the total laser energy utilized in a given measure-

ment. In Figure 9 we show the photoelectron return in the weaker component for the Raman
system described in TABLE 1 at an altitude of I00 meters. The attenuation length of the
seawater has been chosen as two meters, which is typical of coastal waters in which the

Raman technique appears to have the greatest utility. A one-watt laser could give a sta-

tistical temperature precision of 0.5°C at a depth of eight meters (four attenuation lengths)
in one second.

It is desirable to be able to make Raman measurements during daylight hours for convenience
of aircraft operation and correlation with other remote sensing and sea truth observations.

Daylight radiance is compared with the peak Raman signal received in Figure I0. The
significant parameter here iS the peak l-_serpower transmlttecl.With i-0 _ watts peak power,

a signal/background ratio of unity could be achieved at a depth of about 5 meters. Precise

measurements can still be made with signal/background = 1 provided that (I) the statistical
fluctuations of the signal and background are averaged for a period three times longer
than that required without background, and (2) the ambient background intensity does not

vary s_gnificantly from pulse to laser pulse. Evidently a higher peak laser power - say,
3 x I0 watts - would be highly desirable for daylight use, together with an average power
of the order of 1 watt.
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MF_ OF RAMAN SPECTRA OF H20 AND SO_ IN SEAWATER

William M. Houghton
NASA-Langley Research Center

ABSTRACF

A study of applying laser Raman spectroscopy to remote sensing of the sulfate ion [SO_) in

seawater is in the progress at NASA-Langley. The S_ Raman spectrum has been obtained from

true seawater samples in the laboratory using a CW laser Ramaa Spectrometric System. Radio-

metric calculations indicate the feasibility of obtaining usable S_ Raman signals in a field

experiment. One of serious difficulties expected in the field experiment would be from

fluorescence of phytoplankton and organics.
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This paperdescribesan on-goingresearchprogramat the LangleyResearchCenter (LRC)
whichhasas its ultimate goal the remotesenslngof salinity. It is a cooperativeeffort
betweenLRCandOld DominionUniversity (ODU). Dr. Allen Bandyof ODUhasbeen, through
a'NASAGrant, conductinga laboratory investigation of the Ramanspectroscopyof seawater.

Certain polyatomicions, suchas SO_,NO_,PO_,andHCO_,exhibit Ramanspectrabut, at sea-
water concentrations,only that of SO_is feasible to detect. Althoughthe Capability of
remotelysensing_ wouldbeof general interest in chemicalandbiological oceanography,
the mostexciting pay-off wouldbe for remotedeterminationof salinity. Thewell tested
principle of constancyof compositionsaysthat the ratio of S@_to chlorine is a constant
regardlessof salinity. This holdswell in the openoceanwheregoodmixing occurs, but
mustbeusedwith caution in nearshoreenvironmentswhereeffects of land mayaddor sub-
tract SO_. A graduatestudentof Dr. Bandy,A. V. Zi_nermann,hasconducteda studyof the
SO_chemistry in the lower ChesapeakeBayandhasobservedthe principle to begenerally
valid.

Radiometriccalculations wereperformedby StewartOcheltreeat LRCwhichshowthe amount

of signal to be expected for the Raman line of SO_. Figure 1 shows a typical LIDAR system
and the "radar equation" which describes the retu#ned Raman signal. The symbols .not

defined by the figure are: N, the SO_ concentration; a, the SO_ Raman cross section; A,
the area of the collecting lens; a, the total absorption coefficient; and n, the index of

refraction of seawater. Figure 2 shows the results obtained from this equation for the
LIDAR system parameters listed. The distance, D, is the position of the leading edge of

the pulse (assumed rectangular). The absorption coefficients correspond to clear ocean
water (.0S M-I) and _arky Bay water (i.0 M -±) (note the receiver heights are small, indi-

cating we plan to be working relatively near the water surface). The return signals are
encouraging--the 10-7 watt level corresponds to about 5000 photons during a counting time
of 20 nanoseconds. Figure 3 shows the Raman spectrum for distilled water. The features
due to translation, libration, bending, and stretching are indicated by _r, _L, _u, and _,

respectively. SO_ indicates the position of its Raman line with respect to the olher fea-
tures. Roughly speaking, the peak intensity of the SO_ line is about the same as that of

the "e water line.

i COMPUTATION OF RAMAN RETURN J

WATER
LASER SURFACE

dP- ( Po)(N)(o')(,O, XAZ)Cr)

T • I'0 °paz

[

Figure I. Computation of Raman return
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Figures 4 and 5 are Raman spectra of real seawater made in Dr. Bandy's laboratory at ODU.
The excitation source was a one-watt Argon ion laser and the detector a one-meter double

monochromator. (Note how well the SO_ line stands out, even with a high background level.)
Figure 4 was for an untreated water sample; whereas that of Figure S was filtered with
charcoal. The background has been tacitly assumed due to fluorescence from organic material

in the sample.

The scheme for standardizing the SO_ signal is to record the water Raman signal also and
thus use water as an internal standard of the two water lines, v_ and vsw the _ may be the

more desirable for several reasons; i.e., it is nearer in strength and wavelength than the

vs and chlorophyll fluorescence is more likely to interfere with vs than vs.

IG

-v'$n "'ON_ .sno, l v ....... /

................. :_, r' .v--r- _ ir 1 :_, ..

....... .,-:................ ,......... !............................_--.... -I....... --;-
: __L...... !......... Lo...... =_L-_._.:--- ..... _ ....._ ...........
-" ! -! I I ) : ) : _.

RAMAN SPECTRUM • OF ESTUARINE WATER ........

Figure 4. Raman spectrum of estuarine water salinity -_15°/oo
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Figure 5. Charcoal filtered

Figure 6 shows how well the SO_ can be detected after bucking out the background and in=
creasing the amplification. This spectrum is for the charcoal filtered sample to which a
nitrate solution was added for standardization.

Figure 6. Tabulation of charcoal filtered spectrum
with nitrate solution addition
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From these laboratory spectra, two points should be noted. The S_ Raman line is fairly
narrow, cm-l, or about 12 _ for 500 _ excitation. This implies that the laser line must

be narrow, with a width less than 1 _. Secondly, fluorescence can be strong, and, with

the wide range of emission spectra from photoplankton and assorted organics, poses a ser-

ious drawback to SO_ detection. It would be desirable for the detector to display a spec-

trogram to evaluate the background.

For field measurements a pulsed laser is desired to allow depth resolution. Figure 7 is a

diagram of the equipment being assembled and tested in the laboratory and which will be

used in preliminary field studies. Since a laser with the performance parameters required

for SO_ detection is not available to us at present and will represent a considerable ex-

pense, the Figure 7 equipment will be used to obtain the strong water line, v,, and to

study fluorescence and environmental problems which may interfere or prohibit _ detection.

Figure 8 shows a Raman spectrum obtained in the laboratory with this system. A i/4-meter

monochromator with a laser line rejection filter was used as the detector in the preliminary

laboratory studies. Interference filter detectors are also being evaluated for detection.

iml/. 5300 l

Detector :

F/4 Mono_romator

20_ IMerfererre F;l_nrs

Figure 7. The equipment undergoing

testing for use in field studies

SUMMARY

Figure 8.

), (m,,,,,)

H20 Raman with pulsed Nd:glass

The SO_ Raman spectrum has been obtained from true seawater samples in the laboratory using

a CW l_ser Raman spectrometric system. Radiometric calculations indicate the feasibility

of obtaining usable _ Raman signals in a field experiment. The most serious difficulty

expected is from fluorescence of phytoplankton and other organics.
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DEVELOPMENT OF A LASER FLUOROSENSOR FOR AIRBORNE

SURVEYING OF THE AQUATIC ENVIRON_NT

Michael P. F. Bristow

Canada Centre for Remote Sensing

Wayne R. Houston and Raymond M. Measures

University of Toronto

ABSTRACT

A field based laser fluorosensor, employing a pulsed nitrogen laser and telescope-photo=

multiplier detector system, has been successfully tested at night from a cliff top site

overlooking Lake Ontario providing target ranges greater than 274 meters (900 feet). Re-

motely sensed spectra and amplitude changes in the fluorescence emission of natural waters

have shown potential as a water quality indicator. In this connection, a convenient in-

ternal reference standard with which to gauge the amplitude of the fluorescence signal is

realized in the form of the concurrent water Raman emission. Remote measurements of oil

fluorescence emission spectra suggest that airborne laser fluorosensors are capable of

detecting and characterizing the oil in a given slick and that environmental aging of these

slicks does not significantly alter their fluorescence emission signature. This system

has now been modified for airborne operations witL a view to the eventual development of a

compact lightweight emission scanning laser fluorosensor.
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INTRODUCTION

Feasibility studies (refs. l, 2, 3) havedemonstratedthe ability of laser fluorosensorsto
remotelymonitor the environment. Potential applications of this techniqueare oil spill
detection andcharacterization, water pollution monitoring, algaedistribution surveying
andwater movementstudies. Thepresent work, conductedat the University of Toronto's
Institute for AerospaceStudies, hasbeendirected principally at developinga systemcap-
able of remotelydetecting andmonitoring the signaturesof environmentalpollutants.
Fluorescenceexcitation andemissionspectracanbe characterizedby a numberof parameters,
viz. bandcentre andpeakwavelengths,bandwidth,shape,structure andamplitude(in rela-
tion to somereferencelevel). In addition, a pulsed laser excitation sourceprovidesa
meansfor obtaining fluorescencelifetime values. Utilization of theseproperties thereby
allows for detecting andmonitoring the concentrationof a specific pollutant or for char-
acterizing the unknownpollutant in anunambiguousmanner. In the latter case, the remote-
ly sensedfluorescencedata wouldbe comparedto laboratory measurementsmadeonmaterial
obtained from the suspectedsourcewith the purposeof providing evidencesuitable for use
in prosecutionproceedings.

An ideal fluorescenceexcitation sourcemight be a continuouslyanddynamicallytunable
(dye) laser capableof beingprogrammedto generateboth excitation and emissionspectra
in conjunction with a real time spectrally scannedreceiver system. However,as an interim
step in the developmentof sucha device, a field laser fluorosensorhasbee@.constructed
using a fixed ultraviolet wavelengthlaser sourcecojoined to a single fluorescencerecei-
ver capableof being spectrally scannedby sequentialuse of a series of interference fil-
ters. Thelatter expedientis acceptablein the static target situations encounteredin
ground-basedfield operationsbut is not suitable for airborne operationswhereground
resolution requirements,in relation to the aircraft groundspeed,dictate the needfor a
real time spectral scanningcapability.

FIELD LASER FLUOROSENSOR

The field unit shown schematically in Figure 1 consists of a co_ercially available pulsed

ultraviolet laser as the excitation source joined to a telescope-detector with the tele-

scope field of view adjusted so as to overlap the laser excitation field of view for any

desired range down to 24 meters (80 feet). The non-coaxial configuration was chosen because
of the large diameter and divergence o£ the laser beam (see TABLE i). The AVCO C950 laser
whose characteristics are given in TABLE i, provides pulses of relatively high peak power

but of low brightness due to the high beam divergence inherent in the superadiant nature
of the lasing process. A doubling of beam brightness was achieved using a sphero-cylindri-

cal spectacle lens but at the expense of enhancing the far field mode structure shown in

Figure 2. This improvement in brightness was not sufficient to provide for adequate sig-
nal discrimination against the solar background shot noise for all but the most efficient

fluorescent targets such as low viscosity crude oils. By careful spatial filtering of the
returned fluorescence image corresponding to the laser beam modes shown in Figure 2, a 10X

reduction in background signa_j_ould be achieved with a resultant signal to background
noise ratio improvement of i0 / . However, as this was found to be insufficient to facili-

tate daytime fluorescence measurements, the present experiments were conducted under dusk
or nighttime conditions. In order to monitor the laser output power, a quartz beam split-
ter was arranged to deflect a small percentage of the laser output beam onto a PIN photo-

diode whose peak output had been calibrated to give a direct measure of the peak laser
power. This power monitor unit is located over the output aperture of the laser unit as

shown in Figure I. The receiver-detector system consists of a Criterion C_-8, 20 cm dia-
meter, f/8 Newtonian telescope with a two-ch_nne! photomultiplier detector package in

place of the usual eyepiece (see Figure i). The principal detectormonitors the fluor-
escence return signal via a series of interference filters in conjunction with an ul_ra-
violet blocking filter; this series of sixteen I00 _ wide filters ranging from 4000 A to

7000 _ are placed sequentially in front of the detector via a side access port so as to
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build up a fluorescenceemissionspectrumof the target. Thepeakamplitudeof the returned
fluorescencepulse as recordedon anoscilloscope is thencorrected for detector andfilter
spectral effects andplotted as a function of emissionwavelengthto provide a fluorescence
emissionspectrumof the target under investigation. Thesecondphotomultiplier monitors
the backscatteredlaser pulse via a quartz beamsplitterandan interference filter centered
at 3371_. Thebackscatteredlaser pulse, whendisplayedon the other time baseof a two-
channeloscilloscope, together with the laser output pulse from the PINphotodiode,pro-
vides information regardingthe laser output powerandthe target range. A typical oscillo-
gramis shownin Figure 7. Theuppertrace showsthe laser poweroutput pulse at zero time
on the left-hand side, together with the backscatteredpulse indicating a target rangeof
approximately121.9meters (400feet). Theintervening noise signal is dueto the atmos-
pheric aerosolwhich in this case is a barely visible eveningmist. Arriving in coincidence
with the laser backscatter, the fluorescenceemissionfrom anoil coveredtarget, is shown
on the lower trace. For operation in the field, the laser fluorosensorwassupportedin
the universal mountshownin Figures3 and4. This mountis readily pannedandtilted al-
lowing the laser andtelescopeto bepointed at anydesired target. Thetwo axesof rota-
tion are then lockedby meansof pneumaticallyoperatedclamps. Control andoperationof •
the laser andreceiver unit together with the electronic monitoring function wereconducted
from the field vanshownin Figure 3. Powerfor the experimentwassupplied by a 5 kwgen-
erator carried in a two-wheeltrailer together with the laser gassupplies andcooling and
vacuumpumps.

_ .... I I

. _ ........ I

IIV YILT_ " E

(PI_ DIODE)

Figure i. Schematic diagram of laser fluorosensor system
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TABLE i.-d4ARACTERISTICS OF THE AVCO C-950 NITROGEN/NEON LASER

Centre Wavelength

Bandwidth

Pulse Width (F_

_b_imum Pulse

Peak Power

Pulse Repetition Rate

Polarization

Output Beam Dimensions

Full Angle Far Field

Beam Divergence
(unmodified)

Full Angle Far Field

Beam Divergence with
Sphero-cylindrical lens

NITROGEN LASER NEON LASER

3371.I

9 nsec

140 kw

5400.56

lO-Z

3 nsec

2O kw

1 to i00 pps (continuously
variable) or single shot.

Unpolarized

5cmx .3cm

26.2 mrad x 4.5 mrad

13.5 mrad x 3.6 mrad

!
5 cm Z_. V_,_ "'i / / ...._-" /., / -/ z / 2_7-_?Z-_z :"L _/ / /_."./-_

K,'_NG_=,300 m (9B3ft.)

SPI_-TCICALFOCAL _ - 4 m

COMBINED SPHERO - CY_:SkDRICALFOCAL LENGTH = 4/3m (AXISVEId_CAL)

I_ I

X" 409 cm _iF

I ,/__ /- zJ___2_L_/_L_-Z==Z/_ZJL:/ / /77 / v'' / • / / 'T

I
y - 107 cm

1

SC,_T.Z: 20:I

D_IONS _

Figure 2. Far field spatial mode structure of nitrogen/neon laser

as modified by sphero-cylindrical spectacle lens
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Figure 3. Mobile laser fluorosensor system at field site

overlooking Lake Ontario near Toronto

Figure 4. Field laser fluorosensor unit
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FIELD SITE

The clifftop field site overlooking Lake Ontario, is located on the Scarborough Bluffs, east
of Toronto. The geometry of the location, shown in Figure 5, provides a minimum laser-to-
water surface range of about 274.5 meters (900 feet) at an angle of incidence of 73 degrees.
When corrections are made for surface and Lambert cosine law effects, this range becomes

equivalent to a nonual incidence flying altitude of 487.7 meters (1600 feet).

LASERFLUOROSENSOR

LAKE ONTARIO

Figure 5. Schematic showing geometry of field test site

As a check on the operation of the laser fluorosensor, a series of water fluorescence emis-

sion measurements were made for different ranges and corresponding angles of incidence.

The experimental measurements are shown in Figure 6, with the data point for the minimum

range of 271.9 meters (892 feet) normalized to unity. The intensity of the water fluor-
escence signal is seen to fall off with increasing range in accordance with the theoreti-

cal relationship

cos _) (1 - RP(_)
I (r,C)) <_ 2

r

where # is the angle of incidence r is the target range and R(¢) is the specular reflect-

ance for _he water surface at angle _. Cos _ represents the Lambert cosine law dependence
of I, i/r_ represents the inverse square law variation of I with range and (i - R(_) pre-
dicts the reduction in the fluorescence emission due to surface reflection losses of the
incident laser beam. The fall in amplitude in the fluorescence return at ranges beyond

323.1 meters (1060 feet) was observed to coincide with a marked reduction in water turbid-

ity suggesting that the suspended material responsible for the turbidity is in some way re-
lated to or responsible for the increased water fluorescence.
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Figure 6. Variation of water fluorescence with range

OIL FLUORESCENCE MEASUREMENTS

With the purpose of remotely sensing fluorescence emission spectra of oil spills, a 6.1 m

x 4.6 m (20 ft. x 15 ft.) oil containment boom was constructed and anchored in a spot di-
rectly _der the cliff top location of the laser fluorosensor. Unfortunately, under the

action of even light winds or water currents, the typically 37.9 leter (I0 gallon) quanti-
ties of crude oil placed within the boom, were rapidly swept under the boom sides and lost
from the target area. Apparently oil boom technology requires that the boom skirts be sev-

eral meters deep in order to prevent loss of oil in this manner. Tracking the movement of

an oil slick even during dusk conditions proved to be difficult in spite of the increased

surface reflectivity of the oil in relation to the water background, although this pro-
blem could have been avoided by use of a low light level TV camera. In addition, record-

ing of meaningful fluorescence spectra requires that a uniformly thick oil slick be pre-
sented to the laser beam. This unfortunately was not possible due to the rapid and ir-

regular manner in which oil slicks tend to disperse. The oscillogram shown in Figure 7
was obtained during one of these attempted e_periments. The lower trace shows the fluor-

escence emission from the oil slick at 4600 A together with the corresponding background
water fluorescence signal. The water fluorescence was obtained by panning the laser fluor-

osensor unit off the oil slick onto a region of uncontaminated water having the same

range as the oil target. The oil fluorescence signal, originally about 20X larger than
that of the water background, has a value about 6X larger after a 30-minute dispersal. The

double pulse shape of the return signal is due to the difference in the return path lengths
of the upper and lower far field laser beam modes striking the lake surface at 73° angle
of incidence. The backscattered laser pulse seen on the right-hand side of the upper trace
is somewhat smaller than that normally seen from lake water, as most of the laser radiation

is either absorbed in the oil slick or lost to specular reflection. In fact, a backscat-
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tered laser signal wasnot observedfor the initially opaqueoil slick. As a result of
the abovementionedoil slick problems,a field experimentwasperformedin whichthe oil
slick wassimulatedby smearinga thin film of crudeoil onto a 1.2 mx 2.4 m (4 ft. x 8
ft.) steel sheet. This target wassituated at aJ_angeof about121.9meters(400ft.) from
the laser fluorosensorwith the sheetoriented for normal incidenceof the laser beam. A
typical result for this target is shownin the oscillogramof Figure 8. Theresultant
emissionspectraobtained fromthesemeasurementsis shownin Figure 9, together with a
laboratory spectrofluorometeremissionscanona sampleof the samecrudeoil. Thein-
strumentusedwasanAMINCOSPF125-SScanningSpectrofluorometeremployinga xenonlamp/
grating monochromatorexcitation sourcein conjunctionwith a grating emlsslonmonochroma-
tor with a HamamatsuR446Sphotomultiplier havinga modified S-20spectral response. The
oil fluorescenceemissionmeasurementswerefacilitated using anopaquesampleaccessory.
For purposesof comparison,the field results shownin Figure 9, obtainedwith a photomul-
tiplier havinganS-20spectral response,havebeennormalizedto the modified response
of the R446Sdetector. Thetwo spectraappearto be in agreementon the short wavelength
side of the peakbut the bandwidthof the spectrofluorometercurve is somewhatnarrower
than that for the laser fluorosensordata. An explanationfor this discrepancy.hasnot

Range:

Angle of Incidence:

Oil Sample:

Exposure:

Upper Trace:

272 meters

73°

Leduc Crude, API, 39.8°

20 pulses

Horizontal scale: 200 nsec/cm

Vertical scale: 200 mV/cm

Lower Trace: Horizontal scale: 20 nsec/cm
Vertical scale: i00 mV/cm

Time increasing to the right.

Figure 7. LoweY trace shows fluorescence emission (4600 _) from oil
slick (large pulse) and water background (small pulse) on Lake

Ontario off Scarborough Bluffs. Upper trace shows laser

output and backscattered pulses.
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Range: 120meters

Angleof Incidence

Oil Sample:

0 °

Leduc Crude, API, 39.8 °

Exposure: 20 pulses

Upper Trace: Horizontal Scale: I00 nsec/cm
Vertical Scale: I00 mV/cm

Lower Trace: Horizontal Scale: i0 nsec/cm

Vertical Scale: S00 mV/cm

Time increasing to the right.

Figure 8. Lower trace shows fluorescence emission (4400 _)

from an oil film on a steel sheet. Upper trace shows
laser output and backscattered pulses.
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LASER _omm m_o'R
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LABORATORY :-
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Figure 9. Fluorescence emission of crude oil film using
laser fluorosensor compared to laboratory measurement.
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been found but several possibilities exist. First, it is possible that certain volatile

fluorescent hydrocarbons have evaporated from the sample on the steel sheet thereby broad-

ening and displacing the emission spectra to longer wavelengths. However, it cannot be
ruled out that the spectrofluorometer contributes its own artefact to the data. The emis-
sion monochromator uses a grating blazed for peak efficiency at 5000 _ but typical effi-

ciency curves for a 5000 _ blaze grating supplied by Bausch and Lomb, do not significantly

change the spectrofluorometer curve. This discrepancy was also encountered in the water
fluorescence measurements and is further discussed later. Ultimately, good agreement be-

tween 'laboratory and remotely sensed data must be obtained, particularly in the case of

oil pollution, where close correlation between airborne and laboratory measurements is
essential if this type of data is to be used as evidence in the prosecution of those re-

sponsible for the pollution.

A question frequently asked is: '_#hat effect does prolonged environmental exposure have on
the fluorescence spectra of crude oil and refined oil products?" Again, in the absence of
a controlled oil spill, a thin layer of crude oil was applied to a steel sheet target and

exposed to the effects of sun, wind, rain, and atmospheric oxidation. Field measured spec-
tra obtained immediately after application of the oil film and also after a 48-hour exposure

period are shown in Figure I0. Aging reduces the fluorescence signal to about half that
of its initial value but does not induce any significant change in shape or position of the
r.

spectral curve. No explanation is yet available for the reduction in the amplitude of the
fluorescence signal with time or atmospheric exposure. It is possible that some of the

more highly fluorescent aromatic hydrocarbons located in the surface layers of the oil film
are lost to the atmosphere leaving an asphaltic matrix layer which acts as an optical bar-
rier. Clearly this type of situation is less likely to occur in the non-static situation

encountered in a real oil spill. Laboratory fluorescence studies performed by Parker at

the Admiralty Materials Laboratory in the UK (ref. 4) confirm the general conclusion of the

present aging measurements. In addition, the effects of prolonged exposure of crude oil
to a marine environment has been studied by a group at the Woods Hole Oceanographic Insti-

tution (ref. 5) who have shown that crude oils stranded at sea can maintain their composi-

tional integrity for periods of nmny months.
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WATER FLUORESCENCE b_ASUREMENTS

Water fluorescence_ or more specifically the fluorescence of the dissolved material in nat-

ural waters, is generally regarded as an annoying background signal level against which
either laboratory or field fluorescence measurements are made. However, preliminary meas-

urements have shown that this water fluorescence, although small in relation to typical
oil, dye or chlorophyll signals, is also amenable to spectral analysis particularly when
using a high power ultraviolet laser as the excitation source. Unpublished results ob-
tained at the University of Toronto's Institute for Aerospace Studies (ref. 6) have demon-

strated a number of interesting trends. Laboratory spectrofluorometer measurements on a

wide range of river an@ lake water samples have indicated excitation spectra peaking be-
tween 3400 _ and 3500 _ for the majority of samples. The emission fluorescence spectra,
however, could be differentiated according to whether the sample location was considered

polluted or relatively clean. Samples obtained fromorelativelYounpolluted northern rivers

and lakes had emission spectra peaking between 4100 A and 4325 A whereas samples obtaine_
from site§ close to dense population centers tended to have emission peaks between 3900A
and 4150 A. Unexpectedly, the samples from the uninhabited regions tended to exhibit strong-
er fluorescence signals than those from the unpopulated regions although a coarse correla-

tion between pollution level and fluorescence signal was observed for the latter group of
samples.

The nature of this blue water fluorescence is not well understood, but is thought to be due

to the aqueous solutions of large complex organic molecules, particularly of the aromatic
type. For natural unpolluted waters, some of the materials thought to contribute to this
fluorescence signal are:

at

b.

C.

Airborne dust, pollens and bacteria,

aqueous extracts m_d decay products of wood and vegetation,

aqueous extracts of soil material, and

d. algae, bacteria, molds and fungi.

In addition to the material described above, polluted river and lake waters will contain
dissolved organic material from a number of possible sources; viz.

a. pulp and paper mill effluents,

b. sewer effluents,

c. industrial effluents other than those in group (a) and

d. leaked crude and refined mineral oil constituents from watercraft, shipping and
industrial sources.

It has been suggested that this characteristic blue water fluorescence might be used as a

water quality indicator possibly as a measure of total organic carbon. However, in View
of the relatively low intensity of this water fluorescence being close to the shot noise
limit of the fluorescence detector, a series of experiments was conducted at the field site

to determine the ability of the laser fluorosensor to produce water fluorescence spectra.
Figure 7 indicates the amplitude relationship between the fluorescence of a slick of crude
oil and, in this case, the background water fluorescence at 4600 A. This measurement was

made approximately 30 minutes after the formation of the slick at which point the oil fluor-
escence signal had fallen to one-third of its original value under the dispersive action

of wind and wave action. Figure Ii shows the fluorescence emission spectra for Lake On-
tario water obtained at the Scarborough Bluffs field site on three different occasions but

for otherwise similar conditions. A m_ber of interesting features are apparent from these
three spectra. The day-to-day variation in overall amplitude of the fluorescence signal
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indicates a significant changein the concentrationof the substancesresponsible_or this
fluorescence. Thecenter wavelengthfor the fluorescencebandlies at about4350A which
is moreconsistent with the fluorescenceof unpolluted lake water than that of the rel_-
tively polluted water to be expectedclose to a populationcenter suchas Toronto (ref.
6). In addition to th@principal fluorescenceband,othereappearsto bea secondarypeak
in the region of 5100A. Thebandlocated at 6850 A is dueto chlorophyll a, probably
in the formo_ algae. Thereasonfor the inverse relationship betweenthe c]_lorophylla
peakat 6850A andthe blue water fluorescencebandis not clear. Possibly the presenc_
of a specific pollutant responsible for the blue water fluorescencehasan adverseeffect
on the surfacealgaepopulationor, alternatively, the substancescausingor associated
with the water fluorescenceare blocking the chlorophyll excitation or emissionradiation.
Thefinal feature of interest in thesespectraconcernsthe apparentrise in the fluores-
cencesignal below4000E. In the absenceof an interference filter for this region, a
sampleof the samelake water wasobtainedanda simulatedfield measurementconductedin
the laboratory. Thewater fluorescencespectraof Figure 12wasobtainedby using the
pulsednitrogen laser as the excitation sourcetogetherwith a scanningtype monochromator
(HeathEU-700/E)operatedin a 90° configuration with the samplecell located i_nediately
adjacent to the monochromatorentranceslit. Thephotomultiplier detector wasof the side-
n type (EMI9781B)with a modified S-5 spectral response. Thespectral feature at 3810
in Figure 12 is clearly identified as the Ram_abandfor the OHvibrational stretching

modeof water. Thelarge amplitudeof this 60A wideRamanbandin relation to the water
fluorescencesignal wasa little surprising. This arises becausethe Ramanemissionis
characterizedby a given vibrational frequencyshift in relation to the exciting frequency
whereasthe fluorescenceemissionis characterizedby a fixed electronic transition which
is independentof the exciting frequency. Consequentlythe ratio of the peakamplitude
of the Raman emission band to that of the corresponding fluorescence emission will bear

an inverse relationship to the bandwidth of the exciting laser radiation. Laboratory

spectro-fluorometers employ excStation bandwidths of the order of i00 A whereas the nitro-
gen laser has a bandwidth of I A resulting in a corresponding enhancement of the water
Rama_ band in relation to the water fluorescence emission. However, the ratio of the

peaks of the Rmman band to that of the fluorescence band was initially somewhat smaller,
having a value of 7 rather than the value of 17 for the spectra in Figure 12. This is
due to the effect of the intense ultraviolet laser radiation in producing photolytic de-

composition of the large complex organic molecules responsible for the water fluorescence
which are probably present in concentrations below the parts per billion range. The prin-

cipal reason for interest in this water Raman band lies in its possible use as a built-in
standard with which to compare the water fluorescence signal in much the same manner as
the molecular nitrogen Raman band is used in atmospheric Raman LIDAR pollution studies.

However, in contrast to the atmospheric case, careful consideration must be given to differ-
ential absorption and scattering effects on the fluorescence and Raman emissions particular-

ly with regard to operation over polluted or turbid waters.

It is the essence of remote sensing that the monitoring device be able to record the exper-
imental data without having recourse to direct i_nersion sensing or laboratory analysis to

provide a complete and detailed picture of the substances being observed. Clearly any laser-
fluorosensor must faithfully reproduce the required fluorescence spectra without incurring

any unknown environmental or instrumental effects. In Figure 13, the water fluorescence
emission spectra obtained using the laser fluorosensor, is compared to t|mt obtained using
the spectrofluorometer for the same water samples. As in the case of the oil fluorescence

comparison, the spectral profile obtained on the spectrofluorometer is narrower and located
at shorter wavelengths than that obtained using the laser fluorosensor. As a check on the
validity of these two measurements, the water fluorescence spectra of Figure 12, also for the

same sample, is displayed in Figure 13. The agreement between the field measurements and
those from the laser-monochromator appears to confirm the earlier suggestion that the spec-
trofluorometer data contains some instrt_nental artefact. This suggests that care must be

exercised when comparing fluorescence spectra obtained using different instrumental methods.
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Water fluorescence emission excited at 3371 _ using

laser fluorosensor compared to laboratory measurements

A complete understanding of this water fluorescence phenomenom will only come when. it is
possible to unravel the chemistry of the specific substances involved. However, the possi-
bility that the fluorescence of natural waters might be used as a water quality orpollution

indicator would seem to demand further investigation.

AIRBORNE LASER FLUOROSENSOR

As the logical development in the evolution of this sensing device, the laser fluorosensor

is now being prepared for airborne testing and operations in a DC3 aircraft at the Canada
Centre for Remote Sensing in Ottawa. A schematic of the modified field laser fluorosensor

unit is shown in Figure 14. Rather than aim the system directly downward or use individual
output and return beam folding mirrors, a single high quality UV reflecting mirror was used
to fold both beams. Apart from this mirror and the antivibration shock mounts, the system
is identical to that employed in the field trials as described above. However, the electron-

ic monitoring and recording system has been improved with a view to recording the continuous-

ly changing fluorescence target information on a real time basis (see Figure 15). A wave-
form digitizer (Lecroy WD2000) provides for real time analog-to-digital conversion of the
individual returned fluorescence pulses which are then processed by an airborne data acqui-

sition system (ADAS) and stored on magnetic tape. Real time capability is also provided by

the two channel sampling oscilloscope (Philips PM3400) which outputs DC voltages to an os-
cillographic chart recorder (Honeywell 1858) corresponding to the peak laser and fluorescence
return pulses. A nanosecond resolution time interval counter (Hewlett-Packard 5360) which

is gated by the laser output and returned pulses, provides a value for the target range.
Photographs of the airborne laser fluorosensor and the complete airborne system including
the laser support package and electronics are shown in Figures 16 and 17, respectively.
As an assistance to both nighttime aircraft navigation and target location, the laser fluo-

rosensor is used in conjunction with a _ide angle low light level TV camera (Cohu 2856).
Crude and refined oils have optical ref.active indices in the region of 3/2 whereas that for
water is closer to 4/3 so that the normal incidence reflection from an oil slick will be

approximately 4% as against 2% for water. The higher visible region reflectivity of the
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oil slick in effect contrasts the oil slick against the water background thereby facilitat-
ing nighttime observation of oil spills with the low light level TV camera.

FLUORESCENCE EMISSION

OETECTOR_ LASER BACK SCATTER DETECTOR

20._ CmNEWTONIAN SIGHTING SCOPE_ _ MIRROR SUPPORT FRAME

BEAM FOLDrNG

TELES CO PE ._,_

.11
TELESCOPE
STEERING

MECHANISM

_ANTI-VtBRATION J

MOUNTS

f
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®

LASER --
PEAK
POWER
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Figure 14. Schematic of field laser fluorosensor
as modified for airborne operations

DISCI_SION

Testing of the laser fluorosensor device in a fixed field site location has provided much
experience and information ultimately needed in the design of a light and compact produc-

tion type airborne laser fluorosensor.

Promising results have been obtained, suggesting that the laser fluorosensor has the abili-
ty to remotely detect and record the spectral fluorescence characteristics of natural and

polluted waters. However, much analytical work must be done if the laser fluorosensor is

to become a useful airborne water quality monitor.

To date, the laser fluorosensor is the only remote sensing device which has demonstrated an
ability to detect and characterize an oil spill. This ability becomes all the more impor-

tant when it is realized that there exists no easy method for taking samples from an oil
slick after the slick has been located by an aircraft whether it be a spotter plane or a

sophisticated sensing platform.

a. Direct sampling of the spill from the aircraft is hazardous to both aircraft and
shipping alike.

b.

C.

Hovercraft and helicopters produce strong side and down-drafts which tend to dis-
perse the oil slick.

Patrol boats generally arrive 1 to 2 hours after the first sighting of the spill
by which time the slick has either dispersed or drifted to another location.

dl It is almost impossible to sight an oil slick from the bridge or deck of a ship

until the vessel is directly over the slick due to the poor oil-water contrast
encountered when the slick is viewed in near grazing incidence illumination.
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e. Seaplanes encounter the same difficulties as given in sub-paragraphs b. and d.,
above.

It is essential that an oil spill be characterized in such a manner that its identity can

be directly related to that of a sample removed from the suspect ship. This information

would then be used as evidence in legal proceedings against those responsible for the slick.

Remotely sensed fluorescence excitation or emission spectra appear to provide the informa-

tion needed to constitute a characteristic signature suitable for use as prosecution evi-
dence.

FLUORESCENCE
DETECTOR

BACK SCATTER

DETECTOR

Figure 15. Schematic of airborne laser fluorosensor

monitoring and recording system
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Figure 16. Airborne laser fluorosensor unit

Figure 17. View of complete airborne system including

laser support package and electronics
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_JLTIWAVELENGTH LIDAR FOR REMOTE SENSING OF

_RO_IYLL a IN ALGAE AND PHYTOPLANKTON

Peter B. Mumola, Olin Jarrett, Jr., & Clarence A. Brown, Jr.
NASA, Langley Research Center

ABSTRACT

A theoretical and experimental analysis of laser induced fluorescence for remote detection

of chlorophyll _ in living algae and phytoplankton is presented. The fluorescent proper-

ties of various species of algae representative of the different color groups are described.

Laboratory measurements of fluorescent scattering cross sections is discussed and quantita-

tive data presented. A "scattering matrix" model is developed to demonstrate the essential

requirement of multiwavelength laser excitation in order to make accurate quantitative meas-

urements of chlorophyll E concentration when more than one color group of algae is present

in the water (the typical case). A practical airborne laser fluorosensor design is consid-

ered and analysis of field data discussed. Successful operation of the Langley ALOPE (Air-

borne _IDAR_Oceanographic _Probing _Experiment) system is described and field measurements

presented. Accurate knowledge of _, the optical attenuation coefficient of the water, is

shown to be essential for quantitative analysis of chlorophyll a concentration. The feasi-

bility of remotely measuring a by laser radar is discussed.
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INTRODUCTION

The application of laser radar (LIDAR) technology to the remote detection of fluorescent
materials, notably oil and chlorophyll a, in natural waters has been actively pursued by
several groups in the United States and-Canada. ]]ms, a con_aon appreciation for the value
of remote sensing to the oceanographic co._unity and to those responsible for water quality

management is assigned. NASA Langley Research Center (LaRC) has initiated a program to

develop an airborne fluorosensor with a multiwavelength laser for detection of chlorophyll
a in living algae where more than one color group may be present.

LABORATORY SPECTRAL STUDIES

Since chlorophyll a is insoluble in water, this molecule is found in a host material, name-

ly, algae and phyt_plankton. The optical properties of the host material alter the fluores-
cence excitation and emission spectra of the chlorophyll a molecule. Therefore, knowledge

of the optical properties of the algae as it is found in n_ature, rather than in acetone ex-

tract solution, is required for remote detection application.

During the past year, LaRC personnel have measured the fluorescence excitation and emis-
sion spectra of over 45 different species of algae representative of the four major color

groups (blue-green, green, golden-brown, and red). Using Rhodamine B as the fluorescence
standard, the effective fluorescence cross section has been computed as a function of ex-
citation wavelength for each species. The apparatus used in these studies is shown in Fig-
ure I. A fluorescence spectrophotometer, Hitachi Perkin-Elmer Model MPF-2A, was modified

to improve its red sensitivity. The spectra were recorded on both a strip chart and mag-
netic tape, the latter being used for input to computer program_ for cross-section computa-
tion. Excitation spectra were measured by setting the emission monochromator to 685 nm,

the chlorophyll a fluorescence peak, and scanning the excitation wavelength from 360 nm up-
ward through the--visible spectrum. Both monochromators were set to 5 nm slit widths to ob-
tain usable signal levels without destroying the spectral resolution. "Emission spectra

were then recorded by setting the excitation monochromator to the optimum excitation wave-
length (determined above) and scanning the emission monochromator from that wavelength up-
ward to 800 n. Similar spectra were measured _sing a 10-7 molar solution of Rhodamine B
in ethanol. Cross sections were then computed using these spectra and accounting for in-
strumental effects such as monochromator transmittance and lamp spectral intensity. Figure

2 shows typical results for algae of each color group. Note in the emission spectra that
each color group emits strongly at 685 nm due to the presence of chlorophyll a, though other

fluorescent components may also be present. The excitation spectra differ from one color
group to another, each having a unique region for optimum excitation. Spectra within any
given color group are, however, remarkably similar as shown in Figure 3 for golden-brown

algae. Therefore, one can characterize the fluorescent excitation properties of any algae
by the color group to which it belongs. Note that these cross sections were computed for
single molecules of chlorophyll a and a spectral resolution of 5 nm. This will be impor-
tant in the analysis which follows.

It should be noted that no single excitation wavelength can be chosen to uniformly stimulate

chlorophyll a fluorescence in all algae. Spectral overlap also precludes selective excita-

tion of any o--necolor group of algae. One method of measuring the concentration of chlor-
ophyll a can be shown in the LIDAR equation:

Prec

&_ @ 2 af(_l) n po(_,l)

---2 a_ o_2R f (af + al)

or

2 4

_A A_D @r _ afj(_i) _ Po(_l)

A_f 012 j=l af ÷ a l

For single fluorescent
scatterer

For four different

fluorescent scatters
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where

= optical efficiency of receiver

A = effective area of telescope primary mirror (m2)

a_D = detector bandwidth (nm)

a_f = fluorescence bandwidth (20 nm)

or = receiver field of view (rad)

01 = laser beam divergence (rad)

n = density of chlorophyll a (molecules/m 3)

af = effective fluorescence cross section (m2)

Po = laser output power (W)

= laser wavelength (nm)
1

a = attenuation coefficient of water (m-1)

Prec = fluorescent power received (W)

and subscripts f and L refer to fluorescence and laser wavelengths) respectively. If all

algae were equally excited at a given wavelength, then the upper form of the equation (for
single a f) would be appropriate. As previously shown, algae of each color group possess

different cross sections and therefore the bottom form of the LIDAR equation is required.
Since the algae color groups have different fluorescence excitation spectra, the use of four

wavelengths yields four equations. These equations can thus be solved simultaneously to
yield the unknown chlorophyll a concentration contained in each color algae• In matrix form
this can be expressed as

Prec(X4)

= C1

_°(_1)
_f +a I 0 . . 0 .1(Xl)

I

Po(X2 )
0

af +_2

O 0

• O ,

Po(X4 )

"af +_4 Z£1 (x4)

• "af4(_l) nl

)

'of4(14) n4

or

rec(X4 )

"q

= C1 _X •
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Therefore

'_[' ec(X

g

= C1-I X-I _T-I

The elements contained in the x matrix are obtained from the cross-section measurements pre-
viously described. The laser power at each wavelength can be measured and controned. Ac-
curate knowledge of = at all the appropriate wavelengths is essential for quantitative de-
termination of chlorophyll a concentration. Since _f > =_ for all laser wavelengths.. under
consideration (450 nm-6S0nm_, and the optical window of water decreases wzth increased wave-
length, at least afm ust be known to yield quantitative measurements. In open waters, data
are available indicating that a does not vary rapidly in time or space. In estuarine and
coastal waters, changes are more rapid and frequent measurements of a must be obtained.

Assuming _ is known or measurable, the above matrix technique can be used to determine the
concentration of chlorophyll a in the algae present in a body of water and the distribution
of chlorophyll _in different-color groups.
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Figure i. Laboratory apparatus used in fluorescenc_
and emission studies
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Figure 2. Typical fluorescence cross-sections and emission spectra
of red, blue-green, green, and golden brown algae samples
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MULTIWAVELENGTH LIDAR INSTR_

Figure 4 shows a schematic of the airborne LIDAR system which has been designed and fabri-
cated at Langley Research Center to demonstrate the multiwavelength concept of chlorophyll
a detection. The laser used in the system is a unique four-color dye laser punped by a

s-ingle linear xenon flashlamp. Figure 5 shows a cross-sectionml view of the laser head.
The head consists of four elliptical cylinders spaced 90° apart with a com_non focal axis.

The linear flashlamp is placed along this axis and its radiant emission is equally divided
and focused into the dye cuvettes located on the surrounding focal axes. Fluorescent dyes
form the active medium for the four separate dye lasers. A rotating intracavity shutter

permits only one color at a time to be transmitted downward to the water.

HzO AND DYE PUMPS
BUBBLE FILTERS
HEATEXCHANGER

TRIGG[RGENERATOR

Figure 4. Schematic of the airborne multi-wavelength LIDAR system

Figure S.

1

Cross-sectional view of the four-color dye laser
used for fluorescence excitation
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Theresulting fluorescencefrom the chlorophyll a is collected by a 25.4-cmdiameterDall-
Kirkhamtype telescope. Thesignal is then passedthrougha narrowbandpassfilter centered
at 685nmandon to the photomultiplier (P_fr)tube. ThePMTsignal is digitized by a wave-
form digitizer andstored onmagnetictape for later analysis. Thedyesandthe water for
the flashlampare kept at a uniformly cool temperatureby the refrigerator. Thehigh volt-
agesupply, chargingnetwork, coaxial capacitor, trigger generator, anda sparkgapalong
with a central control systemcompletethe package. Figure 6 showsthe completedsystem
prior to installation in a helicopter for flight evaluation.

!

Figure 6. Complete LIDAR package prior to helicopter installation

Field tests have been performed to demonstrate the capabilities of this n_v technique. Fx-

periments have been conducted from a fixed height platform (George P. Coleman Bridge, York-
t.ow_n,Virginia) 30 meters over the York River. This site was selected because it was con-

venient to both Langley Research Center and the Virginia Institute of Marine Science CVI_).

Ground truth data (chlorophyll a concentration, saiinity, and algae specles iuentification)
were supplied by VIeS using standard water sampling techniques. The attenuation coefficient

(at 632.8 nm) and temperature of the water were measured on site by Langley personnel.

Measurements were made every half-hour on the evening of July 9, 1973, and data are shown

in Figure 7 along with ground truth data supplied by VIMS. Chlorophyll a concentrations

shown represent the total chlorophyll contribution of all color groups. -A bioassay per-
formed by VI_ indicated a dominance of golden-brown (dinoflagellates) and green algae.
The ratio of golden-brown to green algae varied over the course of these measurements and

was in general agreement with observations obtained with the LID._J_system.
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Figure 7. Field data acquired from a fixed height platform
over the York River near Yorktown, Virginia

On July 25, 1973, the LIDAR system was successfully flight-tested over the James River be-
tween Hampton Roads and the Chickahominy River. Flight altitude was I00 meters and the

speed was 120 kin/hr. The flight path is shown in Figure 8 along with the chlorophyll a
concentration measured over the 138-kilometer roundtrip flight. During each flight leg,

the laser was fired at a rate of 0.5 pps. The data plotted in Figure 8 represent average

chlorophyll a concentration over each leg. For example, leg No. 16 data represent an aver-

age of 63 la_er firings of each color or 252 shots total. There is sufficient data, how-
ever, from each four-color cycle to determine chlorophyll a content without averaging. In
fact, the data collected over the entire flight (approximat-ely 75 minutes long) represent

nearly 500 separate chlorophyll a_measurements.
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Figure 8. Flight data acquired over the lower James River
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SUMMARY AND CONCLUSIONS

A multiwavelength laser fluorosensor has been developed to remotely measure chlorophyll a
concentration in living algae in natural waters. Preliminary field operation of the inst-ru-

ment and technique has been demonstrated from both fixed height and airborne platforms.
The maximum operational altitude of the present system is approximately 300 meters (esti-
mate based on data acquired at I00 meters). Laser energies varied with color from 0.6 mJ
(454.4 nm) to 7.15 mJ (598.7 nm). These values are well within the eye safe limits at the

operational altitude of I00 meters. Greater energies could be employed to accomnodate high-
er altitude operation. System stability appears to be excellent as evidenced by the fact
that laser alignment has remained constant for over six months.

The major disadvantage of all optical remote sensors of water constituents is their depend-

ence on foreknowledge of a (or its components "a" and "s" due to absorption and scattering,
respectively) to make quantitative measurements. This is true for the multiwavelength
LIDAR technique as well. Data can only be analyzed quantitatively when a is known. Studies

are now underway to determine the feasibility of remote _ measurements by LIDAR techniques.

It may be possible, with slight instrument modifications, to monitor a simultaneously with the
chlorophyll a concentration.
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THE FLUORESCENC£ OF G4LOROPHYLL AND YELLO_ SUBSTANCES IN NATURAL WATERS:

A NOTE ON THE PROBLEMS OF MEASUREMENT AND Tr_
IMPORTANCE OF THEIR REMOTE SENSING

Charles S. Yentsch

University of Massachusetts

In other publications, I have emphasized that there are two chromophylls which, if sensed
remotely from high altitude, would revolutionize our ability to survey large areas of the
world's oceans. The chromophylls of importance are: the photosynthetic pigments of plank-
ton algae and a group of organic materials frequently termed "dissolved yellow substances".
These are derived from plants and carried into the ocean by fresh water inflow.

Using water color as an index when attempting to estimate the concentration of these chrom-

ophylls, an immediate problem is that the attenuation characteristics of each overlap (Fig-
ure i). The attenuation of light by phytoplankton (P) is characterized by two distinctive

bands (450, 675 nm) which represent absorption by chloroplastic pigments. Yellow substances
(Y) are characterized by .astrong ultraviolet absorption which "tails" over into the visible

region. In comblnatlon wlth the chromatic characteristics of pure water, these two chromo-
phylls characterize the color of natural waters. The problem Js that the specific influence

by either substances is not easily distinguished. Because o£ this "competitive absorption"
one might suggest that chlorophyll should be remotely sensed at long wavelengths (i.e._675

nm) where yellow substance absorption is minimal. The difficulty with this approach is
that a very weak backscattered signal occurs at these wavelengths, primarily because of in-
tense absorption of light at long wavelengths by water alone.

\

•%A •

t

Figure 1.

.M

The attentuation of light by phytoplankton (P) and dissolved
yellow substances Or).
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Onemight also think that competitiveabsorptionwouldnot bemuchof a problemin the open
ocean. Herewatersof high salinity wouldbe relatively free of yellow substance;hence,
chlorophyll detection (via color change)wouldnot becomplicatedby the presenceof yellow
substance. Unfortunately, this is not the case. Theattenuation characteristics of particu-
late matter from the openoceanshowthat in addition to phytoplankton(Figure 2, note peak
at 675nm), there are particles whichstrongly attenuate at short wavelengthswhich is again
the characteristic of yellow substances.

A

t

IPSWICH BAY

,/-in

-- | e _--I" g g | g " II

3,S0 34H) 4,,10 470 $10 _ _00 _ 670

nM

II

Figure 2. The attenuation of light by particulate matter (NP) from
coastal water, and phytoplankton (P). (In the former, note

the high attenuation at short wave length).

A means of minimizing competitive absorption is by the use of fluorescence. Fortunately,
the chloroplastic pigments and yellow substances are fluorophores, and their excitation and

emission characteristics are different. For example, the fluorescence characteristics for

naturally occurring particulate matter is shown in Figure 3. It should be noted that this
is the same sample whose attenuation characteristics are shown in Figure 2. The fluorescence
analysis (excitation spectra) resolves the difference between light absorption by phytoplank-

ton as opposed to the other particulate organics. Furthermore, Figure 4 shows excitation
and emission characteristics of dissolved yellow substances are different from chloroplastic

fluorescence. One can distinguish between the two chromophylls by exciting at 350 nm and

measuring fluorescence at 500 nm, to measure yellow substance, and by exciting at 450 nm and
measuring fluorescence at 675 _m, to measure chlorophyll.
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Figure 3. Fluorescence excitation and'emission characteristics of
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for phototube response.)

nM

Figure 4. Fluorescence excitation ane emission characteristics

dissolved yellow substances from coastal waters.
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Man}.of you sitting in the audienceare probablythinking: OK,wecandistinguish between
the two. Of whatuse is this? Theanswercanonly be completedby emphasizingthe impor-
tanceof eachmeasurement.Therelationship betweenoceanproductivity (chlorophyll) and
the distribution of pelagic fishes hasbeenemphasizedas a meansof scouting fields for
commercialcatch. In coastal water, it hasalso beenemphasizedthat chlorophyll determina-
tion (via water color) wouldbe a uniquetechniquefor the estimationof the extent of eu-
trophication. I should like to emphasizethe importanceof the latter, whichwhenarmed
with the ability to sensethe amountof fresh water in the coastal zone,offers the meansof
assessmentof the sourceof the problem. This is wheresensingyellow substancebecomesof
importance. In a sense,onecan think of the a_unts of yellow substancesas a colorimetri¢
or r'luorometric indicator* of fresh water...or to put it simply, the sourceof the organics
is largely throughfresh water run-off situations. Figure 5 is an exampleof howchloro-
phyll andyellow substancesare usedas environmentalindicators. Thesection of stations
rims from the mouthof the MerrimackRiver out some35miles to sea. Theinfluence of the
river in coastal waters is shownby low salinities andhigh yellow substancesnear the
coast. The reasonsfor the high productivity (high chlorophyll) is that the river is heav-
ily polluted. Thus, the sourceof eutrophicationof the coastal waters is traced either by
salinity or yellow substanceto the MerrimackRiver.

25'

MERRIMACK
TO

SEA

,

23 24 25 26 27 S%o 28 29 _0 31

Figure 5. A section of observations of chlorophyll and yellow substance
extending Crom the mouth of the Merrimack River into the Gulf of Maine.

|

_L_ght absorption at 350 nm and fluorescence at 500 1_nare directly related.
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You might ask, can organic compounds such as yellow substances truly serve as a conservative
indicator of salinity? To put it another way, why is it not decomposed? The answer to this
lies in the unknown organic structure of these compounds and their biochemical relationships.

However, for the sake of this discussion, a comparison between yellow substances and salinity
shows a surprisingly close correlation (Figure 6), one which could be used to estimate the
percentage of fresh water (Merrimack) throughout this section.
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Figure 6. Comparison of salinity and dissolved yellow substance.

In conclusion, the high altitude observer equipped with temperature, chlorophyll and yellow
substance sensors has the possibility of detecting the magnitude of eutrophication and its

sources in coastal waters. The laser induced fluorescent devices are likely the technical
means, and as they become available, I predict they will become a major tool in coastal
zone management.
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LIFES: LASERINDUCEDFLUORESCENCEAND
ENVIRONMENTALSENSING

WayneR. Houston,D. G. Stephenson,andRaymondM. Measures
University of Toronto - Institute for AerospaceStudies

ABSTRACT

A laboratory investigation has been conducted to evaluate the detection and identification

capabilities of "laser induced fluorescence"as a remote sensing technique for the marine

environment. The relative merits of fluorescence parameters including emission and excita-

tion profiles, intensity and lifetime measurements are discussed in relation to the identi-

fication of specific targets of the marine environment including crude oils, refined petro-

leum products, fish oils and algae. Temporal profiles displaying the variation of lifetime

with emission wavelength have proven to add a new dimension of specificity and simplicity

to the technique.
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INTRODUCTION

Laser induced fluorescence represents a powerful new tool for investigating the environment.

A number of groups in the last ),ear or so have indicated that this technique may be employed
for the remote detection of several broad classes of targets (Ref. i, 2, 3, 4). In an earl-

ier paper at this meeting, Dr. Bristow described the field results obtained with the proto-

type laser fluorosensor developed at the University of Toronto Institute for Aerospace
Studies (UTIAS). Our recent activity has concentrated upon exploring the identification

potential of this new kind of remote sensor. We have been able to demonstrate that a tunable
laser fluorosensor may enable the API gravity of a sample of crude oil to be determined

fairly directly. A study of the variation in the fluorescence lifetime with emission wave-
length has revealed a new kind of spectral signature that could have significant ramifica-
tions in the field of remote sensing.

LASER INDUCED FLUORESCENCE PAP_D_ERS

Several features of laser induced fluorescence possess potential information relating to the

target under excitation. However, in order that a measured parameter be specific to a con-
stituent of interest, the fluorescence observed must be either solely from that constituent,

or easily discriminated from background fluorescence. This condition can be satisfied in
any one of the four sets of circumstances described below.

(1) The target has no background medium (e.g. an optically thick oil spill on water).

(2) The quantum yield of the background medium is extremely small compared to the

component of interest.

(3) The laser wavelength, xt, is tuned so as to only excite the constituent under
observation.

(4) The fluorescence wavelength, X, is selected so as to arise only from the component
of interest.

The amplitude of the fluorescence within a given spectral interval is the simplest parameter
to monitor; however, its usefulness is very limited since its interpretation is both complex
(requiring a thorough knowledge of the instrumental calibration, geometrical situation and
the medit_a under investigation) and in many instances ambiguous. The emission spectrt_n
represents some improvement, for although the spectral response function of the photodetec-
tion system has to be known, it is possible with this approach to detect the presence of
broad classes of targets under limited conditions. A further improvement in specificity
can be attained from a study of the excitation profiles. These spectral signatures can be

generated using a tunable dye laser to sweep the exciting frequency through the absorption
band of the target under consideration.*

In many ways measurement of the fluorescence lifetime of the medium under study represents
both a simple and informative parameter. Such an approach can only be used when the optical
depth of the medium is small enough that the lifetime is much larger than the double transit
time through the medium. In order to be able to ascertain the lifetime associated with the

returned radiation, allowance has to be made for the finite response time of the system.

_-If the target is_ptically thick to the laser radiation and the attenuation is absorption
dominated (as opposed to scatter dominated), saturation prevents the emission amplitude

from reflecting the true excitation profile (see Ref. 3, p.5 and Ref. S, p. 226).
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The laser backscattered radiation as observed through the photodetection system was used to
evaluate the instrumental response function. A best fit to this curve was then obtained

and a series of profiles generated to simulate the convolution of this response function
with a number of exponential decay curves of the form:

f(t) = 1 e-t/r
T

where r is the fluorescence lifetime of the constituent of interest. The full width at
half maximum, tw, for this set of synthesized waveforms was then plotted against _ to yield
the simple relation

T = 1.26 t w - 6.75 (nsec).

Figure 1 illustrates the experimental fit to both the synthesized response function and a
fluorescence decay curve with a lifetime of 6.5 nsec.

Figure I.
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Instrumental response and typical convoluted fluorescence signal shape

INSTRUMENTATION

Spectrofluorometer.-- Profiles of fluorescence emission were recorded using an Aminco SPF-

i25S spectroflUorometer. This instrument utilized a 150 W xenon high pressure DC arc lamp

as the source of excitation. For analysis of optically thick samples, a modified sample

compartment provided for normal incidence of the excitation beam and near normal angle of
view of the fluorescence emission. The excitation and emission monochromator gratings were
blazed at 300 nm and S00 r_n respectively, and the photomultiplier was a Hama_mtsu (HTV)
R446S having modified S-20 response.
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TunableLaser Fluorosensor.-- The tunable laser fluorosensor is illustrated in Figure 2.

_n_istlnguishing feature of this fluorosensor was that it provided a selection of

two wavelengths of excitation, 347 nm and 460 nm. These particular wavelengths were chosen
in order to accommodate that range of crude oil absorption wavelengths expected. The 347

nm excitation was provided by a TRG-104A second harmonic ruby laser. Typical output pulses

had peak powers from 150 to 450 kw and full width at half maxlmum of 17 nsec. Approximately
8% of the above power was actually used for fluorescence excitation, while the main portion
was used to optically pump an organic dye laser, which in turn, furnished the 460 nm radia-

tion. The dye laser, shown in the schematic of Figure 2, had an approximate conversion
efficiency of 6%, a range of tunability from 440 nm to 480 nm, and spectral bandwidtli of
about 1.5 nm. The detection of fluorescence was accomplished using an optical glass objec-

tive lens (14.5 cm DIA., 33 an F.L.), and an EMI-9781B photomultiplier, together with appro-

priate filters. The ruby laser power was monitored by an E.G. & G. SD-100 photodiode. The

photomultiplier and photodiode signals were displayed on the upper and lower beams, respec-
tively, of a Tektronix Type 556 oscilloscope.

The targets studied using this instrumentation included several types of crude oil spills on
a 91.5 cm depth of water, located 1.5 metre from the fluorosensor. The water tank used a S0
cm DIA. stainless steel lining for low fluorescence yield, and was outfitted with an over-

head mirror placed at 45° to the horizontal plane.

460 _._

347.1 m_

Figure 2. Photograph and schematic of the
tunable laser fluorosensor
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Short Pulse Laser Fluorosensor.-- The short pulse laser fluorosensor, which was used in

flu0resc_nce lifetim_ determiffations, is illustrated'in Figure 3. The source of excitation

was a modified Phase-R model N250 nitrogen laser having 337.1 nmoutput pulses of 1 kwpeak

power, 4.0 nsec full width at half maximum, and repetition rate up to 20 pps, shown in Fig-
ure 4. The fluorescence from the target was collected by a quartz lens and focused on the

entrance slit of a Spe× 1700 II monochromator. A Schott KV-370 filter was used to block

stray scattered laser radiation. The monochromator bandwidth was about 3.0 nm. The mono-

chromated light was then detected using an EMI-9781B photomultiplier, and the resultant

pulse was displayed on a Tektronix 7704 oscilloscope having 150N_lz bandwidth. The angle of
35 ° between the laser beam direction and the detector line of sight was chosen in such a

H.V. PO%VER

SUPPLY

[

m

TEKTRONLK 7704

OSCILLOSCOPE

Figure 3.

FLUORESCENCE SAMPLE _
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l 1
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FARADAY CAGE

KV 370 UV BLOCKI:_C
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SPIKX 1700 II

MONOCIIRO?dATOR

i

Schematic of fluorescence lifetime measurement apparatus

Figure 4.
The Phase-R N250 nitrogen laser and associated equipment
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way as to abolish polarization effects which distort the exponential nature of the fluores-
cence decay being detected. (The nitrogen laser output was polarized parallel to the plane

containing the laser beam and the detector line of sight.)

EXPERImeNTAL RESULTS AND DISCUSSION

Crude Petroleum Oils

Sample Descri_)tion.-- A list of the crude oil samples studied, together with their API gravi-
ties, peak emlssion wavelengths and fluorescence lifetimes is presented in TABLE I.

TABLE 1.-PETROLEUM CRUDE OIL S.&_IPLEDESCRIPTION

SAMPLE
NUMBER

6

14

1

9

13

15i

3

I0

iSiv

12

4

ii

OIL TYPE

BINKER C

CHAUVIN CRUDE

MED. CRUDE

MIDALE CRUDE

CABINDA CRUDE

MI DALE CRUDE

_D. CRUDE

NSO

IP CRUDE

SPECIAL BLEND

SOUR CRUDE

LEDUC CRUDE

ORIGIN

ANGOLA

SASK.

ANGOLA

SASK.

SASK.

ALBERTA

ALBERTA

ALBERTA

ALBERTA

WEST. CAN

SUPPLIER

IblP. OIL

B.P.

GULF

TEXACO

GULF

SHELL

SHELL

B.P.

STYLI,

TEXACO

SHELL

IblP. OIL

PEAK FNISSION

WAVEI,ENG'IH, Xp
(nm)

16.7_+.2

26.0 477

26.4 456

30.1 460

30.2 470

30.3 458

31.0 454

525 +_2

FLUORESCENCE
LI FETIbIE AT

xp (nsec)

36.0

37.3

38.0

38.9

39.8

454

465

468

440

465

2.4 _+.2

2.1

2.9

2.0

3.8

2.4

2.4

3.9

3.9

5.5

4.1

6.5

Excitation wavelength was 337.1 nm in all cases.

Emission Profiles and Relative Intensity.-- Emission profiles for the crude oil samples
were g_n_ed by the spectrofluorometer, using an excitation wavelength of 337.1 nm. This
wavelength was chosen to sirm:late nitrogen laser excitation. Five examples of the crude

oil emission profiles are presented in Figure 5. Excitation and emission monochromator
bandwidths are indicated on the figure. The Schott UG-II filter was placed at the output
of the excitation.monochromator in order to block the low level broad band unmonochromated

leakage emitted from the excitation side of the instrt_nent. The Schott KV-370 "cut-on"
filter was placed at the input to the emission side in order to block scattered ultraviolet
radiation. Note that the emission profiles peak in the range from 450 to 550 nm and have

bandwidths (B_0 of about 150 nm. The variation in peak emission wavelength among differ-

ent samples is sufficient to permit a small degree of identification potential. When peak

emission wavelength is plotted against the oil API gravity, a rough trend first reported

by Fantasia et al (Ref. 4) becomes apparent: lighter oils fluorescence at shorter wave-
lengths. However, the trend is not pronounced enough to be used for remote determination
of oil API gravity. Clearly, other parameters would be required to remotely identify a

specific oil type.
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Figure 5. Fluorescence spectra of crude oils

If the relative intensity, measured at the peak emission wavelength, is plotted against API
gravity, another rough trend develops; as pointed out by Fantasia et al (Ref. 4), the inten-
sity increases as the API number increases. Once again, this trend is not predictable

enough t_ be used byitself to identify the oil type. Furthermore, the inherent difficulty
in remotely measuring the relative intensity makes this parameter unattractive for identi-

ficatior_'purposes. Nevertheless, intensity can be used as a non-specific detection parameter.

Excitation Profiles.-- According to the work of Fantasia et al (Ref. 4), peak excitation
wavelengths for crude oils vary from 350 to 450 rm_. In addition, a rough trend was observed
in that lighter oils had progressively shorter peak excitation wavelengths. With a view to

checking these results, and to assessing the remote sensing potential of this phenomenon,

the "tunable laser fluorosensor" (see paragraph two under Instz_raentation) was employed.
For each of four Crude oil samples, two measurements of the fluorescence intensity were

made at a fixed emission wavelength of 567 nm; the first measurement F(_I- _F) resulted
from 347.1 nm excitation (second harmonic of ruby laser) while the second-measurement
F(_. _F) resulted from 460 nm dye laser excitation. Since the relative intensities are

pro_rtional to the corresponding excitation coefficients (Ref. 3), the ratio F(_ l _F)/
F(_. _F) will reflect the shape of the excitation profile for each of the samples investi-

gat@d. Since the wavelengths, _i and _2, were chosen to encompass the range of excitation

profiles likely to be encountered, one would expect, in the light of the results of Ref. 4,
that F(_I-I_F)/F(_ 2. _F) should increase as the API gravity number increases. The results
obtained, as sh,_wn in Figure 6, verify this expected trend.

It is reasonable to expect that use of a dye laser having a large range of tunability (e.g.
cotmmrin dyes with exciplex operation (Ref. 5)), should enable one to locate the peak exci-

tationwavelengths rapidly and accurately in order to extend the identification potential
of the technique.
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Figure 6. Fluorescence ratios vs. oil sample API gravity
indicating the identification potential of the

alternating excitation wavelength technique

Lifetimes.-- Using the short pulse laser fluorosensor, the fluorescence lifetime was measured

at emission wavelength intervals throughout the emission profiles of each crude oil sample.

In Figure 7, temporal decay spectra are presented for five representative crude oils. Note
that for each sample, the lifetime increases monotonically with emission wavelength. Note
also that from sample to sample, the lifetime increases with increasing API number. This
lifetime variation with API is in agreement with the preliminary investigation of Fantasia

et al (Ref. 4); however, their lifetime measurements are suspected to include large experi-
mental errors as a result of an incorrect deconvolution procedure (Ref. 6).

A comparison of Figures S and 7 leads one to immediately appreciate the higher quality of
information available from the lifetime-spectral signatures. It is obvious from Figure 5,

that it would be very difficult to distinguish between four of the oil samples on the basis

of their emission profiles; on the other hand, Figure 7 shows that these samples could read-

ily be distinguished from a study of their decay characteristics as a function of wavelength.
It should be noted that in a practical airborne system, the exact measurement of a lifetime

is not necessary, owing to the virtually linear relationship between pulse width and life-

time. Consequently, any laser fluorosensor having appropriate temporal resolution should
detect the above trends without need for extensive instrument calibration.
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Mixing Effects.-- With a view to investigating the effect of mixing crude oils, samples i0
and 6 were m_ed in a I:i ratio and in a 2:1 ratio. It was found that the resultant emis-

sion and lifetime profiles for these mixtures were identical to those profiles computed on

a weighted average basis. Similarly, the resultant API numbers were identical to the

weighted average of the parent crude oil API numbers. These results are not surprising in
view of the fact that crude oils are mechanical mixtures of many components_ Hqwe_er, thee
results confirm that discrimination of different oil types comprising a well-mixed oil
slick would be impossible.

Aging Effects.-- With regard to the effects of aging on fluorescence parameters, we have

found that exposure of a crude oil spill to air results in no detectable alteration in the

emission profile. However, both relative intensity and temporal profile are subject to
changes. Five representative crude oil samples were poured into aluminumweighing dishes
and their relative intensities at peak emission wavelength, and temporal profiles, were

measured after zero, 24, 48, 72 and 96 hours of air exposure. In parallel, the same tests
were duplicated for 1 n_nthick oil slicks on a 1 cmdepth of tap water.

The intensity variations observed are sur_aarized in Figure 8. Notice that all samples dis-

played a decrease in intensity, approaching some limiting value after 96 hours of exposure.
In each case, the limiting value was approximately 70% of the initial intensity.

The changes in temporal profile observed for sample II are presented in Figure 9. Note that

the lifetime decreased by about 1.5 nsec across the spectrum, reaching a steady value after
about 72 hours. In addition, the temporal profile developed a dip about 505 nm, after 48

hours of aging. Samples 1 and 6 developed similar dips in the temporal profile, at 455 and
485 nm respectively. On the other hand, samples I0 and 13 developed no temporal profile

dips, but decreased in lifetime by 2.0 and 1.0 nsec, respectively, across the spectrum.
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It was found that the crude oil spills on water displayed the same aging behavior as the pure
oil samples. Hence, no special effects due to dissolution were noted for the 1 nm oil slicks
considered.

Clearly, the effects of aging can complicate the problem of identification of crude oil

types. However, these effects may be useful if identification has already been accomplished,
since the aging effects can be used to estimate the time of occurrence of a spill. Of
course, this potential is all but completely lost after 96 hours.

Refined Petroleum Products.-- The fluorescence parameters for five refined products, sup-
plied by Imperial Oil Ltd., were determined. Measurements of emission profile and relative

intensity were carried out using the spectrofluorometer. The emission profiles obtained
are presented in Figure I0. Lifetime measurements at 400 nm were made using the short

pulse laser fluorosensor. The lifetimes, relative intensities, and relevant emission pro-
file parameters are summarized in TABLE 2.

The peak emission wavelengths for all five samples were quite near 400 nm being, in general,
much shorter than for crude oils. The bandwidths, all approximately 60 run, are about one-

half the corresponding values for crude oils. The values of relative intensity were of
the same order of magnitude as the crude oils, but did not differ greatly from sample to

sample. The fluorescence lifetimes were generally much longer than for crude oils, and
displayed a marked variation from sample to sample, as shown in TABLE 2.

It is evident from the results for the limited number of samples studied, that refined pro-

ducts can be differentiated from crude oils using emission profile and lifetime measure-
ments, and that they can be identified more specifically by fluorescence lifetimes measured
at 400 nm.
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Fluorescence emission profiles for refined petroleum products
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TABLE 2.-FLUORESCENCE CHARACTERISTICS OF REFINED

PETROLEUM PRODUCTS

SAMPLE

1. FUI_NACE FUEL

2, DIESEL FUEL

3. STOVE OIL

4. ESSO EXTRA
GASOLINE

5. ESSO GASOLINE

GRAVITY

(%au)

37.o

37.o

42.3

55.6

60.8

SUPPLIER:

EXCITATION WAVELENGTH:

PF>,KmiSSION
WAVELENGTI{,_

(n_) --

395

393

382

400

400

Imperial Oil Limited

337.1 nm

PROFILE

(nm)

60

S5

56

57

58

19.8

14.1

9.4

7.5

7.7

Fish Oils.-- The fish oil samples are described in TABLE 3. Emission profiles generated

Using the spectrofluorometer are presented in Figure ll. These profiles look very much

like those obtained for the crude oils (see Figure 5) having peak emission wavelengths in

the 400 to 470 nm range and bandwidths (B_TM) from 120 to 150 nm, with the exception of
Flounder and Redfish, where multiple peaks were observed. The relative intensities were

also of the same order of magnitude as for crude oils.

TABLE 3.-FISH OIL SAMPLE DESCRIPTION

OIL TYPE

COD LIVER

FLOUNDER BODY

REDFISH BODY

}tERRING BODY

HERRING BODY

SOURCE

h_3CFOUNDLAND

NOVA SCOTIA

NOVA SCOTIA

NOVA SCOTIA

C_IFO3UCTO BAY

SUPPLIER C_VlTY
CAPI)

PEAK EMISSION

WAVELENGTH,'Am,
(rim) ,-

420 + 2
w

407
462

388
407

FRB

NSP

NSP

NSP

FRB

21.15

21.55

21.85

22.35

22.4

470

460

L I FET IME

ATIk a
(ns6c)

3.7 + .3

5.5
5.5

5.9

6.9

4.9

6.5

SUPPLIERS: FRB - Fisheries Research Board, llalifax,Nova Scotia
NSP - National Sea Products Limited, Halifax, Nova Scotia

EXCITATION WAVELENGql{: 337. inm
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Figure ii. Fluorescence spectra of fish oils

Lifetime profiles were generated for each sample using the short pulse laser fluorosensor.

From these results, s_rized in Figures 12a and 12b, we can see that although the life-

time values fall into the same range as for crude oils (from 2 to 7 nsec), the shapes of

the temporal profiles differ considerably. Where the crude oil temporal profiles increase

monotofiically (see Figure 7), the fish oil profiles display maxima, minima, and points of
inflect.ion.
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In the light of the above results, it is conceivable for an airborne fluorosensor, equipped

only with the emission profile scanning capability, to detect a fluorescent target on the
sea, and to identify it as a crude oil, although in reality, a fish oil slick may have been

responsible for the signal. Even a lifetime measurement at one emission wavelength may not
be sufficient to discount a false alarm. However, a complete lifetime against wavelength

profile would ensure positive identification. If a target is identified as a fish oil, the
range of variation in emission and temporal profiles studied seems to afford potential for

identification of the type of fish oil. However, the task is complicated by other factors,
since two similar fish oil types from two different locations may display different spec-
tral and temporal characteristics, as our results have shown for the two Herring oil sam-
ples studied.

An aging experiment for fish oil slicks was carried out simultaneously with the crude oil

aging experiment, following the same procedure as outlined in "Aging Effects". It was
found that the emission profiles, relative intensity, and temporal profiles did not change
significantly throughout the 96 hours of exposure to air, although the characteristic fish
odors did decrease in strength.

e. -- Four algae samples were supplied by the University of Toronto Department of Botany.
T_o green algae, Chlorella and Tribonema, and the blue-green algae, Phormidium, were

prepared in Bold's Basal Medium (BI_I)and the brown algae, Nitzchia sp., was prepared in a
modified Chu I0 medium. A s_ary of the analysis for these samples is presented in TABLE

4. The peak excitation and emission wavelengths were determined using the spectrofluorome-
ter, and the fluorescence lifetime for Chlorella was determined using the short pulse laser

fluorosensor. The measured lifetime of 1.5 + 0.2 nsec for Chlorella was in agreement with
values reported in the literature (Ref. 7). The lifetimes for the other algae were so short
that they could not be resolved with our instrumentation. Notice that the peak emission

wavelengths of three of the four samples are contained in a 5 nm interval, but that the
peak excitation wavelengths are sufficiently different to permit identification. Jarrett

et al (Ref. 8) have taken advmltage of this fact in designing an algae idemtification fluoro-
sensor incorporating a four wavelength dye laser as the excitation source.

A preliminary investigation was conducted to assess the potential of LIF for algae quanti-
fication. The relative fluorescence intensities of six different concentrations of each

algae sample were measured using the spectrofluorometer. This procedure could not be
applied to Tribonema since its filamentary gro_h could not be accurately diluted. The

sample pathlength was 1.001 cm in each case;since the attenuation length of the aqueous
medium at 337 nmwas of the order of 50 cm, as estimated by a transmission experiment, the
samples were considered to be optically thin. _bwever, intensity I and concentration C

were not found to follow a linear relationship, but rather, a power function of the form:

I =mC x

where m and x are constants. The value of x for each sample is given in TABLE 4. Strick-

land (Ref. 9) has attributed this power function behavior to the scattering properties of
the cellular algae structures.

In relating these results to the remote sensing regime, we must realize that in most cases,
the water depth will be much greater than one attenuation length; hence, optically thick

analysis must be used. Conse_lently, if attenuation is absorption dominated, quantification
is impossible (Ref. 3). l[owever, if attenuation is scattering dominated, quantification

may be possible if the extinction coefficient associated with the scattering process, s3,
is shown. The situation is further complicated by diurnal variations in the algae fluores-
cence characteristics (Ref. I0) caused by changes in cell chlorophyll content under dark
and light conditions.
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TABLE 4.-FLUORESCENCE CHARACTERISTICS OF ALGAE

ALGAE TYPE a

CHLORELLA

(Chlorophyceae)

TRIBONEM&

(Xanthophyceae)

PHORMI DIL_I

(Cyonophyceae)

NITZCHIA SP.

NOTES :

PEAK
EXCITATION
WAVELENGTH b

(nm)

436 _+ 2

PEAK
EMISSION
WAVELENGTH b ,c

(nm)

683 _+2

LIFETIME_

(nsec)

1.5 -+ .2
47O

428

376

46O

680

66O

685

d

d

EXPONENT e

x

.83 + .04

.77 _+ .03

.88 _+ .04

a Samples supplied by University of Toronto Dept. of Botany

b
Excitation and F_nission Bandwidths were 22 nm

c Excitation Wavelength was 337.1 nm

d
Lifetimes too short to be resolved

e Dilutions could not be performed on this sample.

CONCLUSIONS

If a laser induces fluorescence in a remote target of the marine environment, the process
of identification of the target must progress through two phases. The first phase is the

target family identification. In most cases we have studied, a measurement of the peak
emission wavelength and emission profile bandwidth is sufficient; however, the differentia-

tion of crude oils and fish oils may require knowledge of the complete temporal-wavelength
profile.

The second phase is species identification within the family. Crude oil types may be class-
ified by a matrix of fluorescence parameters including peak emission wavelength, relative
intensity, peak excitation wavelength and lifetime at the peak emission wavelength. The
ground truth parameter of API gravity may be added to the matrix.

The problem has been found to be complicated by aging effects; however, if crude oil species
identification is accomplished, then the aging effects may be used to determine spill

occurrence time. For the small number of refined petroleum products studied, species iden-
tification seemed most promising using fluorescence lifetime measurements at 400 nm. The

possibility of fish oil species identification using both the emission and temporal spectral

signatures, allows the application of fish school tracking to enter the realm of feasibility.

Finally, algae species may be identified by their characteristic peak excitation wavelengths.
Quantification of algae, although possible, is complicated first by the necessity for com-
plete knowledge of the water extinction coefficient and second, by diurnal variations in
cell chlorophyll content.
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A REMOTE SENSING LASER FLUOROMETER

R. A. O'Neill, Anthony R. Davis, Harry G. Gross, J. Kruus
Environment Canada

ABSTRACT

The Water Science Subdivision has built a sensor which is able to identify certain specific

substances in water by means of their fluorescence spectra. In particular, we have used

the sensor to detect oil, lignin suphonates and chlorophyll. A sample does not have to be

placed inside our sensor, making it different from a conventional laboratory instrument.

We have been able to measure the fluorescence spectra of water at ranges up to 75 m and to

detect oil spills on water at altitudes up to 300 m.

Blue light from a laser is used to excite the fluorescence of the target. Any light from

the ambient background illumination, from the reflected laser light or from the induced

fluorescence is gathered by a small telescope focused on the target. Optical filters are

used to block the reflected laser light and to select the wavelengths of interest in the

fluorescence spectrum of the target. The remaining light is detected with a photomultiplier

tube. The background illumination is suppressed by making the detection system sensitive

only to signals which are modulated with the same frequency and phase as the incident laser

beam. The amplitude of the laser induced fluorescence in the wavelength interval selected

by the optical filters is displayed on a meter or strip chart recorder.

The apparatus can be mounted in an aircraft and has been flown with the cooperation of the

Canada Centre for Remote Sensing. We have been able to detect fluorescence of the water's

surface in flights over a controlled oil spill, oil refineries, pulp plants and a controlled

dye spill. It has also been possible to make a tentative interpretation of a number of

features observed during these flights.

On the ground, the system has been used to examine river water, and experiments are being

planned to monitor the chlorophyll concentrations in Lake Erie from on board the M. S.

Martin Karlsen, a ship from the Canada Centre for Inland Waters.
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INTRODUCT ION

In today's context of environmental management, it is often desirable to have an instrument

capable of detecting certain specific substances at a distance. The utility of suchan
instrument is greatly increased if it is able to operate at night, to perform well under
adverse conditions, to monitor large areas from a variety of land, ship and airborne plat-
forms or to run unattended for long periods.

Fluorescence spectra of some interesting substances dissolved in water are unique. The

fluorescence spectrum of chlorophyll in water shows a strong peak in the red whereas oil in
water fluoresces with a blue-green light. In addition to this uniqueness, the integration

of the intensity of the fluorescence radiation in particular wavelength intervals can yield

quantitative information on the concentrations. The present work describes a remote sens-

ing laser fluorometer constructed to observe organic and biological materials in water.

FLUORESCENCE

Fluorescence occurs when a molecule absorbs a photon and subsequently emits another photon

of less energy. The longer wavelength light (lower energy photon) is known as the fluores-
cence radiation. The optimum wavelength for absorption of light by the molecule and the

wavelengths of subsequent emissions are determined by the molecular structure.

The spectra obtained by observing the fluorescence of different solutions are quite differ-
ent. Figure 1 shows the fluorescence spectrum of chlorophyll in natural river water. (The

spectrum was taken using a filter and a red sensitive photomultiplier tube. This spectrum
is not corrected for photomultiplier or filter response functions. The chlorophyll peak at

680 nm is quite prominent as is the very broad peak near 520 nm. The latter spectral fea-

ture is probably due to the fluorescence of organic material carried by the river water. A
blocking filter, made of 2 layers of Wratten #8 gelatin material and used to attenuate the
laser line, tends to cut out all the light below about 510 nm altering shape of the peaks
in the vicinity of 520 nm.) This may be compared to Figure 2 which shows a spectrum obtained

from an oil-water system. (This spectrum was taken with the land-based fluorosensor using
a variable filter and blue-green sensitive photomultiplier. Laboratory experiments on this
oil showed the fluorescence spectrum to peak near 480 nm; however, the blocking filter used
to attenuate the reflected laser light also attenuates the peak of the oil fluorescence.

Thus, this spectrum and the one shown in Figure 1 do not appear to differ significantly in
the region from 520-600 rffn.) Both spectra were obtained by exciting the target with a beam

of blue light having a wavelength of 442 nm. The spectrum of chlorophyll in water has a
peak in the deep red at 680 nmwhereas the oil dispersed in water shows a peak in the blue-

green at 520 nm. These spectra were taken with the remote sensing laser fluorometer which
contains filters (see The Laser Fluorosensor) to render the instrument insensitive to

wavelengths less than 510 nm. Thus, the maximum of the oil fluorescence (below 500 nm) is
not observed. Pure water does not fluoresce.

A general feature of fluorescence spectra of solutions is the presence of very broad peaks.
The width of these peaks is a handicap in the identification of specific types of mineral
oils. It has been shown (Fantasia et al. 1971) that the fluorescence peaks in the spec-

trum often shift to the larger wave_s the greater the API density. Even over wide

variations of the API gravity (5o-40 °) the peak emission wavelength does not varymore than
SO nm. In laboratory measurements, the fluorescence spectrum has some importance as a

method of distinguishing oil types. With the device described in present work, however,

only gross features in the fluorescence spectrum are used to distinguish oil or chlorophyll
from the background of other fluorescing organic materials in the water.
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Another property o_fluorescence radiation is a detectable time delay between the excitation

of the molecule and the fluorescence emission. Many substances have different character-

istic decay times; for mineral oils, however, they are all virtually the same. Fantasia

(1971) found the lifetime to lie between 9 and 21 ns with most at I0 ± 1 ns. The sprea(

fluorescence lifetimes is insufficient to make use of this property for identifying

different types of oils. The system de,scribed in this work is unable to take advantage of

any information about the nature of the target molecules which could be derived from the
fluorescence lifetimes.
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Figure 1.
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Fluorescence spectrum of chloroPhyll in natural _,T_r water.
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REMOTE SENSING

There are numerous reasons for choosing a remote sensing instrument over a conventional
laboratory instrument when monitoring the general state of the environment. Perhaps the

most obvious is that larger areas may be observed than by point sampling techniques. This

gross overview sometimes enables one to see the forest in spite of the trees. Another
advantage is that by using non-contacting techniques there are fewer problems in the con-
struction of instruments and data acquisition systems to operate in severe environments

or to operate unattended for long periods of time. No sample cells are used so that no

special techniques are needed to keep them clean. Difficulties associated with operating
sensors underwater do not exist with this device.

In the experimental stages of a project there is a great need to make careful laboratory
measurements of selected targets using the remote sensing instrument. This yields valuable
information which can be used later in the interpretation of field measurements. In the

initial stages of development, too, samples must be taken at the same time as field measure-

ments are made to establish the "ground truth".

There are two philosophies which may be followed in the interpretation of remote sensing

data. The first (and the ideal) is to expect the sensor to establish unambiguously the
nature of the targets. This involves very sophisticated equipment, a great deal of work
and a vast amount of data. The device described in the present work has not progressed to

this stage but is, in some respects, more specific than the approach frequently used by
exploration geophysicists, by whom the sensor is used to detect anomalies which merit further

investigations.

The Department of the Environment decided to develop an airborne fluorosensor. Initially
it was to be used as a detector of oil spills. Now, however, there are other potential uses

for which the instrument is as well suited as for its original policing role. The present

system is the result of the part time activities of two men over a period of two years.

THE LASER FLUOROSENSOR

The present fluorosensor uses a Helium-Cadmium laser. This is a CW* laser with two lines

which are useful for exciting fluorescence. A blue line at 442 nm has provided the excita-

tion for all the field trials of the fluorosensor. The laser can produce about 25 mw of
light in the blue line whereas an ultraviolet line at 325 nm is about five times less

intense. The ultraviolet line could be useful for exciting the fluorescence of light oils
which do not fluoresce when excited with the blue line. The laser may be converted to
ultraviolet operation by changing the laser cavity reflectors and beam director which steers
the beam onto the target.

As an aid in the detection of the fluorescent signal, the beam is modulated using a tuning
fork chopper. This operates a frequency of 550 Hz.

The receiver consists of aneight-inch Schmitt Cassegrain telescope which is focused onto

the laser spot on the surface of the water. This gathers the ambient background light, the

reflected laser light and the fluorescent light. The light is then focused onto a series
of filters. The divergence of the telescope is approximately the same as the 1 mr diver-
gence of the laser beam.

*CW stands for Continuous Wave. The laser itself is producing light continuously. This is

to be contrasted with a pulsed laser which emits light in short bursts. The laser light in
our system is modulated externally to the laser using a tuning fork chopper.
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Twosets of filters are used. Thefirst is a high pass filter usedto prevent reflected
laser light from reachingthe detector. Thesecondis a narrowbandfilter whichoperates
in the passbandof the blocking filter. By changingthe narrowbandfilters, a spectrumof
the fluorescenceradiation maybe taken. In the aircraft, a single fil_er is chosenwhich
admitsonly light whichcould comefrom the fluorescenceof the target of interest. In the
groundbasedsystem,a variable thicknessdielectric interference filter is usedwhich
enablesspectra to be takenwithout the bulk, weight or resolution of a dispersion type
component.

Thefiltered beammaybe expandedwith an eyepieceso that it fills the photocathodeof a
photomnltiplier tube. In somecases, the beamis merelypassedthrougha field stop to limit
the field of view of the photomultiplier. Theparticular photomultiplier selecteddepends
on the expectedfluorescenceof the target. For examiningoil spills, a blue-greensensi-
tive one is chosenwhereasa red sensitive photocathodeis necessaryfor chlorophyll work.

Thesignal from the photomultiplier tube is fed into a lock-in amplifier whichalso hasa
reference input from the laser chopper. Providedthe photomultiplier is not saturated,
the lock-in amplifier detects the portion of the returning signal which is in phasewith
the chopper. In so doing, the signal due to the constantambientbackgroundillumination
is rejected. Theoutput of the lock-in amplifier, then, is a measureof the fluorescence
signal whichhasbeenexcited by the modulatedlaser beam.

Theoverall systemsweigh I00 kg including all powersupplies and electronics. About600
watts of 60Hz120VACare required. Thelock-in amplifier anddisplays require approxi-
mately 0.8 mof rack space. Floor spacerequired in the present aircraft configuration is
a rectangle 1.3 by 0.3 mwith at least 0.6 mvertical clearance. Thelaser canbe oriented
differently to provide a differently shapedpackageif necessary. Finally, andperhapsthe
most important, the completepackagecosts less than $i0,000.

Figure 3 showsa schematicdiagramof the airborne laser fluorosensor. (In this systemthe
fluorescenceis excited by using a choppedlaser beam. A small mirror is usedto direct
the beamdownwardonto the ground. Thereflex sight consists of a 45° mirror whichmaybe
swunginto the light path so that visual observationsmaybemade. Aneyepieceexpandsthe
beamof light collected by the telescopeonto the interference filter andphotocathodeof
the photomultiplier tube. Thewavelengthinterval detectedby the photomultiplier is deter-
minedby the particular interference filter selected on the filter wheel. A lock-in ampli-
fier detects only the signals fromthe photomultiplier.) Lasershaveseveral distinct
advantagesover conventionallight sources. Thebeamhasa very high intensity anda diver-
genceof 1 mr in the present instrument. Suchfine collimation aids in steering the beam
andobtaining a small bright spot on th_ target. Thefluorescent efficiency of mostsub-
stancesis quite low, beingbetweenI0"_ and10-6 fluorescent photonsper incident photon;
hencea high incident flux is neededat the target. To keepintegration times in the
receiver short enoughthat fairly small fluorescent features canbedetected from the air-
craft, a large returning signal is necessary.

A land basedversion hasalso beenbuilt. Figure 4 is a schematicdiagramof the system,
(Onlysmall changeshavebeenmadefrom the airborne system. Thereis nobeamdirecting
mirror. A variable thickness dielectric interference filter is usedto select the wave-
length interval so that a spectrummaybe taken. Only the light arriving from the target
and its immediatesurroundingsis seenby the photomultiplier dueto a field stop.)
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Figure 3. A schematic diagram of the laser fluorosensor
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FIELD TRIALS

The airborne system has undergone a series of field trials using a DC-3 as a platform.

The first successful airborne test was over a controlled oil spill in the Bahamas. Figures
5a, b, and c show a portion of a record obtained while flying over the land, the water and

the oil spill itself. The wave action tended to pile the oil up into long thick strips or

"ropes". What may be seen in this diagram is a series of sharp spikes as the laser spot
passes over these thicker sections of the spill. A degree of background fluorescence from
the thinner portions of the oil may be seen between the spikes. The passage of the laser

spot over the oil patches was confirmed by observation of reflected laser light with a low
light level television system on board the aircraft. Bright flashes were seen to arise from

the thick ropes of the slick and these may have been correlated with spikes on the record.

The interpretation of the remainder of the record is highly speculative. It is worth noting
the st_p in intensity observed in the fluorescence as the exciting laser spot moved from

the land to the ocean. The high background fluorescence in the water is probably caused by
chlorophyll and other dissolved organic materials. The sharp spike dividing the land record
from the ocean record could be due to oil on the beach, but it might result from reflection
of the beam by the wet sand on the foreshore. The intensity of such a reflection could be

so high as to be seen by the photomultiplier tube even through the blocking filters. One

other possible explanation might be fluorescence due to the small organisms l_ving on the
wet beach.

iA OIL SPILL

BACKGROUND

BOA_ WAKE

LASER FLUOR0&ETER

GRAND BAHAMA ISLAND

FEBRUARY 1973

ALTITUDE 152 m

FILTER: WRATrEN No.8

SHORE

FLIGHT

VERY THIN OIL LAYER

-__

Figure 5a. Data and interpretation from flight of laser
fluorosensor over controlled oil spill.
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Figure 5b. Continuation of 5a.
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LASER FLUOROMETER

GRAND BAHAMA ISLAND

FEBRUARY 1973
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15-7

FLIGHT

OIL SHORE

Figure Sc. Another pass over same oil spill shown in Figures Sa & Sb
using a filter with a I0 nm band pass centered at S00 r_a.
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Figure 6 shows the record obtained in a flight over the St. Lawrence River at Montreal near
some oil refineries. It was known that oil spills were often seen on the river in this area
and that the oil seemed to gather near the shore, the actual shipping channel being swept

clean by boats moving in the river. The record shows less fluorescence in the centre of the
river than near the edges. The fluorosensor, during these flights, was flown with only the

blocking filter and a blue-green sensitive photomultiplier thus the record shows the sum of
all the fluorescence. Again there is an increase in the fluorescence signal as the aircraft

passes from land to water.

The system has also been flown over rhodamine dye spills in Lake Ontario. In this case the

spill was so small that the spot was only over the spill for a second time. This caused a

single sharp spike on the record.

; ! i

o

V',J

a

d
Figure 6.

1_ LASER FLUOROI_KVFER
I_NTREZ_L IIARBOIJR
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iw r, | I

!

./ ,://lJ

Record of a flight over the St. Lawrence River

in the Montreal oil refinery area.
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Pulp plant effluents havealso beenoverflown. Figure 7 showsthe record of a recent flight
over the holding ponds"Of a sulphite processpapermill. Thewater in the pondis a deep
tea colour andhasquite high concentrationsof lignin .sulphonates. The lignin sulphonates

result from the breaking down of the woody cells in th_ tree. In addition to this, the pond
contains a number of wetting agents. In the laboratory, these substances do not cause the

water from the ponds to fluoresce much differently from samples of ordinary river water. In
pulp plant effluents, the peak at 520 nm in Figure 1 is much more intense than in river water.

Also, the chlorophyll peak was not observed in the spectrum of the pulp plant effluent.

LASERFL_

_BURY MILL

DIS(_[ARGEPOOLS

ALT - 305 m ABT JULY 16.73

0
! i

STATUTEMILES

N Q

Figure 7. Fluorescence record from a flight over a
sulphite process paper mill.
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Pilots find it very difficult to fly precisely over small areasor in particular directions.
Thefluorosensoryields superior results if flown at low altitudes, slowly, andat night--
all of whichmakeit difficult for the pilot. In the airborne tests, the fluorosensorhas
beenoperatedsuccessfully at altitudes between150and300mandat speedsof up to 53m/s
(120 mph).

Figure 1 shows a spectrum obtained by the land based fluorosensor. Even though a blocking
filter is in the optical train, some of the laser light still appears in the spectrum. In
our limited sampling to date, the broad peak at 520 nm is a common feature in naturally
occurring waters of the Ottawa area. Tt is probably due to suspended and dissolved organic
material which is carried by the river. The fluorescence peak of lignin sulphonate' appears
at 520 nm. A water Raman line occurs at 520 nm but is extremely weak and makes no effective
contribution to the size of the peak. The chlorophyll peak at 680 nm in the deep red is
quite important. Chlorophyll is the most con_aon substance in water to fluoresce in the red
portion of the spectrum when excited with blue light.

At one time, chlorophyll fluorescence was used as a measure of the biological activity in the
water. Such data were acquired with very simple laboratory fluorometers. This technique
is now rarely used, though it is able to give the concentration of chlorophyll in the sam-
pled volume. Chlorophyll is incorporated into plant cells in many ways. Some forms are
active biologically whereas others merely store the chlorophyll. It is the way in which
the chlorophyll is being used, as well as the amount, which determines the biological activi-
ty of water. Thus, the only knowledge that chlorophyll exists in a water sample is insuf-
ficient to draw conclusions concerning the condition of the water.

Plans have been made to mount the fluorosensor on a ship from Canada Centre for Inland Waters
in order to monitor the chlorophyll levels in the waters of Lake Erie. Canadian waters are

murky enough that the laser fluorosensor is only able to analyze the fluorescence in the top
few centimeters of the lake. 2_is is due to both the high extinction coefficient of the

water which varies from 0.3 to 2.0 m-1 (Jerome 1973) and to the veryS1ow fluorescent, con-
version efficiencies. The latter are of the order, typically of 10- fluorescence photons

per incident photon striking the molecule (Fantasia et al, 1971).

Another possible use, which has yet to be tested, is the detection of phenolic residues

from petrochemical plants.

Though the present progran_e has emphasized measurements relating to water quality, the same
systems could be used on land. Some suggested uses have been: looking for oil pipeline
leaks and performing airborne forest health surveys. In such measurements it would be cru-
cial and quite difficult to develop a reliable method of interpretation. Were the system to
have an automatic scanning capability so that the fluorosensor could display a scene, both

interpretation and the navigation would be simplified.

OTHER LASER FLUOROSENSORS

Other groups have been working on airborne laser fluorosensors. The Water Science device
differs markedly from the other systems because it uses a CW laser. This particular approach

may not be as versatile as a system using a pulsed laser system. The main advantage of using
a CW laser may be found in the simplicity of the signal handling electronics. The compact-
ness of the fluorosensor package and the low power consumption of the system have enabled

the Water Science device to be flown before some of the larger pulsed laser fluorosensors.
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Measures and Briste_ (1971) have built quite a successful system at the University of

Toronto. Their device is now continuing development at the Canada Centre for Remote Sensing
under the direction of Dr. Bristow. It has undergone extensive land based field trials but
has yet to be mounted in an aircraft. This instruuent uses a pulsed ultraviolet laser and

uses pulse detecti6n techniques to observe the fluorescence signal in the light gathered by
a telescope. This approach has several advantages. The first is that almost all organic
materials fluoresce when excited by ultraviolet radiation; thus, many potential targets are
available. The second advantage is that a pulsed system enables one to select the range at
which it is desired to measure the fluorescence. This would be useful in clear water where
the fluorescence could be measured remotely as a function o£ depth. Range gating could make
this device potentially useful for observing fluorescence and Raman effects in the atmosphere
as well. The laser is powerful enough that daylight operation is possible. The system is
handicapped by its large physical dimensions and power requirements.

Fantasia et al (1971) working under contract to the U.S. Coast Guard have constructed a simi-

lar system to the Measures and Bristow device. Fantasia has done a very careful analysis
of the optical parameters of the system and had a great deal of the optics custom built.

This approach has led to a very exotic system capable of measuring fluorescence spectra;
however, the cost is of the order of one hundred thousand dollars. The weight, physical
dimensions and power requirements have prevented the device from flying yet.

Gross and Hyatt (1971) of MacDonnell Douglas have made a study of many fluorescent materials
in order to find possible targets for a remote sensing laser fluorometer. A sensor has not
actually been built.

Kim (1973) and Jarrett et al_ (1973) of NASA have constructed a four colour laser which has

been used to excite the luiq_6_escence of algae. It has been observed that different types
of algae fluoresce with different intensities when exposed to light. The fluorescent inten-

sity as a function of the exciting wavelength is a characteristic of the target algae. By
measuring the intensity of the fluorescence spectrum at four wavelengths when excited by
four other wavelengths, one should be able to determine the concentration of up to four

species of algae in the water. Kim (1975) has been able to fly a system operating on this
principle over Lake Ontario to obtain surface algae concentrations. The algae were found
to be more prevalent on the Rochester, N.Y. side of the lake than on the Toronto shore or
in the middle.

Carswell et al. (1971) at York University in Toronto have built a LIDAR system. In this
particula_ce, the back scattered light rather than the fluorescence radiation is

observed. By measurements of the back scattered intensity and depolarization as a function

of distance, certain atmospheric effects can be detected. A marine system will enable the
depth of the thermocline and the turbidity of the water to be measured.

CONCLUSION

The present system using a C_ laser may be used in applications where fluorescence is already
an established analytical tool but where remote sensing of the target is desirable.

The remote sensing laser fluoremeter is able to detect chlorophyll and oil. It seems unlike-

ly that a fluorometric device will be able to make unambiguous identifications of oil types.
The chlorophyll concentration may be related to the chemical oxygen demand or some other
gross indication of water quality. Lignin sulphonates have been shown to fluoresce in much

the same way as naturally occurring waters in the Ottawa area. This could be used by pulp
plants to monitor the contents of holding ponds before their contents are discharged into

the rivers. Investigations employing the fluorescence of naturally occurring water are
likely to make great use of a remote sensing instrt_nent of the type described in the present

work. If used in conjunction with stream gauging stations, or controlling automatic sampling
units, a remote sensing laser fluorometer would provide useful information on the temporal
rather than the spacial characteristics of the water flowing past the sensor.
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The fluorosensor may also be employed to make remote reflectance measurements. In this

mode though, it is limited to a single wavelength. Such measurements would be more useful
if additional exciting wavelengths were available.

POSSIBLE FUTURE DEVELOPMENT

1_e laser fluorosensor was designed to determine whether it was possible to make fluoro-
metric measurements remotely. Hence, the instr_nent has only the basic components necessary
to test the idea. For detailed or comprehensive surveys, the system may need many additions.

The more obvious improvements, such as increasing the laser power or the diameter of the

telescope to improve the sensitivity of the instrument, are quite straightforward. The pre-
sent system is only able to operate in twilight or darkness because the photomtiltiplier
tends to saturate before the fluorescence signal is detected. Further study is warranted

in this area so that the fluorosensor's operation may be extended into bright daylight*.

Most of the other improvements are concerned with methods of acquiring the data 6und the

enhancement of its display to facilitate more certain interpretation.

A low light level television system has been found to be extremely useful during airborne

operations. Primarily, it has shown where the laser spot is striking the ground. At pre-
sent, the system has no automatic way of recording both the fluorescence signal Knd a view

of the target. This recording may be done by superposing a measure of the fluorescence

signal on a television display of the laser spot as it moves over the water's surface. The
entire display then could be recorded on videotape. While interpretative techniques are

being developed with a simple fluorosensor, such a videotape recording would be most useful.

A significant step in the fluorosensor's development would be to incorporate a beam scan-
ning system so that a scene could be swept out. This would yield a map of the fluorescence
similar to a false colour photograph or to a television display of the target with which it

could be compared directly. The scanning display could be checked for fluorescent anoma-
lies. Inan aircraft, a one dimensional scanning system could be used so that a swath was

swept out as the laser passed over the targets. An image could be formed of the fluorescent
target features as well as making the navigation easier. The development of a scanning

system could be quite expensive.

A third improvement could be made by exciting the targets simultaneously with more than one
colour of light. The fluorosensor than could be quite useful for making measurements of

reflected light at several different wavelengths. The additional exciting wavelengths would

yield additional data on the fluorescence which would aid in the interpretation of return-

ing signals.

The addition of more excitation wavelengths could be usefully combinedwith a fourth improve-

ment: a rapid scanning spectrometer. This would enable the fluorescence spectrum to be
taken very rapidly. The process now is quite time consuming with the circular variable
filter and is too slow to be used in the airborne configuration. Details such as relative

peak heights and peak shapes in the fluorescence spectrum could be quite important in the
identification of returning fluorescence signals from some targets. Many rapid scanning

spectrometers have been developed, some of which could be used almost without modification

on the present laser fluorOsensor.

_-_ig_ope__ossible with pulsed lasers with high peak pulse powers.
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SUPPLD_NT

A set of diagrams (Figures A-1 through A-7) relating to the remote sensing laser £1uorometer.
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Figure A-I. Excitation spectra.

(A plot o£ the intensity of fluorescence at 500 rm as

a function of the exciting wavelength for two fish oils

and one mineral oil. It may be seen that the optimLm

excitation wavelengths for fish oils lie in the ultra-

violet whereas opti_n excitation wavelength for Bunker

C oil occurs at 467 run. The remote sensing laser

fluorometer has an exciting line at 442 rrawhich causes

very little fluorescence in fish oil. The fluorosensor

can be expected to excite the fluorescence of Bunker C

oil quite well• The He-Cd laser also has a line at 325

m. in the ultraviolet which could be used to detect

fish oils.)
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NORTH SLOPE CRUDE
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Figure A-2. Fluorescence spectra of north slope crude oil for
several different exciting wavelengths.

(The laser fluorosensor uses an excitation line at
442 nm for which the fluorescence is about 80% of

what could be obtained if the oil were excited by
radiation with a wavelength of 400 nm. The fluoro-

sensor may also use an ultraviolet excitation line
at 325 nm which would not induce strong fluores-

cence in North Slope crime oil.

190



!

t..a

0
I_ •

,Ib

g.

O"
0

8"

C
3[

m



LUBRICATION OIL

/
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380
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Figure A-4. Fluorescence spectra from lubricating oil at two
excitation wavelengths.

(Detection of lubricating oil would be £mproved
if the remote sensing laser fluorosensor were to
use ultraviolet excitation.)
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RHODAMINE 6G
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Figure A-5. Fluorescence spectra of Rhod_ine 6fi dye for two wavelengths.

CThe fluorosensor is able to excite fluorescence using a wave-
length of 442 nm. This spectrum was taken with a conventional
laboratory instrument and may be compared to Figure A-6.)
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Figure A-6. Spectrum of Rhodamine 6G dye obtained with the land based version
of the remote sensing laser fluorosensor at a range of 27 m.

(A variable thickness dielectric interference filter was used to
select the wavelengths for the spectrum. This spectrum should be
compared to Figure A-S which is a fluorescence spectrum taken of
the same material on a conventional grating type laboratory
instrument. )
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LOW LIGHT
LEVEL TV
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FLUOROMETER

RECORD

s

THERMAL RECORD

LASER IFLUOROMETER
I.R. SCANNER

Figure A-7. A diagram emphasizing that the laser fluorosensor
should be operated at the same time as other sensors

(One sensor alone is seldom able to provide complete
identification of an anomaly; hence, information

from other sensors working in different portions of
the electromagnetic spectrum must also be used.
Though, in this diagram, only passive sensors are

shown operating with the laser fluorometer, other
active sensors could also be used.)
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AN AIRBORNE LASER FLUOROSENSOR FOR THE
DETECTION OF OIL ON WATER

Hongsuk H. Kim
NASA-Wallops Station

and

George D. Hicl_an
Sparcom, Inc.

ABSTRACT

_t airborne laser £1uorosensor for the detection of oil derivatives on water has been tested.

The system transmits 337 rm u.v. radiation at the rate of 100 pulses per second and monitors

fluorescent emission at $40 nm. Daylight flight tests were made over the areas of controlled

oil spills and additional reconnaissance flights were made over a SO km stretch of the Dela-

ware River to establish ambient oil baseline in the river. The results show that the device

is capable_:0fmonitoring and mapping out extremely low level oil on water which cannot be

identified by ordinary photographic method.

I
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A remote active sensor system designed to detect laser induced fluorescence from organic
and biological materials in water has been suggested by a number of investigators (Refs. 1,
2). Several different laser airborne systems are in the process of being developed in both
the U.S. and Canada (Refs. 3, 4).

In this presentation, we would like to report our successful operation of an airborne laser

fluorosensor system which is designed to detect and map surface oil, either natural seepage
or spills, in large bodies of water. The test flights were conducted in daylight; prelim-
inary results indicate that the sensitivity of the instrument exceeds that of conventional
passive remote sensors which are available for the detection of an oil spill today.

The package was jointly developed by NASA Wallops Station and Sparcom, Inc. of Alexandria,
Va. The salient features of the system consist of a pulsed nitrogen laser, a f/1 28 cm
diameter Cassegranian telescope and a high gain photomultiplier tube (RCA 8575) filtered by
a U.V. blocking filter (0.01% and 0.3% transmission at 337 nm and 390 run, respectively).
The laser produces a nominal 1 m joule pulse of 10 nsec duration at 337 r_n contained in a

rectangular beam having a half angle divergence of approximately 30 by 2 mradians. The
repetition rate 100 pulses per second affords one good spatial resolution when operated
from an aircraft flying at 300 km/hr. Figure la is a photograph showing the laser equip-
ment installed in NASA DC-4 aircraft. Figure lb is an illustration of Figure la.

Figure la. Laser fluorosensor installed in NASA's DC-4 aircraft
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NASA d OA ST - WAL LOPs

Figure lb. An illustration of Figure la

The laser induced fluorescence of the oil in the 450 - 500 nm spectral region was monitored.

Each return pulse (Figure 2) was fed into a range gated multimode analog-to-digital (A/D)

conversion unit which recorded the peak amplitude of fluorescence. Even though the pulse

width of the return fluorescence did not exceed i0 nsec, the width of the input gate to the

ADC was considerably wider. This was to insure signal detection as fluctuations occurred

in the laser/oil distance which were produced by aircraft motion: roll, pitch and changes
in altitude.

UPPER TRACE: FLUORESCENCE SIGNAL DETECTED

•LOWER TRACE: SOnsWIDE RANGE GATING

TARGET : AMBIENT OIL AND RIVER-WATER BACK-

GROUND, CLEAR SKY, ]0:30a.m.

Figure 2. Delaware River overflight. 24 Aug. 73
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A 35 mm frame aerial camera equipped with a wide angle lens viewed the same area on the
water surface as seen by the fluorosensor. Our experiences gained through previous NASA

aircraft photo surveillance missions have shown us that the color photographic image tech-
nique is still one of consistently reliable positive indicators of the presence, position,
and extent of the oil slicks (Ref. 5).

_le first series of flight tests were conducted in conjunction with a controlled oil spill
off Norfolk, Virginia in May 1973. This spill consisted of 1514 liters (400 gallons) of

No. 4 grade heating oil. The field experiments were managed by the U.S. Coast Guard. The
NASA aircraft, containing_both the oil fluorosensor and a dual channel microwave radiometer
(Ref. 6), flew over the spill site at altitudes ranging from 30.48 - 304.8 meters (100 -

1000 ft). Figure 3 illustrates typical return signals which were obtained at the airborne
receiver from the surface oil as the plane passed over the slick. The data shown in this

figure was obtained from an aircraft altitude of 121.9 meters (400 ft.). This figure shows

a large but fairly constant background previous to _ .41 seconds) and after _ .48 seconds)
the plane's passage over the spill. There is a marked increase in the amplitude of the
detected signal during the period of time that the aircraft was over the oil slick. Detec-

tion of the oil was recorded by the dual channel microwave radiometer during the time period
of .43-.45 seconds, which is close to the center of the spill. In all probability this

represented the thickest layer of oil. This single qualitative experiment dramatically

showed that while the microwave radiometer was able to detect the central portion of the
spill, the increased sensitivity of the laser fluorosensor permitted detection of approxi-
mately the entire visual extent of the slick. Although thickness of the oil changes as the

oil spreads on the surface of the water, the amplitude of the fluorescent signal remained
essentially constant (Figure 3). Since oil exhibits extreme absorption in the UV region of

the spectrum, one would expect the amplitude of the fluorescence to be relatively independ-
ent of thickness. This is in agreement with the flight test results. Confirmation of the
dependence of oil thickness on fluorescence has been made in the laboratory.
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A secondset of flight tests consisting of six separateflights wasmadein August1973to
detect ambientoil on the DelawareRiver. Figure 4 showsthe results of oneof these flights
from a 48kmsection of the river betweenthe ChesapeakeandDelawareBayCanalto the Dela-
ware- Pennsylva_,iastate line. Theobservedfluorescent intensity wasapproximatelyfive
times higher in the uppersection of the DelawareRiver as in the lower section of the
river. Thebackgroundnoise wassubstantially reducedover that recordedin the initial
flight test. This wasaccomplishedby narrowingthe gatewidth of the digitizer input from
250to 50nsecs. Thesystemwascalibrated to register a yalue of. 50on the ADCunit against
a thin oil film target in full view of the receiver at an a_t_t_deof 152.4meters (500ft.)
anda value of zero against ambientnoise in the opensea. T_S wa_accomplishedby adjust-
ing the gainsof the phototubeandthe threshold levels of the input discriminator to the
digitizer. Therefore, our calibration procedureassuredus that the signal observedin the
lower section of the river wasa real fluorescenceandnot backgroundnoise.

OIL SPREADING

10:40am

5O

0

CANAL BRIDGE

3 : 40 pm

0 ...... _-

........................ rk Ft.. _ .....

48 km

Figure 4. Oil spreading in Delaware River observed with
an airborne laser fluorosensor

Figure S shows a bar chart of the morning flight results, previously shown in Figure 4, along
with the return afternoon flight made the same day. Each block in the figure represents an

average value of 3000 return pulses. This figure shows dramatically the change in the inten-
sity of the oil in the lower section of the river in a fairly short time.
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Figure 5. Ambient oil levels in the Delaware River measured

with the airborne laser fluorosensor (Aug. 24, 1975 10:40 a.m.)

Images from the aerial photography showed the presence of oil when a scale reading of 50 or
greater was reached on the ADC output. Therefore, photography did not show the presence of
oil in the lower section of the river during the morning flight, although detection of the
oil was made with the laser fluorosensor. This is significant, in that it shows the tre-
mendous sensitivity of the laser fluorosensor in detecting traces of oil that can not be
detected by other remote sensors.
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