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[Abstract] Spectroscopic Rayleigh scattering is an established flow diagnostic that has the 
ability to provide simultaneous density, velocity, and temperature measurements. The 
Fabry-Perot interferometer or etalon is a commonly employed instrument for resolving the 
spectrum of molecular Rayleigh scattered light for the purpose of evaluating these flow 
properties. This paper investigates the use of a tunable liquid crystal (LC) Fabry-Perot 
etalon in Rayleigh scattering experiments at NASA Glenn Research Center. The LC etalon 
provides a robust interferometry system that can be tuned rapidly by adjusting the voltage 
applied to the liquid crystal interface. Tuning the interferometer is often necessary to control 
the physical locations of the concentric interference fringes when Rayleigh light is imaged 
through the LC etalon. The LC etalon diagnostic system was tested in a 1-cm diameter 
nozzle flow in two different scattering configurations to evaluate its usefulness for Rayleigh 
measurements compared to a traditional non-tunable fused silica Fabry-Perot etalon. 

Nomenclature 
a = most probable molecular speed (m s-1) 
c = speed of light (= 2.998 x 108 m s-1) 
d = Fabry-Perot etalon thickness or plate spacing (m) 
E = incident electric field vector (V m-1) 
F = Fabry-Perot finesse 
f = focal length of a lens (m) 
fC = collimating lens focal length (m) 
fL = fringe forming lens focal length (m) 
h = Planck’s constant (= 6.626 x 10-34 N m s) 
IFP = Fabry-Perot instrument function 
K = interaction wave vector (m-1) 
K = magnitude of K (m-1) 
k0 = incident light wave vector (m-1) 
ks = scattered light wave vector (m-1) 
L = probe volume length (m) 
m = molecular mass (kg) 
Nq = photoelectron counts in qth annular region 
NR = Rayleigh scattering signal collected into solid angle Ω 
n = molecular number density (m-3) 
P0 = power of incident laser beam (J s-1) 
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p = gas static pressure (N m-2) 
R = reflectivity of Fabry-Perot surfaces 
r = radial position in image plane (m) 
rmax = fiber face image radius (m) 
SR = Rayleigh scattering spectrum 
T = gas static temperature (K) 
vk = measured velocity component along K direction (m s-1) 
v = velocity vector (m s-1) 
y = non-dimensional y-parameter 
β = angle between E and scattering plane (rad) 
∆t = integration time (s) 
∆νFP = frequency resolution of Fabry-Perot interferometer (s-1) 
ε = optical system efficiency 
η = dynamic viscosity (N s m-2) 
θ = angle of the light ray passing through etalon (rad) 
κ = Boltzmann’s constant (= 1.381 x 10-23 J K-1) 
λ = illumination wavelength (m) 
µ = etalon cavity refractive index 
ν = frequency of scattered light (s-1) 
ν0 = frequency of incident laser light (s-1) 
ρ = gas density (kg m-3) 

Ωd
dσ  = differential scattering cross-section (m2 sr-1) 

χs = scattering angle (rad) 
Ω = solid angle (sr) 

I. Introduction 
AYLEIGH scattering is the elastic scattering of light from molecules where the signal strength, Doppler 
frequency shift, and spectral linewidth of the scattered light provide measurements of density, velocity, and 

temperature, respectively1. Typical Rayleigh linewidths are on the order of 1-2 GHz; hence a very narrow linewidth 
laser (~5 MHz) and an extremely high resolution filter are required to resolve the spectrum. These high resolution 
filters can be atomic or molecular absorption filters (filtered Rayleigh scattering2,3) or filters based on interference 
phenomena, such as the Fabry-Perot (FP) interferometer (interferometric Rayleigh scattering (IRS)). A FP 
interferometer4 consists of two parallel planar reflective plates or surfaces and is typically used in the imaging mode 
(constant spacing between reflective surfaces) for IRS, which is the approach taken in this work. When the FP 
interferometer has fixed plate spacing, it is often called an etalon. An etalon may be air-spaced or consist of a solid 
transparent optical material. When light is imaged through the etalon an interference pattern results which is a 
function of the spectrum of the light convolved with the instrument function of the FP. The FP instrument function 
is the well-known Airy function4.  
 

In previous work where time-averaged measurements were acquired using a CCD detector to record the 
interference pattern5, the Rayleigh signal was transmitted to an air-spaced FP interferometer and detection 
equipment by an optical fiber. This allowed the FP interferometer to be remotely located from the harsh 
environments commonly encountered in test facilities. This is critical when using an air-spaced etalon that does not 
have a rigid fixed spacing since vibrations can change the plate spacing and corrupt the spectral measurements. 
Using an optical fiber to collect the Rayleigh scattered light provides point-wise or spatially-averaged measurements 
over a finite distance (on the order of 0.5 mm) along a focused laser beam. Our research group at NASA Glenn 
Research Center has developed several fiber-coupled point-wise Rayleigh scattering measurement systems that are 
capable of acquiring data at high sampling rates using high quantum efficiency detectors6-8. There are many 
situations that would benefit from multiple-point measurements as well. Spatially-resolved measurements have been 
obtained by imaging scattered light from a laser line or sheet directly through a FP interferometer9-11. A direct 
imaging type of system requires that the interferometry equipment be located in or near the facility. An air-spaced 
Fabry-Perot is usually too delicate to operate in locations with high vibrations such as experienced in most NASA 
test facilities; therefore a solid etalon is typically used. A liquid crystal (LC) Fabry-Perot provides a robust 
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interferometry system that is also tunable. Unlike temperature-tuned solid glass Fabry-Perot interferometers, the LC 
etalon can be tuned rapidly by adjusting the voltage applied to the liquid crystal interface.  
 

Tuning the interferometer is often necessary to control the physical locations of the concentric interference 
fringes within the image. For spatially-resolved measurements, the measurement locations at the probe volume are 
dependent on the interference fringe positions in the detection plane. Therefore, tuning or scanning of the fringe 
positions is important to setting the measurement locations in the flow field. Also, maintaining stability of the fringe 
positions during data acquisition is critical to the velocity measurement accuracy12. In fiber-coupled Rayleigh 
measurement systems the imaged region of the fringe pattern is limited due to the small size of the fiber face that is 
imaged through the FP. In most cases only a fraction of an order of the interference pattern is imaged so that only 
the centermost fringe of the pattern is visible at the detector plane. It is possible for the centermost fringe to be a 
larger diameter than the imaged region such that the fringe is not visible on the detector. In this case it is necessary 
to have tuning capability to set the fringe radius such that the entire fringe falls within the imaged region. The fringe 
positions can be changed either by changing the laser frequency, which is not currently an option with the laser used 
in these experiments, or by adjusting the etalon spacing or the index of refraction of the medium in the etalon cavity. 
In the case of a solid etalon, both the spacing and refractive index can be changed by adjusting the temperature of 
the etalon; however standard fused silica etalons lack the fast tunability that is available with air-spaced 
interferometers equipped with piezoelectric transducers that change the mirror spacing in milliseconds. LC etalons 
contain a thin liquid crystal layer in conjunction with glass layers to form the solid etalon cavity. A custom designed 
LC etalon was built for this work in which the liquid crystal index of refraction can be varied from 1.5 to 1.75 by 
adjusting the voltage applied to the liquid crystal allowing the etalon properties to be rapidly changed with response 
times on the order of milliseconds, similar to tuning times for piezo-controlled air-spaced Fabry-Perot 
interferometers. 
 

In previous characterization experiments Clem, et al.13 discovered that the LC etalon has a much lower free 
spectral range (FSR) than originally thought; the fringes are only about 2.5 GHz apart. Typical FP’s used in IRS 
have a FSR of about 8-10 GHz. The small FSR of the LC etalon resulted in some overlap of adjacent fringes since 
the full width at half maximum (FWHM) of the Rayleigh spectrum was about 2.2 GHz. This made it difficult to 
measure the Doppler shift and the Rayleigh linewidth very accurately in order to obtain velocity and temperature 
estimates. The experiment presented here was set up initially in a 90o scattering configuration using a single-point, 
fiber-coupled imaging approach, rather than the direct-imaging configuration used previously13 to simplify the 
optical system and concentrate on the analysis of only the centermost fringe in the interference pattern in an effort to 
investigate the capabilities of the LC etalon. Data was acquired with the LC etalon as well as a fused silica (FS) 
solid etalon with similar spectral frequency resolution but with a higher FSR for comparison. Based on observations 
in the current and previous work, it was concluded that, due to non-optimal properties, the LC etalon is only useful 
in situations where the spectral linewidth is narrow compared to the FSR. This can be achieved by either lowering 
the flow temperature or reducing the magnitude of the interaction wave vector (K). The temperature would have to 
be lowered to an experimentally unrealistic level to achieve the required linewidth reduction; therefore, the 
scattering vector was changed to 45o relative to the incident laser beam to reduce the K-vector magnitude, and hence 
the linewidth, by a factor of 1.8. While the width of the Rayleigh spectrum was reduced it also took on a different 
shape due to an increase in the y-parameter, which is a non-dimensional parameter that defines the shape of the 
Rayleigh spectrum14,15. Side lobes or Brillouin scattering peaks were present on either side of the central Rayleigh 
peak. The separation between the Brillouin and Rayleigh peaks is related to the flow temperature. The resolution of 
both the FS and LC etalons was too low to resolve these narrow features; hence the 45o scattering configuration was 
not capable of providing temperature estimates. However, the system did have the capability of measuring the 
overall radial shift of the spectrum to determine the velocity, and the signal strength to determine the gas density. 
Results from both the LC etalon and the FS etalon in the 90o and 45o scattering configurations applied in a 1-cm 
diameter free jet rig will be discussed.     

II. Rayleigh Scattering and Fabry-Perot Interferometry 

 In molecular Rayleigh scattering an incident electric field interacts with an atom or a molecule inducing a dipole 
moment that oscillates and radiates at the frequency of the incident field. It is considered an elastic scattering 
process because the internal energy of the molecule is unchanged and the frequency of the light is changed only by 
the Doppler effect due to the thermal as well as the bulk motion of the molecules1. The frequency spectrum of the  
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                 Fig. 1 Rayleigh scattering spectrum.            Fig. 2 Light scattering from a moving particle. 
 
 
scattered light contains information about the gas density, bulk velocity, and temperature. Figure 1 shows a Rayleigh 
scattering spectrum containing the narrow laser line and a typical Rayleigh spectral peak for 90o scattering relative 
to the incident laser beam to illustrate how the flow property measurements are obtained from the spectral 
information. If the gas composition is fixed, the total intensity of the Rayleigh scattered light is directly proportional 
to the gas density ρ. The frequency shift between the laser peak and the Rayleigh peak is proportional to the bulk 
flow velocity vk. The width of the spectrum is related to the gas temperature T. The measured velocity component, 
vk, is in the same direction as the interaction wave vector K, which is the bisector of the incident and scattered light 
wave vectors, k0 and ks, respectively, as shown in Fig. 2. The interaction wave vector and its magnitude K are given 
by:  

 0s kkK −=  (1) 
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sin4 sK χ

λ
πK  (2) 

The geometry of the optical arrangement in a particular experiment determines the component vk of the velocity 
vector v that is measured: 

 
K

vk
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=  (3) 

Experiments are typically arranged such that the electric field vector E is perpendicular to the scattering plane 
defined by the incident and scattered light wave vectors (β = 90o, ‘s’-type or vertical polarization (Fig. 2)). In this 
configuration the collected scattering intensity is independent of the scattering angle and maximized. 
 
 The shape of the spectrum is dependent on gas pressure p and temperature T, and the scattering angle χs

14. A 
non-dimensional parameter y, is used to establish spectral shape regimes15: 
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When y is much less than 1, the spectrum is accurately modeled by a Gaussian function. For values close to 1 the 
spectrum has a shape like that shown in Fig. 1 where the spectrum appears to have shoulders. As y increases further 
the spectrum starts to develop side lobes known as Brillouin peaks. In the experiments presented in this work the y 
parameter is about 0.86 and 1.6 for the 90o and 45o scattering configurations, respectively. The shapes of these two 
Rayleigh spectra are shown in Fig. 3. A Fabry-Perot interferometer or etalon is commonly used to resolve the 
Rayleigh spectrum. A detailed discussion of the theory on FP interferometry as applied to this type of Rayleigh 
scattering experiment can be found in References 16 and 17. A common arrangement for spectrally-analyzing 
Rayleigh scattered light using a planar Fabry-Perot interferometer is shown in Fig. 4. A typical interference fringe 
pattern that results at the image plane when a planar, uniform, single-frequency light source at the object plane is 
imaged through a FP etalon is shown in Fig. 5. The resulting interference pattern is the spectrum of the light 
convolved with the instrument function of the Fabry-Perot, which is the Airy function. The instrument functions as a 
function of frequency for the two etalons used in this work are illustrated in Fig. 6. In the frequency domain (Fig. 6) 
the fringes are equally spaced, however in the spatial domain (Fig. 5) the fringes are unequally spaced since the 
fringe order is proportional to r 2. The two key parameters that must be considered when selecting an etalon for use 
in Rayleigh scattering experiments are the FSR and the resolution, which are illustrated in Fig. 6. The FSR is the 

Fig. 4 Basic optical arrangement for spectrally-analyzing 
a light source using a solid Fabry-Perot etalon. 

Fig. 3 Rayleigh spectra for Mach 0.6 
flow (T = 278 K, v = 200 m/s) in 45o 
and 90o scattering configurations, the 
laser spectrum, and the approximate 
Fabry-Perot instrument function for 
an etalon with 90% reflectivity. 

Fig. 5 Concentric ring inter-ference 
pattern from a planar single-
frequency light source imaged 
through a Fabry-Perot etalon. 

Fig. 6 Fabry-Perot Instrument functions for the fused silica 
(blue line) and the liquid crystal (magenta line) etalons. The 
FSR and resolution ∆νFP are indicated for the fused silica 
etalon to illustrate how these are defined. 
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frequency change between consecutive fringe orders and it is set by the gap thickness between the reflective 
surfaces, d, and the refractive index of the medium in the gap, µ: 

 
d

c
  2

FSR
µ

=  (6) 

The resolution or FWHM of the instrument function, ∆νFP, is a function of the FSR and the finesse, F: 

 
F

FSR
FP =∆ν  (7) 

where the finesse is dominantly a function of reflectivity: 
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The actual finesse is always lower than the ideal reflective finesse due to imperfect surface and coating quality. The 
effective finesse was measured to be about 14 for the FS etalon and 8 for the LC etalon, whereas the reflective 
finesse was about 30 for both etalons. The FSR of the LC etalon was about four times lower than that of the FS 
etalon as shown in Fig. 6 by the reduced spacing between fringes for the LC etalon. In general, an etalon must be 
chosen such that ∆νFP is less than the narrowest feature in the Rayleigh spectrum and the FSR is at least twice the 
linewidth of the spectrum to be measured. 

 In addition to the Rayleigh spectra, the laser spectrum and the Fabry-Perot instrument function used to resolve 
the spectra are also shown in Fig. 3 to give perspective about the relative widths of the various features. The FWHM 
of the 45o scattering Rayleigh spectrum is about 1.2 GHz whereas the 90o scattering spectrum is about 2.2 GHz. The 
laser linewidth is approximately 5 MHz and the FWHM of the Fabry-Perot instrument function (∆νFP) is about 650 
MHz for the FS etalon and 300 MHz for the LC etalon (not shown in Fig. 3). The frequency shift between the laser 
line and the Rayleigh spectra is a function of the flow velocity and the magnitude of the K-vector: 

 
π

νν
20

Kvk=−  (9) 

The frequency shift is greater for the 90o scattering case shown in Fig. 3 since the magnitude of the K-vector is 
higher. The frequency shift for the 90o scattering case (∆ν90o) is about 530 MHz compared to the frequency shift for 
the 45o scattering case (∆ν45o) which is about 290 MHz based on a 200 m/s flow. To evaluate the flow temperature 
from the 45o spectrum the three peaks of the spectrum need to be accurately resolved. The resolution of the current 
etalons is insufficient to resolve the narrow Brillouin peaks which are on the order of 170 MHz wide and separated 
by about 430 MHz from the central Rayleigh peak. A Fabry-Perot interferometer with higher reflectivity and hence 
higher finesse would be needed to resolve these features and obtain temperature measurements in the 45o scattering 
optical system configuration. Lowering the FSR to achieve higher resolution is not really an option in this case 
because the reduced FSR would not allow for sufficient separation between adjacent fringe orders in the interference 
pattern. 
  
 When spectrally broadened Rayleigh scattered light is imaged through the Fabry-Perot etalon the linewidth of 
the interference fringes provides a measure of temperature in the 90o scattering configuration. The frequency shift of 
the light that is associated with the bulk flow velocity results in a change in the fringe radii. In fiber-coupled 
Rayleigh experiments the Rayleigh scattered light from a focused laser beam is collected into an optical fiber. The 
light exiting the optical fiber face (object plane in Fig. 4) is imaged through the FP interferometer onto a CCD 
detector (image plane in Fig. 4). Due to the finite diameter of the optical fiber only a single fringe order is typically 
imaged as shown in Fig. 7 where the narrow linewidth laser light exiting an optical fiber is imaged through a liquid 
crystal Fabry-Perot etalon and in Fig. 8 where thermally-broadened Rayleigh scattered light is imaged through the 
same system. The dashed line in both of these figures indicates the extent of the image of the fiber face. Any part of  
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the interference pattern that falls outside of that imaged region is not visible. The radius of the fringe in Fig. 8 is 
slightly larger than the radius of the fringe in Fig. 7 due to the Doppler frequency shift associated with a flow 
velocity of 190 m/s. The thermal motion of the molecules that are at 278 K causes the spectral broadening observed 
in Fig. 8 compared to the narrow linewidth of the fringe in Fig. 7. 
  
 In this experiment, Rayleigh scattered light from a defined probe volume is collected into a multimode optical 
fiber. The incident laser beam with power P0 is focused to a diameter smaller than the imaged field size, such that 
the power collected is proportional to the length of the probe volume set by the field size of the collection optics. 
The Rayleigh scattered light integrated over the collection solid angle Ω from a probe volume of length L expressed 
in terms of expected photoelectron counts is: 

 Ω∂
∆

= ∫∆Ω
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where ε is the overall system efficiency including detector quantum efficiency and other losses. With the 
interferometer in the optical path, the amount of energy, in terms of CCD grey level counts, collected on the qth pixel 
of the detector centered at position (xq, yq) including light scattered from gas molecules (Rayleigh scattering), stray 
scattered light at the laser frequency, broadband background light and camera read noise is expressed as: 
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where the amplitude of the Rayleigh scattered light is defined as: 

 ( ) ( )22   maxpRR rG/NA πε=   (12)  

The second term in Eq. (11) is associated with scattered light at the laser frequency. The amplitude of broadband 
background light plus the camera read noise is represented by the constant Ab; this value is dominated by camera 

Fig. 7 Laser light exiting an optical fiber 
imaged through a liquid crystal Fabry-Perot 
etalon. The dashed line indicates the fiber 
image boundary.  

Fig. 8 Thermally-broadened Rayleigh scattered 
light exiting an optical fiber imaged through a 
liquid crystal Fabry-Perot etalon. The dashed line 
indicates the fiber image boundary. 
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read noise since the level of broadband light in the room is minimized during testing. The Rayleigh spectrum SR is 
evaluated using the TENTI S6 kinetic theory model14,15, which is a valid model over the full range of expected y-
parameters. The imaged fringe patterns are analyzed by maximum likelihood estimation (MLE)18 analysis using the 
model function described in Eq. (11) to extract the density and velocity information, and also temperature 
information in the 90o scattering experiments. 

III. Experiment 

A. 90º Rayleigh scattering measurements in a free jet flow 
 
 Rayleigh scattering data was acquired in a flow exiting a free jet equipped with a 10 mm diameter convergent 
nozzle, at a 90º scattering angle using both the FS and LC etalon systems separately.  A top-view diagram of the 90º 
Rayleigh scattering system is shown in Fig. 9. A Coherent Verdi 18 W continuous-wave 532 nm laser with a 2.25 
mm diameter output beam and 5 MHz linewidth provide the incident light for the system. A half-wave plate was 
used to rotate the polarization of the beam to orient the electric field vector perpendicular to the scattering plane at 
the probe volume in order to maximize the power of the scattered light in the direction of the collection optics. The 
laser beam was focused with a 175 mm focal length lens (L1) to a 1/e2 diameter of 50 µm at the probe volume.  The 
beam was oriented at a 45º angle to the primary flow direction, while the scattered light was collected at a 90º angle 
relative to the incident laser beam.  The incident and scattering wave vectors were arranged such that the negative 
axial component of the jet velocity was measured as indicated by the red K vector in Fig. 9.  A finite length of the 
laser beam was imaged by a pair of f/4 200 mm focal length lenses (L2a and L3a) onto the face of a 0.55 mm 
diameter multimode optical fiber, shown in blue in Fig. 9. Since the lenses provided one-to-one imaging, the probe 
volume length was 0.55 mm along the laser propagation direction and the probe volume height, which was set by the 
focused beam waist, was 50 µm.  The measurement probe volume was located on the jet centerline at an axial 
distance of 15 mm (1.5 jet diameters) from the nozzle exit. At the output of the laser a thin uncoated glass 
beamsplitter in the optical path sent 4% of the reference laser light to a diffuser where the light was collected and 
transmitted to the signal collection fiber (indicated in blue in Fig. 9) by another multimode fiber, referred to as the 
reference fiber (indicated in red in Fig. 9), and a small amount of laser light was coupled into the signal fiber by a 50 
mm focal length lens (L4). A beam block mounted in a flipper apparatus was used to control whether or not 
reference laser signal was transmitted to the signal fiber. During data acquisition the beam block was initially out of 
the beam path to allow reference signal to be collected by the signal fiber. At this time, the collection optics (Lenses 
L2a and L3a) were blocked to allow only reference light to be coupled into the signal fiber.  After acquiring the 
reference image, the beam block was placed in the beam path using the flipper apparatus to block the reference light 
from propagating to the signal fiber. The collection lens system was unblocked to allow Rayleigh signal to be 
transmitted through the collection system.  

 
 The signal fiber transmitted the collected signal to another optical table located in close proximity to the 
collection optics. The light exiting the fiber was collimated by a 60 mm focal length lens (L5) and was directed 
through the etalon. The FS and LC etalons were tested separately. The 25 mm diameter FS etalon had a refractive 
index of approximately 1.46 at room temperature and the 90% reflectivity coatings provided a reflective finesse of 
30.  The FS etalon was approximately 11.4 mm thick resulting in a FSR of 9 GHz.  The 25 mm diameter LC etalon 
composed of fused silica layers and a very thin liquid crystal layer also had 90% reflectivity coatings giving a 
reflective finesse of 30.  The effective index of refraction of the combined LC etalon materials at room temperature 
was approximately 1.49 and the total etalon thickness was about 40 mm giving a FSR of 2.5 GHz.  Due to the 
ordinary and extraordinary states of the birefringent liquid crystal there were two sets of interference patterns that 
were transmitted simultaneously by the LC etalon.  One set was static while the other was tunable with voltage.  The 
transmission of these two states was polarization sensitive.  Therefore, a linear polarizer was placed in front of the 
LC etalon to block the non-tunable state from passing through the etalon system. The light exiting the respective 
etalon system was focused by a Nikon 300 mm focal length lens (L6) onto the detector of a Princeton Instruments 
VersArray back-illuminated, scientific-grade CCD camera.  The 512x512 imaging array had a 100% fill factor, 
24x24 µm pixels, 16-bit dynamic range, and thermoelectric cooling and low-noise electronics.  Images were 
acquired with 1 second or 5 second exposure times, depending on the signal levels.  The LC etalon had a lower 
signal throughput due to the linear polarizer in the beam path; therefore the longer exposure time was used for those 
experiments. 
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B. 45o Rayleigh scattering measurements in a free jet flow 
 

 The 90º Rayleigh scattering system described above was reconfigured to enable 45º scattering.  A top-view 
diagram of the 45º Rayleigh scattering system is shown in Fig. 10.  The Coherent Verdi 18 W continuous-wave 532 
nm laser was again used to provide the incident light for the system.  The vertically-polarized laser beam remained 
focused with the 175 mm focal length lens (L1) to a diameter of 50 µm at the probe volume, however, the jet was re-
oriented such that the laser beam was at a 67.5º angle to the primary flow direction and the scattered light was 
collected at a 45º scattering angle relative to the incident laser beam.  The incident and scattering wave vectors 
resulted in a measured velocity component along the primary flow direction as indicated by the red K vector in Fig. 
10.  A finite length of the laser beam was imaged by a pair of f/2 100 mm focal length lenses (L2b and L3b) onto the 
face of the 0.55 mm multimode signal collection fiber, shown in blue in Fig. 10. Due to the one-to-one imaging 
provided by lenses L2b and L3b the probe volume length was 0.55 mm along the laser propagation direction and the 
probe volume width was 50 µm. Again, the measurement probe volume was located on the jet centerline at an axial 
distance of 1.5 jet diameters from the nozzle exit. The reference fiber (indicated in red in Fig. 10) transmitted 
reference laser light to the signal fiber and a small amount of laser light was coupled into the collection system by 
the 50 mm focal length lens (L4). The signal fiber transmitted the collected signal to the same etalon and detection 
system as described above.  The same data acquisition process for the 90º scattering was applied for the 45º 
scattering system where a purely reference signal image was acquired first and a Rayleigh signal image was 
acquired about 15 seconds later. Again, the images acquired with the LC etalon required a 5 second exposure time 
while the FS etalon images could be acquired with a 1 second exposure time to provide ample signal for flow 
parameter estimation from the image data. 

 

Fig. 9 Experiment schematic for the 90o scattering angle Rayleigh scattering 
experiment in a free jet flow.     
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IV. Results 

 Image data were acquired in the core of the jet flow at 1.5 jet diameters downstream of the nozzle exit. The jet 
was oriented relative to the optics in each scenario such that the Rayleigh diagnostic system was measuring the axial 
velocity component. A reference interference fringe image with incident laser light was acquired first and a fringe 
image of Rayleigh scattered light was acquired approximately 15 seconds later. The laser frequency drifted by a 
minimal amount during the time period between the two acquisitions. The laser frequency tended to drift at a fairly 
constant rate of about 1-2 MHz/s throughout the experiments and typically resulted in a 0.5-1.0 pixel change in 
reference fringe radius between the reference and Rayleigh images. This was taken into account in the image 
processing to minimize velocity errors due to laser frequency drift. Since the data were acquired in the jet core, 
isentropic flow equations were used to calculate theoretical velocity, density, and temperature estimates based on 
static pressure, total pressure, and total temperature measurements. These values were used to calibrate the optical 
system efficiency so that density estimates could be determined from the image data. The finesse value was 
determined from fitting both the reference and Rayleigh image data to the model function using MLE analysis and 
assuming theoretical flow properties. An average or “effective” finesse value for each etalon was determined and 

Fig. 10 Experiment schematic for the 45o scattering angle Rayleigh scattering 
experiment in a free jet flow.     
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input into the model function for analysis of the data for flow measurement purposes. The effective finesse of the FS 
etalon was found to be about 14 and the effective finesse of the LC etalon was about 8.  

 
 Once the system was calibrated the MLE procedure was used to fit the model function to the reference and 
Rayleigh image data. The corrected reference fringe radius was determined from fitting the radius of the fringe in 
the reference image and applying a correction factor of 1.0 pixel to account for laser drift and was input into the 
model function to fit the Rayleigh fringe. The center position (x0, y0) of the fringe image was also determined from 
the reference fringe and used in fitting the Rayleigh fringe. In the 45o scattering experiments the stray laser light was 
not controlled as well as it was in 90o scattering experiments so a small amount of stray light (10% of total signal) 
had to be taken into account in the model function for those images. The Rayleigh fringe data were fit for density 
and velocity, and in the 90o scattering FS etalon configuration the Rayleigh fringe data were also fit for temperature. 
Some typical data and model function fits for each experimental configuration are shown in Figs. 11-14.  

 
 Figure 11 shows the data (solid lines) and fits (symbols) for the FS etalon in the 90o scattering configuration. 
Ideally the reference fringe should have been at a larger radius for these measurements because the Doppler shifted 
Rayleigh fringe (negative radial shift due to measurement of the negative axial velocity component) is very close to 
the center making it more difficult to accurately evaluate the fringe peak location and width for the velocity and 
temperature measurements, respectively. The FS etalon did not have tuning capabilities other than attempting to 
alter the ambient room temperature. The laser system also lacked the ability to control the output laser frequency. 
Therefore it was very difficult to get the starting fringe radius in the optimal location for the measurements. Figure 
12 shows the data from the LC etalon in the 90o configuration. Only the reference fringe has a model function fit 
shown since the Rayleigh image data was not able to be fit. This was due to the fact that the LC etalon has a FSR of 
only approximately 2.5 GHz and the 2.2 GHz wide Rayleigh spectral peaks overlap between consecutive fringe 
orders. The next higher and lower fringe orders are not visible in the narrow linewidth reference fringe data for the 
LC etalon, however once the very broad Rayleigh signal is present, the tails of the next higher and lower fringes 
spill into the imaged region and interfere with the fringe of interest. The resulting Rayleigh interference fringe 
pattern has no distinguishable peak to use for determining velocity or temperature measurements. These 
observations along with the results from a previous study of the LC etalon13 led to the decision to collect data at 45o 
scattering to reduce the width of the Rayleigh spectrum.   

 
 Figures 13 and 14 show the data (solid lines) and fits to the model function (symbols) obtained from the FS and 
LC etalon experiments in the 45o scattering configuration, respectively. The narrower spectral peaks can be 
measured with both the FS and LC etalons. The measured velocity component is in the same direction as the axial 
velocity so the radial shift between the reference fringe and Rayleigh fringe is positive. The central portion of the 
Rayleigh fringe image for the LC etalon was ignored in the MLE analysis as indicated by the lack of symbols in that 
region of the profile. The model function was not able to fit the central region accurately possibly due to 
contamination from the next lower order fringe and it caused the fringe peak location to be skewed to lower values. 
By fitting only the region around the peak the radius of the fringe was determined more accurately.  

 
The velocity estimates based on MLE analysis of the fringe image data from the three experiment configurations 

that produced quality fringe images (FS and LC etalons at 45o scattering and FS etalon at 90o scattering) are shown 
in Fig. 15. The measured velocities in all three cases were within 8 m/s of the theoretical values. The density 
estimates compared to the theoretical values for the three experiments are presented in Fig. 16 and the measurements 
all fall within 0.6% of the theoretical values. The only configuration that had the potential for estimating flow 
temperature was the FS etalon in the 90o configuration. The temperature results from that experiment are shown in 
Fig. 17. The estimates are a bit low, by as much as 8 K in some cases. This is believed to be due to the fact that the 
starting reference fringe radius was too small such that the shifted fringe moved too far into the center of the 
interference pattern causing loss of information. The highest velocity, lowest temperature case is the one where the 
shifted fringe has moved the furthest into the center and this is the data point with the highest offset from the 
theoretical value. Alternatively, the lower velocity, higher temperature cases are the ones with the most accurate 
temperature results due to the larger radius of the shifted fringe. 
   

A Cramer-Rao lower bound (CRLB) uncertainty analysis was performed to demonstrate how the lower bound on 
the uncertainty in the flow measurements changes with reference fringe radius. The details of this type of analysis 
have been reported previously in Ref. 8 and Ref. 12. The results of the analysis in terms of velocity and temperature 
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Fig. 12 Line profile through the reference 
and Rayleigh interference fringe data for the 
LC etalon at 90o scattering. Only the model 
function fit to the reference image data is 
shown since it was not possible to fit the 
Rayleigh data. The velocity and temperature of 
the flow were 60 m/s and 295 K, respectively. 

Fig. 11 Line profile through the reference and 
Rayleigh interference fringe data for the FS 
etalon at 90o scattering along with the model 
function fit to each fringe. The velocity and 
temperature of the flow were 190 m/s and 278 K, 
respectively.  

Fig. 13 Line profile through the reference 
and Rayleigh interference fringe data for the FS 
etalon at 45o scattering along with the model 
function fit to each fringe. The velocity and 
temperature of the flow were 190 m/s and 278 
K, respectively. 

Fig. 14 Line profile through the reference and 
Rayleigh interference fringe data for the LC 
etalon at 45o scattering along with the model 
function fit to each fringe. The velocity and 
temperature of the flow were 190 m/s and 278 K, 
respectively. The central portion of the fringe had 
to be ignored to get a good peak estimate since the 
start of another fringe coming into the center 
tended to skew the radius toward the center. 
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measurement uncertainty as a function of reference fringe radius are shown in Fig. 18 for a flow with a velocity of 
190 m/s and a temperature of 278 K in the FS etalon 90o scattering experiment configuration. Keep in mind that this 
is the lower bound on the uncertainty so the measurement uncertainty could be higher, but this is the lower limit of 
what can be achieved. The density uncertainty is not shown because it is linearly related to signal strength and the 
total signal strength in this CRLB exercise was constant. The CRLB analysis shows that both temperature and 
velocity uncertainty decrease as the reference fringe radius increases until the uncertainties reach a minimum at a 
radius of 1.1 mm. Beyond a radius of 1.1 mm the uncertainty starts to increase again as the fringe width starts to go 
beyond the extent of the fiber image and information about the peak is lost. The FS etalon measurements at 90o 
scattering were acquired with a fringe radius of about 0.8 mm whereas the optimal fringe radius was 1.1 mm. The 
strong dependence of the Rayleigh measurement uncertainty on the starting reference fringe radius reiterates the 
need for a tunable fringe system, either by tuning the etalon properties or the laser frequency. This is especially true 
in fiber-coupled experiments where the imaged region of the interference pattern is limited and the measurements 
rely on the lowest order fringe being strategically located.   

          
 
 
 
 
 
 

                 
 
 
 
 
 
 

Fig. 15 Velocity measurement results compared 
to theoretical values for three experiment 
configurations: FS etalon in both 45o and 90o 
scattering configurations and the LC etalon in the 
45o scattering configuration. 

Fig. 16 Density measurement results compared 
to theoretical values for three experiment 
configurations: FS etalon in both 45o and 90o 
scattering configurations and the LC etalon in the 
45o scattering configuration.  

Fig. 17 Temperature measurement results 
compared to theoretical values for FS etalon in 
the 90o scattering configuration. 

Fig. 18 Cramer-Rao Lower Bound uncertainty 
analysis results showing how the starting reference 
fringe radius affects both velocity and temperature 
measurement  uncertainty in a 90o scattering 
configuration with a flow velocity of 190 m/s and gas 
temperature of 278 K for the FS etalon. 
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V. Conclusions, Recommendations and Future Work  

 Various Rayleigh scattering configurations and etalon types were used to measure the axial velocity, density, and 
temperature of a 1-cm diameter nozzle free jet flow. Experiments were performed using a tunable liquid crystal 
etalon that had layers of fused silica in combination with a thin layer of liquid crystal to provide tuning capability 
via controlling the voltage applied to the liquid crystal interface. Experiments were also performed with a standard 
fused silica etalon that did not have any tuning capabilities. These two etalons were tested in 90o and 45o scattering 
configurations to establish their usefulness in Rayleigh scattering experiments. The Rayleigh spectral linewidth at 
90o scattering was expected to be problematic in the liquid crystal etalon configurations due to limited free spectral 
range; hence the 45o scattering configuration was used to provide a narrower Rayleigh spectrum.  
 
 The fused silica etalon was able to provide velocity and density measurements that were within 8 m/s and 0.6% 
of the theoretical velocity and density, respectively, in both scattering configurations. Temperature measurements 
were presented for the 90o scattering fused silica etalon experiments; however temperature measurements were not 
possible in the 45o scattering experiment since the resolution of the etalon was insufficient to resolve the Brillouin 
peaks that were present in the Rayleigh spectrum at that scattering angle. The temperature and velocity 
measurements could have been improved if the etalon had tuning capabilities to set the starting reference fringe 
radius at the optimal location, as determined by a Cramer-Rao lower bound analysis, to minimize measurement 
uncertainty. 
 
 The liquid crystal etalon was only able to provide velocity and density measurements in the 45o scattering 
configuration. The measurement errors were similar to the fused silica measurements. Temperature measurements 
were not possible at 45o scattering for the same reason as the fused silica etalon; the resolution of the etalon 
instrument function was insufficient to resolve the Brillouin peaks. Flow measurements were not possible at all with 
the liquid crystal etalon in the 90o scattering configuration since the free spectral range of this etalon was only 2.5 
GHz which resulted in signal overlap between adjacent peaks in the interference pattern since the Rayleigh spectral 
peak is about 2.2 GHz wide in the 90o scattering configuration.   
 
  
 In general, when selecting an etalon for use in Rayleigh scattering or any other spectroscopic diagnostic, it is 
important to chose an etalon with frequency resolution better than the narrowest feature in the spectrum to be 
measured and with a free spectral range at least twice the linewidth of the spectrum of interest. Additionally, if the 
imaged region of the interference pattern is limited to less than one free spectral range it is advantageous to have the 
capability to tune either the etalon or the incident laser frequency to optimize the fringe positions such that the 
uncertainty in the measurements is minimized. 
 
 In future work, we plan to implement some level of temperature control for the fused silica etalon since it has 
better optical properties for Rayleigh scattering work in terms of free spectral range and it would be useful to have 
some way to control the starting fringe radius, even if the control has a slow response time and is not as accurate as 
the liquid crystal etalon control. We may also investigate methods of tuning the laser frequency by adjusting the 
temperature of the vanadate crystal in the laser head, which would give an alternate method of setting the starting 
reference fringe radius. We also plan to obtain a fused silica etalon with higher reflectivity, and hence higher 
resolution, to investigate temperature measurements in experimental systems where the Rayleigh spectrum contains 
Brillouin peaks. Using the width of the Rayleigh spectrum as a measure of temperature has always been difficult 
since the width is affected by other factors, such as turbulence broadening, in addition to thermal broadening. Using 
the Brillouin peak locations as a measure of temperature may be a more accurate way of measuring temperature in 
Rayleigh scattering experiments.    
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