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ABSTRACT 

An experimental program for measuring the infrared 
spectral irradiance from 2.9 to 29.3~in the space environ
ment simulator has  been completed. During the ser ies  of 
measurements, the chamber was operated at  full environ
mental conditions: solar simulation, liquid nitrogen con
ditioned walls, and a vacuum of lo-’ torr .  Measurements 
were made with and without a spacecraft model in the 
chamber. Data are presented for the spectral irradiance 
and total irradiance as a function of instrument aspect 
angle, position in the chamber, solar simulator power var
iations, and spacecraft aspect angle. Results of the experi
ment indicate a collimated and a diffuse component of the 
radiation in the spectral range measured. 
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INFRARED SPECTRAL IRRADIANCE MEASUREMENTS IN A 
SPACE ENVIRONMENT SIMULATOR 

by 
John F. Rogers 

Goddurd Space Flight Center  

INTRODUCTION 

The solar simulator beam radiates energy in the wavelength region of 0.28 to 2.5,~. In the 
thermal balance testing of a spacecraft, however, infrared energy being radiated by a solar simu
lator array in wavelengths longer than 2 . 5 ~becomes important for  spacecraft coatings which have 
a low solar absorptance and a corresponding high absorptance for the infrared energy. Thus for  
materials which exhibit these properties (white paint, alzak) it is necessary to know the infrared 
energy for accurate evaluation of the thermal test  data. In the case of an n . ' ~  (solar absorptance
thermal emittance) heater skin test for the Orbiting Astronomical Observatory (Reference l), the 
solar test  results indicated a higher o than predicted. The predicted a did not include the effect 
of infrared energy from the solar simulator array being incident onto the alzak skins. The series 
of measurements reported herein are for  the purpose of defining the spectral irradiance, total 
irradiance, and spatial distribution of the infrared energy radiated from the solar array. 

The use of standard infrared monochromators for the measurements presents serious prob
lems because of the inaccessibility of the radiation, the low level of energy, the low efficiency of the 
monochromators, and the required spatial distribution of the radiation field. The application of 
interferometric techniques is especially suited to the problem because of the compactness of the 
units, high efficiency of light throughput, and the ability for direct installation of the spectrometers 
in the solar beam with only the electrical connections being needed. 

DESCRIPTION OF THE SES 4ND THE MEASUREMENT PROGRAM 

The space environment simulator (SES) is a large (27-foot diameter, 40-foot high clear volume 
inside the shroud), top loading vacuum chamber provided with liquid nitrogen cooled shrouds and 
a solar simulator. (Figure 1 shows an exterior view.) It is pumped by 17 32-inch oil diffusion pumps 
plus gaseous helium (20°K) cryopanels. The inner shroud may be fIooded with liquid nitrogen (LN,) 
during solar simulation tests or  it may be conditioned with gaseous nitrogen from -65" to +85"C 
for either thermal-vacuum testing o r  for  speeding up a return to ambient conditions from an LN, 
environment. 
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Figure l-Exterior view of space environment simulator. 

The solar simulator is contained in the top 

dome which can be rolled aside for loading. (An 

access door is also provided at the basement 
level.) The simulator is a modular system 

containing 127 replicate units. Figure 2 shows 

the basic design of a module. 

Each module consists of a lamp (currently 

3.5 kw mercury-xenon), whose energy is col

lected by an ellipsoidal reflector and focused 

through a series of condensing lenses to the 

chamber penetration point where a relay lens 

forms the chamber seal. The light transmitted 

through the relay lens falls upon a hyperbolic 

reflector where it is folded backward to a para

bolic reflector and then reflected into the 
chamber volume. The parabola is hexagonally 

shaped so that the modules may be stacked. 

2 

The test volume uniformly illuminated by 

the simulator is roughly a right hexagonal cyl
inder 200 inches across corners and 20 feet 

high. A photograph of the solar array as seen 

from the test volume is shown in Figure 3. 

There are two major sources that might 

contribute energy at wavelengths longer than 

2.9J.L to the test volume: 

1. The arc electrode-envelope system of 
the 3.5 kw mercury-xenon lamp located 

external to the vacuum chamber emits 

infrared energy that must pass through 
four lenses of commercial grade fused 

silica. This energy follows optical paths 

3500-WATT 
r----Hg _Xe LAMP 

ELLIPSOI DAL REFLECTOR 

REFLECTED ENERGY 

CONDENSER LENSES 

TRANSMITTED ENERGY 

CHAMBER DOME 

RELAY LENS 

___ - LN2 PANEL HEAT SIN K 

'---'-~- PARABOLOI DAL REFLECTOR 

Figure 2-Basic design of solar simulator module. 



similar to those of the direct solar sim

ulator beam and is thus rendered "col

limated" by the Cassegrain unit located 

within the vacuum chamber. 

2. The relay lens, which is the last lens in 

the train, faces both the test volume and 

the hyperbolic reflector and would emit 

energy due to its temperature. Some of 

this energy will be collimated by the 

Cassegrain unit, and some will radiate 
directly to the test volume. 

Miscellaneous secondary SOurces are the 

hyperbolic support structure, the parabolic 

support structure, spaces between the stacked 

parabolas, and the parabOlic mirror. 

The measurements were carried out in two 

phases of operation. For phase I, an DAD 

spacecraft model had been previously installed 
in the chamber for thermal evaluation. Figure 

4 shows the location of the model with respect 

to the solar simulator modules. The model was 

_._------

Figure 3-Photograph of solar array modules 
from test volume. 

relatively large and occupied a substantial portion of the useful solar beam, and the model surfaces 

exposed to the space environment were highly reflective. There was not sufficient time available 

during phase I to construct the instrumentation gimbals used during phase II. Since the instrumen

tation during phase I was aimed straight up at the solar array, a sun shade was installed on the 

north side of the chamber; interferometers could be located under the sun shade to prevent over

heating. The associated electronics are shown schematically in Figure 4. The interferometers 

were installed on the radiation monitoring boom so that they could be moved into the shade when 

necessary. 

The data taken during phase I were obtained under the following conditions: 

Height: 19-foot level 

Positions: under heating modules 33, 99, 65 

Solar intensities: 0.83 and 0.65 solar constants 

Model orientation: 85°W, 55°W, DoW 

The second phase was a program designated specifically for spectral measurements in the 

chamber. The empty chamber was made available in order to obtain data on depth of field of the 

solar beam. The heaters installed on the instruments were the same as during phase 1. The shutter 
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ELECTRONIC 
EQUIPMENT systems were such that a constant temperature 

CHAMBER WALL 0 	 surface could be viewed by the interferometers 
with the solar simulator on or off. They were 
also constructed so as not to interfere with the 
field of view of the instruments while chamber 
measurements were being made. The plan was 
to expose the instruments to the solar beam for 
a 2-minute data acquisition period, thus avoid
ing heating effects on the interferometers. The 
gimbal on which the interferometers were 
mounted was constructed from miscellaneous 
hardware available in the laboratory. The angu-

S 9001 G l ~ B ~ L  lar position of the instruments was determined 
by relating the tilt angle to a voltage reading of 

Figure 4-Spacecraf t  model l o c a t i o n  r e l a t i v e  to modules .  a IO-turn potentiometer. The potentiometer was 
mounted on the side of the gimbal and shielded 

from the solar simulator to avoid heating effects. Because of the additional structure, the mount
ing position of the hardware could not be the same as that of phase I. The data taken during phase 
11 were obtained under the following conditions: 

Height: 19, 25, and 31 feet 

Positions: under heating modules 32, 65, 107 

Solar intensity: 0.83 and 0 solar constants 

Instrument tilt(s): 0" to 20" 

The number of spectral scans thus obtained totaled 180. It was felt that any further mapping 
of the chamber for detailed definition of the radiation field would result in an excessively large 
volume of data. 

INSTRUMENTATION 

The Michelson Interferometer 

The essential feature of the formation of fringes in a parallel plate interferometer is the di
vision of a beam of light by partial reflection and subsequent superposition of the two beams after 
they have traveled unequal optical paths. The incoming beam I,, (Figure 5a) is divided at point S 

into two beams of equal intensity by the half silvered* rear  surface of the substrate plate. The 
beams a re  reflected at the front-aluminized mirrors  Mm and M s  and recombine at point S. The un
coated compensator plate is identical to the substrate plate; i t  is used so that the separate beams 
have equal paths in glass, which is necessary when white light fringes a re  to be observed. M m vis 

_ _ _  
* T h e  p l a t e  S is c e s i u m  iodide  whi le  the  re f lec t ing  mater ia l  is germanium for t h e  fa r  IR ins t rument ;  p l a t e  S is N a c l  wi th  a germanium re

f l e c t i v e  s u r f a c e  for t h e  n e a r  IR instrument.  
a 
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MOVEABLE MIRROR, M, (a)CONSTRUCTION 

Figure 5-Construction and response of t h e  Michelson interferometer optical cube. 

the virtual image of Mm, formed by reflection at  the point S;  any beam that has undergone reflection 
at  Mm behaves exactly the same as i f  reflected by a hypothetical mirror located at  M m v  (Reference2). 
That is, if  moveable mirror  Mm is adjusted so that M m  and Ms are  perpendicular, and so that distances 
SMm and SMs are  slightly different, then fringes at the detector a re  similar to those of a parallel-
plate interferometer where the source, plates and detector, lie on the same axis. Hence, with an 
extended source, the fringes a r e  concentric fringes of equal inclination. The lens shown in Fig
ure 5a forms an image of M S  at  the detector assembly (shown as the inverted arrow in the figure). 
The transfer function from M s  to the instrument casing window is one, and hence the limiting en
trance aperture, when no foreoptics are used, is M s .  

If a monochromatic source of frequency v is incident on the interferometer, the form of the 
intensity I ( x )  measured by the detector, as Mm is moved from zero path difference, is 

I ( x )  = I ,  c o s ( 2 n v x )  (1) 

where X ,  the path difference, is twice the mirror  displacement (Reference 3). This intensity meas
urement is referred to as the interferogram. Any spectrum B( v) can be considered to be an as
sembly of monochromatic lines, and the corresponding interferogram will be a linear superposition 
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' of curves like that in Figure 5b and will have the form, 

B(v)  cos (27rvx) d v  

The variables of frequency, v, and path difference, x ,  a r e  conjugate variables, and an inversion can 
be made by Fourier's integral theorem to obtain an expression for the intensity as a function of fre
quency in terms of the intensity ordinates of the interferogram, 

B ( v )  = lmmI ( x )  cos (27rvx) dx (3) 

This relationship is the basis of Fourier spectroscopy and digital computers a re  used to make 
the numerical calculations to transform the information in the observed quantities into the required 
spectral elements (Reference 4). 

The assignment of a finite upper limit to Equation 3 is primarily determined by the spectral 
resolution, Au, required of the experiment, which in turn defines a number of frequency elements, 
N = [v,- v2]/Av, in the spectrum. The upper limit of the integral may be replaced by x, the m a 
imum path difference; and assuming a symmetrical interferogram about zero path difference, 
Equation 3 becomes 

In some applications the experimental interferograms a re  not symmetric about zero path dif
ference and the analysis can no longer be done by the transform using only cosine terms; the sine 
terms must also be included (Reference 3) so that the general interferogram has the form 

t m  t m  

B( U )  COS (27rvx) dv + B ( u )  s i n  (27rvx) du , 

and the spectrum 

r t m  

P(v) = J- m 
I ( x )  cos  (277vx) dx , 

t m  

Q ( v )  = I (  x )  s i n  (2nux) dx 
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In terms of these quantities, the energy spec
trum is given by 

which must be determined in obtainingenergy 
spectra with an unavoidable phase shift charac
teristic. In this case the interferogram must be 
recorded from -X to ix. 

The construction of both near and far IFt 
interferometers is basically the same (Figure 
6). The Michelson interferometer (MI) is of 
cube type construction in which the optical paths 
have been bored through the 'solid aluminum. A 
tilt adjustment is accomplished by a ball and 
socket mount for the stationary mirror,  and a 
translation adjustment is made by sliding the 
two halves of the cube along the diagonal. The 
motion of the moving mirror  is obtained by ELECTRICAL 

CONNECTION
mounting it on a loudspeaker type transducer 
that has no alignment adjustments. The cube is Figure 6-Mechanical arrangement of the interferometer. 


contained within the cylindrical housing which 

provides a vacuum-rated enclosure. A preamplifier and a high voltage supply for the detector a re  

also in the optical head to lessen signal attenuation and stray noise pickup. 

Data Acquisition and Processing 

A flow chart  summarizing data acquisition and subsequent processing is given in Figure 7. 
The chamber interface is shown at the left side of the figure with the inputs to the various control 
units. The electronic units for  the interferometers contain necessary post amplifiers for the in
tensity signal and sweep positions of the moving mirror,  control units for the heater circuit used 
to maintain the detector assembly a t  a constant temperature of 37"C,the sweep time and sweep 
length selection of the moving mirror, and the attenuation circuit for the voltage level of the in
terferogram. The usable outputs of these control units a re  the interferogram itself, the sync pulse 
that tr iggers and A/D conversion at the beginning of each new interferogram, and a box ca r  pulse 
that specifies the length of the interferogram. The sync pulse and box car  pulse a re  recorded on 
one channel of the FM tape recorder, while the interferogram is recorded simultaneously by the 
recorder on a separate channel. These outputs a r e  monitored by a scope before and after the FM 
recorder. Heaters were placed on the casing of the interferometers to maintain the units at 25"C, 
with the resulting temperatures being monitored to ensure that 25°C was maintained regardless of 
the operating mode of-the units. For example, when the units were tilted at 10" to the normal, the 
amount of heat supplied to the units was reduced because of the exposure of the units to the solar 

7 



.F 1 nr I I TAPE I 

MONITER 	 MONITER 
SCOPE 

HEATER OUTPUT
CONTROLS 

ANALYZER 
+ CONVERSION 

Z 	 NEAR IINSTRUMENT 
Lu TEMPERATURE 

READOUTS -
P” -NEAR lRMl SHUTTER 

FAR POSITION =-
IRMl 

INSTRUMENT 
2 	 GIMBAL 

POSITION 

Figure 7-Data 

INPUT 

FOURIER 
ANALYSIS 

REDUCE DATA 
TO ENERGY UNITS 

~

.) 
INTEGRATE 
SPECTRAL CURVES 

t 
EVALUATE 
SPATIAL 
DISTRIBUTION 
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acquisition and processing flow chart. 

beam, Similar heaters and controls were placed on the shutter system so that the shutter facing 
the interferometer was maintained at a constant temperature. The shutter system was always 
closed except for the 2-minute data acquisition period, thus maintaining the unit at  a constant 25°C. 

The information available to the experimenter consists entirely of the interferogram. Visual 
interpretation of this information with regard to the incident spectrum is virtually impossible; 
there is considerable time delay before an amplitude spectrum can be made available. Addition
ally, interpretation of the amplitude spectrum relative to the reduced spectrum is complicated by 
both instrument responsivity, which greatly modifies the record, and phase angle or  energy rever
sals as explained further. Thus the experimenter obtains vast  quantities of data with no real-time 
knowledge of the data’s validity. 

The subsequent data processing can now take one of two paths: either through the digital com
puter, which is extremely accurate and from which phase angle information is available; o r  through 
the harmonic wave analyzer, which can be faster and simpler but from which no phase angle infor
mation is available. The digital computer path is that of A/D conversion, co-adding a number of 
interferograms to eliminate noise, followed by Fourier analysis, The information obtained is thus 
the amplitude spectrum (the voltage at the computed frequencies) and the phase angle at the same 
frequencies. When using the wave analyzer, optimum conditions exist when the analyzer bandwidth 
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is approldmately equal to the sweep frequency of the moving mirror, i.e., when the bandwidth 
= sweep frequency = 1/T, where T is the sweep time. For this application 1/T = 1.7 Hz, while 
the band pass filter was 2 Hz. A cyclic variation in the output record could be produced when the 
bandwidth of the wave analyzer does not match or  exceed the sweep frequency which could then be 
interpreted as "fine" structure. Also, if the band pass filter exceeds the sweep frequency, resolu
tion as available from the instrument will be lost and determined on the basis of filter bandwidth. 
The use of the wave analyzer offers rapidity when a large volume of data is to be processed. It 
was especially applicable for this experiment because of the absence of absorption and/or emis
sion lines. The data were initially processed by the digital computer; subsequently, after a suit
able filter arrived and was calibrated, the wave analyzer was employed. 

Wavelength Calibration 

The interferometers produce an output that is linear in wave number versus frequency; there
fore, the wavelength calibration consists simply of finding the slope of this line knowing that it 
starts at the origin. The calibration experiment consists of placing a polystyrene filter with known 
absorption bands between the source and the interferometer and identifying the known bands on the 
frequency scale of the resulting spectrum. The experiment was performed using both the computer-
adapted data reduction system and the wave analyzer before and after the measurement program, 
with and without the tape recorder. The location of the absorption bands for all the experiments 
remained at the same frequency; i.e., there was no observable degradation of the drive mechanism 
of the interferometers during this short time period, nor did the tape recorder measurably reduce 
the accuracy of the wavelength calibration. 

The resolution of the instrument in this application was a function of maximum path difference 
and is theoretically 15 cm-' .  In practice, the resolution is generally at least twice this, or  30 cm-l .  
The approximate resolution is helpful when correlating the observed spectrum of the polystyrene 
filter with that as measured by an IR spectroradiometer (in this case a Beckman IR 9). Figure 8 
presents the absorption characteristics of the polystyrene filter used for both data reduction tech
niques. The first identifiable absorption band occurs at 540 cm-' and is sufficiently wide and iso
lated from other bands as to be easily recognizable. The next bands occur at 700 cm-' and 760 cm-', 
and these two appear as a single band on the interferometer reduced spectrum. The estimated wave 
number used was simply the average or  730 cm-' . The remaining wave numbers versus frequencies 
given in Table 1were similarly deduced. 

Spectral Resolution 

The criteria for spectral resolution for the experiment was not set  by any of the instrument 
parameters, but rather by the nature of the environment in which the measurements were made 
and the nature of the signal from the interferometer due to incident energy from the solar array. 
The mercury-xenon lamps are dc powered from a silicon rectified power supply. There is a 3 per
cent ripple as measured at the power supply which, unfortunately, is transferred to the solar out
put beam as noise. This noise appeared in the interferogram, and its elimination necessitated 
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Figure 8-Absorption spectra of the polystyrene fi l ter, (a) observed on far I R  interferometer (X, = 666~)and 
(b) measured with Beckman spectrophotometer I R  9. 

Table 1 

Wavelength Calibration. 

f f '  f ' /u  
U 

(cm-l) 
Computer Wave f/v Wave 

(Hz) Analyzer 
Computer Analyzer 

18.5 540 16 62 2963 1130 

13.7 730 21 84 2877 1151 

10.8 930 102 1102 

9.43 1060 30 120 2830 1132 

8.58 1165 34 132 29 18 1133 

7.30 1370 39 151 2847 1102 



6.80 1470 43 165 2924 1122 

(2893) (1125) 
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co-adding 50 scans. In addition, it was desirable to obtain the scans in a short time to avoid heat
ing effects at the interferometer. Finally, the link from the analog tape to the final A/D tape col
lected at the computer complex is by -Joice control and requires more scans in the analog tape 
than can be collected. The sweep time selected arbitrarily for the moving mirror  was 0.4 second 
with the corresponding sweep length of 3 3 3 ~ .  

The spectral resolution for the instrument operated without any fore optics is given in Figure 
9. 	 The resolving power of a spectrometer is generally specified by R = v /Av .  The resolving power 
of the interferometer is calculated from either 

o r  

whichever is smaller. The resolving power is limited by the maximum path difference (Equation 
8a) o r  by obliquity effects (Equation 8b). The instrument design cr i ter ia  used by the manufacturer 
of the instruments was such that the resolution 
would be determined by the path length differ
ence rather than obliquity limitations, as seen 
in Figure 9. 

A separate experiment had been run using 
a black body (small aperture with no obliquity 
effects) and the polystyrene filter to determine 
how many of the absorption bands could be re
solved at the maximum sweep length setting of 
66611. mirror  motion. The ratio of the filtered 
spectrum to the unfiltered spectrum was taken 
and is given in Figure 8. An estimate of the 
resolution is 25 cm-l based on the width of the 
1155 cm-'  band. In general the resolution ob
tainable is twice that calculated and should be 
in the order of 15 cm-'. The extremely narrow 
band of 10 cm-l at 1580 cm-' is not resolved, 
but i t  is possible that a resolution of betterthan 

the measured 25 cm-' can be obtained. The 25 
cm- resolution found here compares with the 
60 cm-I found in the section under wavelength 
calibration and is due to the 666p mirror  motion 
versus the 3 3 3 ~ .  

5 .o 
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Figure 9-Theoretical spectral resolution. 
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Energy Calibration 

Spectral Irradiance-Procedure 

In order to obtain absolute irradiance values while looking at an unknown source, it is neces
sary first to determine the spectral radiant responsivity of the spectrometer because the output 
signal from the spectrometer is proportional to the differential irradiance between the source and 
some known reference such as the detector itself. Thus for a given wave number 

where v,, is the output voltage, Re, is the spectral radiant responsivity, N U B  is the spectral ir
radiance of the detector, and N u s  is the spectral radiance of the source. 

The spectral responsivity calibration consists of measuring the output voltage with various 
spectral radiances of the source at different wave numbers throughout the spectrum. The relation 
between v,, and N V s  is represented by a straight iine of slope Re, that intercepts the N V 3  axis at 
N ~ s= 'UB' In the calibration, N V S  is the radiance of a variable-temperature black body source. By 
this method, Re, and N,, a re  determined as a function of wave number. 

The unknown source for this application of the interferometer spectrometer was such that the 
field of view of the instrument was always filled. The calibration of the instrument, then, was per
formed in a similar fashion; i.e., the field of view was contained within the bounds of the source. 
The measurement of the spectral irradiance of the unknown source was accomplished in a vacuum 
environment so that the calibration was again similarly performed in the vacuum environment. 

The spectral irradiance, N V S,of the unknown source is a double-valued function of the ob
served quantity V u  related to the calibration parameters N,, ,Re,  by 

where the plus sign is appropriate for sources more intense at wavelength than the detector, and 
the minus sign applies for sources less intense than the detector. The detector in the instrument 
is maintained at a constant temperature of 37°C so that in this measurement the net radiant flux 
could be in either direction. Normally the detector temperature is maintained so that no reversal 
occurs; however, since the quantity of energy was completely unknown, it was not possible to 
achieve the condition of no reversals. The phase angle information from the digital computer re
duction indicates when a phase reversal occurs (i.e., a 180"abrupt change.) Thus given prior 
knowledge as to which phase angle indicates net outgoing or incoming radiance, the proper sign to 
be applied at any wave number may be determined. 

12 
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NEAR IR INSTRUMENT / 

Spectral Irradiance -Experi mental ResuI ts 

The entire apparatus used for the SES measurement program was transferred to a smaller 
vacuum chamber equipped with liquid nitrogen walls. The calibration sources were placed 6 
inches from the front windows of the interferometers. The instruments and shield were main
tained at the same temperatures as experienced in the SES. The temperatures selected for the 
sources were loo, 50", 95", and 150°C. The lowest temperature of 10°C was used to obtain data 
points for the far IRMI for which preliminary data reduction had revealed phase reversals at the 
longer wavelengths. The ser ies  of measurements were recorded on tape in exactly the same way 
as the data obtained from the SES. 

The curves representing Re, are shown in 
Figure 10 for both instruments. The spectral 35130

region where both instruments respond to the 
irradiation is from 5 . 0 ~to 12 .0~.  For wave- / 
lengths greater than29.2p, the data from the far /

/ 

IRMI become marginal since the sensitivity of I- NEAR IR INSTRUMENT /
/ 

the instrument decreases rapidly, and the inci-
//

dent energy similarly decreases. The sensi- / 
/ 

tivity of the near IRMI decreases at wavelengths hl ,L-FAR
/'

I R  INSTRUMENT 
shorter than 3 . 0 ~ ;however, there is significant 
energy at wavelengths shorter than 3 . 0 ~from 

,*--' /-/
the SES solar array. Therefore it is desirable 
to extend the calibration to as short a wave
length as feasible. 5t 

The shortest wavelength at which the cali- 0 I 1 I I I u 
5 10 15 20 25 30

bration data from the original experiment were 

valid was 2 . 9 ~ .  An attempt was made to use a WAVELENGTH (p) 


higher temperature black body that did not f i l l  


the field of view to calibrate the short wave- Figure 10-Spectral responsivity. 


lengths. The results were rejected when no 

correlation could be found for the responsivity computed when compared to the original responsiv

ity shown in Figure 10. Two reasons for the non-applicability a r e  that the black body did not f i l l  


the field of view and that the second calibration was performed under room conditions and not in 

the vacuum environment. Therefore, some useful data taken at the shorter wavelengths in the SES, 

were lost because of lack of calibration data. 


Field of  View 

The field of view was determined by placing the interferometers on an indexing head at a suf
ficient distance from a black body cavity so that the angular subtense of the black body was small. 
The distance was 140 c m  and the aperture of the black body 0.92 cm so that the half-angle of the 
black body at the interferometer was 11minutes. The center of the front window of the interferometer 
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was aligned with the center of the black body cavity at the different orientations of the interfer

ometer. The interferometers were rotated in 1 degree increments using the front window axis as 

the axis of rotation. The black body was operated at a number of different temperatures at the 

0 degree position. The calibration procedure of the preceding section was repeated using the 

temperature data obtained in this manner. Having obtained N~~ and Rev for this experimental 

arrangement, the field of view of the instrument 

could be determined for the data analysis sys

tem used, i.e., the wave analyzer system. The 

field of view is given in Figure 11 for the far 

IRMI instrument for wavelengths of 5.0,7.3,  and 

1 3 . 2 , ~ .  An average value of all the wavelengths 

studied was used for the field of view. 


3 4 5 6 7 8 

TILT ANGLE (degrees) 

RESULTS Figure 11-Field of view; far IRMI. 

The method of presenting the data obtained from the measurement program outlined earlier is 
that of developing a basic infrared model of the solar array for the empty chamber and then evalu
ating the variations to be expected from the basic model due to experimental changes of chamber 
operation. The following discussion concerns the spectral irradiance and total irradiance values 
in terms of the field of view of the instruments and the total irradiance values in terms of a unit 
test item viewing the entire solar array. 

Spectral Irradiance 

To summarize the procedure used to obtain the spectral irradiance, the interferogram was 
transformed to an amplitude spectrum (voltage v s  frequency) and reduced to a spectral irradiance 
curve using the responsivity, detector assembly irradiance, and the emissivity of the black paint 
on the calibrating source. An example of the amplitude spectrum is shown in Figure 12 fo r  the far 
IRMI and in Figure 13 for  the near IRMI. The usable spectral region of the far IRMI was judged 

to be from 5.0 to 29.311. At 2 9 . 3 ~the sensitivity

'r A NOTE: 
of the instrument drops rapidly, making energy 

0.83 SOLAR CONSTANT values beyond 2 9 . 3 ~uncertain. Region I of 
0" TILTh 

-+ FAR IRMI 
0 4t 1 A 19-FOOT LEVEL v -.A 

0.83 SOLAR CONSTANT-
15- 0' TILT 

\ A 
I't I.REGION LREGION I I \  / \ 

2.361.1 

I I I I
-.., 

I -4
30 45 60 75 90 105 120 135 

COMPUTER FREQUENCY (Hz) 

Figure 12-Amplitude spectrum; far IRMI. Figure 13-Amplitude spectrum; near IRMI. 
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Figure 12 is the band of net outgoing energy, except at the high tilt angles for which Region 11be
comes net out also. At the high tilt angles, the bands at 2.36 and 3 . 3 5 ~(Figure 12) disappear, 
which means simply that those bands a r e  no longer contained within the field of view of the instru
ments. The data obtained from the near IR instrument (Figure 13) were extremely limited. Most 
of the energy measured by the instrument was  outside the available calibration range as the energy 
is concentrated in the 1.7, 2.12, 2.36, and 3 . 3 5 ~spectral bands. The data used from the near IRMI 
were limited to the spectral region of 2.9 and 5.0~. 

The detector irradiance was obtained by the method outlined under the heading "Energy Cali
bration," as well as by viewing liquid nitrogen cooled walls during the measurement program. The 

1 4 r  0 . 0 8 0 r  

1 

I 

01 
0 


COMPUTER FREQUENCY (Hz) 

Figure 14-Amplitude spectra; detector far IRMI. 

amplitude spectra obtained by both methods a re  
shown in Figure 14. The correlation of the data 
was  surprisingly good, with the largest uncer
tainty appearing at the shorter wavelengths 
where the energy values become very small. 

The final detector irradiance used is shown in 
Figure 15 using absolute energy values of mw/ 
cmz p.  

The spectral irradiance curves obtained 
for all the measurements were very similar 
and are  characteristically shown in Figures 16 
to 19. The experimental conditions a r e  as noted 
on the figures. The notable feature of the spec
tra obtained was  the absence of absorption bands 
in the 5 to 2 9 . 3 ~region. The initial data re
duction was accomplished using all of the 

0I .. I I I d 
5 10 15 20 25 30 

WAVELENGTH (p) 

Figure 15-Detector spectral irradiance for far IRMI. 
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Figure 17-Spectral irradiance under module 107. 

frequencies but was reduced to only the points 
needed to describe the continuum after the ab
sence of absorption bands was noted. The spec
tra of Figures 16 to 19 constitute the basic spec
tral irradiance model of the solar array limited 
to the 0.0346 steradian field of view of the in
strument. The spectrum to be used for a unit 
test  item is discussed further below. 

so lay-off Coldition 

The instruments were positioned at the 31
foot level and the solar simulator was turned 
off to determine the possible extraneous sources 
of energy and to gain a higher confidence factor 
as to the direction of the differential radiance 
of the instruments. Two-minute data-taking in
tervals were made every 10 minutes for the 
1-hour cool-down condition, with the shutter 
being placed over the instruments between in
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Figure 18-Spectral irradiance under module 32. 
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Figure 19-Spectral irradiance under module 32 
at  high t i l t  angle. 

tervals in order to maintain constant instrument temperatures. The line at 3 . 3 5 ~of the far IRMI, 
and the bands at 3.35, 2.36, 2.12, and 1 . 7 ~of the near IRMI, did not appear for the first 2-minute 
data interval after the solar simulator was turned off. The source of the energy then must be the 
arc-electrode-bulb complex for this particular grouping of lines. The amplitude spectra shown in 
Figure 20 for the far IRMI shows the disappearance of the 3 . 3 5 ~line. The dot-dash curve is the 
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Figure 20-Amplitude spectra under module 44, solar-off condition. 

spectrum just before the solar simulator was extinguished, while the solid curve is the first spec
trum taken after solar-off. There is some evidence of slight cooling throughout the spectral range; 
however, the most dominant difference is the disappearance of the band in the 3 . 3 5 ~region. The 
dashed curve is the amplitude spectrum 13 minutes after the solar-off. The amplitudes of the fre
quencies below 35 are  seen to be increasing with time while those above 35 decrease. The net flow 
of energy is into the instrument at high frequencies; this reverses at frequencies below 35. The 
foregoing information was needed for this particular experiment because of the marginal informa
tion gained from the phase angle data of the computer reduction method. 

Total Irradiance 

The irradiance values were determined by integrating the areas  under the spectral irradiance 
curves. A summary of the results is given in Table 2 for the spectral range 5.0 to 29.311and in 
Table 3 for the spectral range 2.9 to 5.0~.The units for the energyvalues a r e  mw/cm2 a s  received 
by the instrument, which has a half-angle of acceptance of 6.0 degrees. The information listed in 
column A is the particular module under which the instruments were located and at the given dis
tance from the mean height of the optics (e.g., 19-, 25-, or  31-foot levels). Module 64 is centrally 
located so that the tilt directions were specified according to compass directions as shown in Fig
ure 21. Modules 32 and 107 are located nearer to the edges of the array, and the tilt directions 
a re  also shown in Figure 21. 

The zero degree or normal direction used during the measurements was that of the normal di
rection of the front window of the instruments. The skewness of the optical axis of the Michelson 
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Table 2 

Total Irradiance 5.0 t o  2 9 . 3 ~Region in Te rms  of Instrument Field of View. 
-

Mean 

Column 
Height Tilt Angle (degrees) 
fromA Optics 
(feet) -20 -15 -10 -5 -2.5 0 2.5 5 10 15 20 

-

Northwest Southeast 
19 0.44 1.22 1.22 1.18 0.76 0.68 0.51 0.51 

Mod 32 25 0.40 1.30 1.30 1.13 0.88 0.62 0.39 
3 1  1.02 0.43 0.43 0.47 0.42 

-_ _  . 

Northeast Southwe s t  
19 0.42 1.35 1.50 1.38 1.25 0.71 0.53 0.53 

Mod 107 25 0.37 1.35 1.45 1.50 0.96 0.80 0.42 0.42 
3 1  1.25 0.39 0.46 0.52 0.46 

--~- _ _  . - ~ _ _ _- _ _  - __ 
North South 

19 0.39 1.08 1.08 1.17 0.50 0.50 0.54 
Mod 64 25 1.27 

3 1  0.37 1.26 0.40 0.64 
~ 

~ ~- - .  _. _ _ _ 
~ 

East West 
19 .34 (0.17) 1.52 1.40 1.17 0.41 0.54 0.58 

Mod 64 25 0.35 1.38 1.40 1.27 (0.22) 0.42 
3 1  0.35 1.21 1.26 0.28 0.30 

- _ _  -. ~- _ _ _  ~. -~ - - _ _  

Table 3 

. .. - _  
Mean 

Column 
Height Tilt Angle (degrees)from

A Optics 
(feet) -5 -2.5 0 2.5 5 

- ~ 

Northwest Southeast 
19 .4 1 .26 .25 .22 .21 

Mod 32 25 .16 .23 .26 .25 .26 
3 1  .23 .23 

Northeast Southwest 
19 .23 .24 .23 .20 

Mod 107 25 .28 .23 .20 .19 
3 1  .16 .12 

- ._ 

North South 
19 .25 .23 2 2  .25 .3 
25 .20 
3 1  .16 .18 .16 

Mod 64 ~ - -

East West 
19 .24 .28 .22 .22 .21 
25 .22 .20 .20 .18 .19 
3 1  .14 .18 .16 
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cube, with respect to the geometric normal of 
the instrument casing, causes the asymmetry of 
the results given in the tables. 

The data presented inTables 2 and 3 a re  in 
terms of the field of view of the instruments. 
The energy incident onto a unit tes t  item, posi
tioned in the test volume at some arbitrary tilt 
angle to the normal, depends on the view of the 
solar array by the tes t  item. Therefore, the 
more useful form of the data is in terms of the 
solid angle of the solar a r ray  at the various 
distances from the mean height of the solar ar
ray. To present the data in terms of the solid 
angle of the solar array,  it is necessary to in
terpret  the datawith respect to the nature of the 
radiation field, i.e., the dependence of the en
ergy values as a function of tilt angle with re
spect to the normal. The data of Table 2 are  
plotted in Figure 22 as a typical spatial distri
bution. The figure shows that the measured 
energy values have a strong dependence on 
angle at the small tilt angles, and at the larger 
tilt angles the measured energy values become 
essentially independent of angle. A Lambertian 
surface, o r  perfectly diffuse surface, is one that 
emits radiation in all directions in an amount 
proportional to i ts  projected area (Reference 5); 
therefore, a radiation detector would measure 
the same amount of energy independent of the 
tilt angle. Within the small range of angles of 
the experiment, the data exhibit a similar prop
erty (an independence of energy with tilt angle 

_ _ _ 	TEST PHASE I 
TEST PHASE II 

/
/--	TILT DIRECTIONS 

FROM MODULE 64 
POSITION 

TIIT ,,/ TILT\ 
DIRECTION DIRECTION
~ ~- ~ 

FROM MODULE 32\ FROM 
POSIT ION MODULE 107 

POSITION 

Figure 21-Ti l t  directions of interferometers. 
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22-Spatial distribution under module 32. 

so that at the larger tilt angles the radiation field can be characterized as being diffuse, at least 
to a first approximation). The data at the smaller tilt angles a re  those typically produced with an 
instrument positioned in a ffcollimatedf'beam of radiation. By considering the angular response of 
the instrument of Figure 11, and postulating a "collimated" beam with a decollimation half angle of 
3.5', data similar to Figure 22 can be obtained. Therefore, the radiation field can be described as 
being composed of a "collimated" beam and a "diffuse" field. 

In order to arrive at an estimate of the energy being received by a unit test area that views 
the entire array from the position of the instruments, the numerical average of the diffuse com
ponent was taken at the various locations of the instruments of Table 2 and resummarized in Table 4. 
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Table 4 


Energy Incident Onto a Test Item Viewing the Entire Solar Array. 


Total 

Location 
of 

Test Item 

Height 
Position 

in Chamber 
(feet) 

Average 
' Diffuse 

Component 
of Irradiance 

(mw/cm*) 

Solid Angle 
Viewed by 
Test  Item 

'SES 
(sr) 

Diffuse 
Component 

on Test 
Item 

(mw/cm2) 

ESES 

Average 
Collimated 
Component 

of Irradiance 
(mw/cm2) 

Under 
Mod 32 

19 
25 
3 1  

.54 

.47 

.44 

.755 

.456 

.303 

11.9 
6.18 
3.85 

.94 
1.09 

.84 

Under 
Mod 107 

19 
25 
3 1  

.49 

.43 

.46 

.755 

.456 

.303 

10.7 
5.65 
4.04 

1.25 
1.25 
1.00 

Under 
Mod 64 

19 
25 
3 1  

.48 

.38 

.38 

.845 

.492 

.3 18 

12.2 
5.83 
3.72 

1.30 
1.25 
1.01 

_ _ _ ~~ 

A B C D 

The solid angles subtended by the solar array at  the instrument locations were computed on the 
basis of the projected area of one parabola times the 127 modules at the mean heights of 19, and 
31 feet, and are listed in Table 4 as nsEs. The ratio of RsEs to the solid angle of the far IR instru
ment, times the energy values of column A, was used to estimate the total diffuse component inci
dent onto the unit test area; the results a re  in column C. 

The collimated portion was estimated by subtracting the "average" diffuse component from the 
total value at the various positions of the fa r  IR instrument. The maximum value of the near IR in
strument was added to this value, and the results a re  listed in column D of Table 4. The energy 
incident onto a test item that views the entire array is thus the sum of columns C and D. These 
values represent the basic model for the infrared energy in the chamber when the solar simulator 
is operated at 116 mw/cm2 of direct solar energy (0.28 to 2 . 5 ~ ) ~and there is no test item in the 
chamber. 

Thus the corresponding spectral irradiance curve to be used must be weighted according to 
the energy values of column C and D of Table 4. Lf the data a re  to be used for estimating purposes, 
a suggested procedure is to average numerically Figures 1 6  to 18, the results of which thus cor
respond to an average collimated portion (column D) plus 0.0346 sr of the diffuse component. The 
composite spectrum incident onto the unit test item is thus weighted more heavily for the diffuse 
component of Figure 19 (as seen from column D of Table 4). 
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I Variations of  Basic Infrared Model Caused by Changing of Chamber Parameters 
I 

I The measurements made while the spacecraft model was positioned in the SES were at normal 
incidence only; Le., the gimbal available for phase II was not ready for the phase I program so that 
the instruments were always looking straight up at the solar array. The information gained from 
this phase is summarized in Table 5. A s  explained under "Energy Calibration," it was not possible 
to obtain a calibration for the near IRMI instrument for wavelengths shorter than 2.9~. The data 
displaying the more drastic change as a function of the experimental parameters were the near 
IRMI and not the far IRMI. Nevertheless, some knowledge of the changes in the radiation field when 

F 	 the parameters a re  changed can be obtained by comparing the amplitude voltages on the Fourier 
transform for the instruments. 

*t The data listed in column A of Table 5 are the Fourier amplitudes at the given computer fre
quencies corresponding to the wavelengths of column B. The frequencies chosen a r e  those of the 
lines being emitted by the arc, as well as the peak of the infrared energy originating at  the lamp 
complex. The spacecraft model position is designated according to Figure 4 where the 9O"W posi
tion is the dotted outline and the 0" position the solid line. The module that should be most affected 
by the model orientation is 65; modules 33 and 99 should be less affected since they are located 
farther from the tilt axis. This is assuming that any measured change would be caused by re-
reflections direct to the instruments as compared to.reflections to the array, subsequent heating 
of the array, and thence to the measuring instruments. 

Table 5 

Total Irradiance in SES as a Function of Spacecraft Tilt Angle and Solar Intensity. 

Module 33 Module 65 Module 99 
~ 

Computer Wavelength 0 . 8 5 s ~  0 . 6 5 ~ ~  0 . 8 5 s ~  0.85% 0 . 6 5 s ~  
~ ~ ~ ~ -

Frequency (microns) 

Coludn A B & 2  85' 55 0" 85" 85 55" do 85' 85" 55" 0" 


C D E F G H I J K L M N 
~ 

164 1.69 10.6 3.83 3.13 2.97 7.74 3.63 2.54 2.50 8.85 3.67 3.29 2.87 

128 2.12 5.30 1.50 1.25 1.50 4.50 1.15 1.70 1.40 4.05 1.83 1.80 1.55 

115 2.36 9.40 3.40 2 .SO 2.97 7.30 2.08 2.54 2.55 7.10 3.15 2.80 2.55 

83 3.35 3.10 1.39 1.10 1.20 1.94 1.00 1.00 0.80 2.20 0.95 0.80 0.86 

37 8 .O 1.05 0.36 0.36 0 2 8  0.62 0.36 0.20 	 0.20 0.66 0.20 0.24 0.28 
~ 

Total Far - 1.60 1.54 1.53 1.53 1.54 1.49 1.50IR Energy 
~ 

'sc  solar constant 
'tilt angle of space vehicle 
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The change of'the energy in the beam from 116 mw/cm2 (0.83 sc) to 91 mw/cm2 (0.65 sc) pro-, 
duced the most drastic change for the near IR instrument and a.relatively small  change for the far 
IR instrument. The magnitude of the change for the given frequencies was totally unexpected; there 
is no explanation for this at the present time. The change in total incident energy was 22 percent, 
whereas the indicated change for the lines is in the order of 50 to 75 percent. At the high frequen
cies listed, the instrument radiance is very small  or negligible; the areas under the amplitude 
spectra for  the 0.83 s c  vs  the 0.65 sc conditions should be directly relatable to that obtained from 
a reduced energy spectra. That the measured change in the lines given in Table 5 was 50 to 75 per
cent, whereas, i t  should have been on the order of 20 to 25 percent, cannot be explained. The last 
row in each of the columns for the various conditions is the total energy as measured by the far IR 

3 


instrument. The change in the energy of the solar beam results in a small  change in the total far 

IR energy measured in the test  volume. After the solar beam was  changed from 0.83 to 0.65 sc, 5 

hours elapsed before the beginning of measurements at 0.65 sc. The measured temperatures of the L 


solar array had stabilized by this time so that the 4 percent decrease should be representative of 

the far IR energy change for the two conditions. The spacecraft model orientation has little or no 

effect on the measured values as shown in Table 5 for  either the near or far IR instruments. The 

variation shown is most likely caused by positional e r ro r s  of the instruments. That is, the solar 

beam is non-uniform and any energy measurements that a r e  made must account for very precise lo

cation of the instruments with respect to the beam at the shorter wavelengths. However, the meas

urement program does indicate little or  insignificant interchange between the given test  item and the 

solar array. 


The data obtained, with and without the 
spacecraft model in the chamber, a r e  inconclu
sive. The effect on the IR energy caused by 
adding a large reflecting surface in the solar 0.1oc 

beam cannot be determined. The positions of 
1 

the instruments were not identical for phases I N 
I 

E 0.08Cand I1 of the measurement program, and the $ N O T E :
E 

measured change can be attributed to either the Y 
0.83 SOLAR C O N S T A N T  

w 0' TILT 
change of position o r  to the addition of the large 	 f 

V 
0.06C 

FAR IRMl 
-reflecting surface. Figure 23 is the typical 	 a sspectral irradiance curve with the spacecraft c* i 19-FOOT LEVEL 

2
model in the chamber; it has characteristics 	 2 0.040 

+
corresponding to high energy values obtained 	 M -\ J 

LL 
v)without the model in the chamber, as shown in 

0.020 
Figure 17. 

0 

CONCLUSIONS AND RECOMMENDATIONS 5 10 15 20 25 30 

W A V E L E N G T H  6) 

The above study has been carried out to Figure 23-Spectral irradiance under module 33 with 

define anIR model of the solar array to be used spacecraft model in chamber. 
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j 	 when the IR energy affects test  item temperatures. To this end the following results have been 
achieved for the basic model of the IR energy: 

(1) The spectral irradiance has been defined for IR energy from 2.9 to 29 .3~ .  

(2) The total irradiance has been defined for  a test item viewing the entire solar array a t  
various heights and positions in the direct solar beam. The results are summarized in Table 4. 

(3) The spectral irradiance has been defined for  a test item viewing the entire solar array at 
various heights and positions in the direct solar beam. The collimated portion can be estimated 
using the data in Figures 16 to 18, which include 0.0346 sr of the diffuse component. The diffuse 
spectral irradiance is that of Figure 19. The composite spectrum incident onto the unit test item 
is thus the weighted average (according to columns C and D of Table 4) of the diffuse and collimated 
spectra. 

(4) The variations to the basic IR model due to changing the mode of operation of the chamber 
were as follows: 

a. 	 Lowering the direct solar intensity from 116 to 91 mw/cm2 (a 22-percent change) caused 
a 4-percent decrease in the energy as measured by the far IR instrument aimed directly 
into the beam. 

b. 	 Changing the orientation of the OAO thermal model resulted in no measurable change in the 
far IR energy as measured by the instrument aimed directly into the beam; however, the 
near IR instrument may have indicated trends dependent in spacecraft orientation. 

(5) Information on the effect on the basic IR model by the introduction of a large reflecting 
surface in the direct solar beam is inconclusive. One opinion is that if  the reflecting surface were 
to affect the IR energy, a change in the IR would be expected when the reflecting surface is tilted 
with respect to the optic axis of the solar beam. Since no measurable change in the energy values 
was observed, it may be concluded that the introduction of the surface caused little o r  no effect on 
the IR energy. 

The infrared radiation in the SES should be studied more completely to better define the IR 
model. The IR studies should begin with thorough measurements of the individual mercury-xenon 
lamps to better define the short wavelength variations of spectral irradiance as a function of lamp 
input power. The interferometers should be modified to prevent the energy reversals presently 
encountered, thus enabling automatic data reduction to be employed. Given such an automatic sys
tem, the instruments should be employed routinely (whenever the solar simulator is used for test 
purposes) to gain further knowledge of IR energy as a function of changing test parameters. 

Goddard Space Flight Center 
National Aeronautics and Space Administration 

Greenbelt, Maryland, September 13, 1968 
124-09-19-08-51 
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Appendix A 

Nomenclature 

a = Solar absorptance 

E = Thermal emittance 

y = Angle from normal direction of I, 

,U = Microns = cm 

u = Frequency 

B ( U )  = Incident spectrum 

I, = Incident radiation 

IR = Infrared 

MI = Michelson interferometer 

sr = Steradian 

x = Path difference = twice the mirror  displacement 
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! Appendix B 

Tolerances 

, The tolerances assigned to the spectral irradiance and total irradiance are  caused by many 
factors. These include e r r o r s  in determining the responsivity, detector irradiance, and signal 
voltages-all at a given wavelength. One problem in determining a tolerance is the difficulty in 
arriving at values for the various parameters that a re  mutually independent of each other. The 
end result most probably contains e r rors  included more than once; however, the results do give 
relative magnitudes of the expected error .  

The data to be used include the responsivity of the instrument calculated from the calibration 
data taken with the black body source at lo", 50", and 95°C. The detector irradiance, NUB, and the 
signal amplitude, V, a re  taken from the data obtained with the instruments viewing the liquid nitro
gen walls. These data are then used to calculate the energy from the black body source at 150°C 
and are  as given in Table B1. The handbook values of the energy from the black body source a re  
similarly listed in Table B1. The difference between the two sets is used as an estimate of the 
expected e r r o r  for the spectral irradiance values. The square root of the sum of the squares was 
used to estimate the expected e r r o r  for the total irradiance; the value was k7.0 percent. 

Table B1 

Tolerances for Spectral Irradiance. 

HandbookDetector Signal Calculated Value ofResponsivity 
Radiance Level Energy Energy Error

Wavelength 
A 

(microns) 
R e v  

(volts-cm*-p/mw) V 
(volts) 

E 
(mw/cmZ-p) EBB 

(mw/cmz-p) 

(%I 

29.2 33.2 1.2 36 2.30 2.54 -9.5 
23.9 22.2 2.3 70 5.40 4.85 11.0 
20.2 18.2 3.6 96 8.90 8.08 10.1 
14.6 15.6 6.8 2 10 20.3 19.4 4.6 
13.2 15.O 7.7 258 24.9 24.5 1.6 
10.9 10.0 9.2 306 29.8 35.8 11.2 
9.0 8.3 10.0 330 50.0 47.2 6 .O 
8.6 7.7 10.0 336 54.0 49.6 8.8 
7.3 7.7 9.5 372 58 .O 55.1 5.3 
6.4 7.7 7.0 366 59.5 55.0 8.2 
5.7 7-0 5.8 3 12 50.8 5 1.0 0.40 
5.1 7.2 4.0 256 39 .O 44.0 -13.0 

I 

c1 NASA-Langley, 1969 - 29 27 
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