Anemometer Calibrator

A new gas-velocity instrumentation calibrator generates accurate flow velocities over a wide range of gas pressure, temperature, and composition. Used primarily with air (20% oxygen—80% nitrogen) or 100% oxygen, the calibrator can generate flow velocities from 0 to 500 ft/min at pressures from 1 to 50 psia. Both pressure and flow velocity can be maintained within 1/4%.

As shown in the figure, the calibrator is essentially a closed-loop hydraulic system containing a positive displacement drive. Three pistons of known area are driven at a known constant rate, causing gas flow through an orifice. The flow velocity can be accurately determined from the piston rate, by accounting for the relative areas of the pistons and the orifice. This direct computation eliminates the need for any second-order calibration of the test instrument itself.

Errors in velocity determination can be caused by the existence of a significant boundary layer in the test region. To avoid this, the boundary region along the orifice wall is drawn off by a separate piston.

Note:

Requests for further information may be directed to:

Technology Utilization Officer
Code A&TS-TU
Marshall Space Flight Center
Huntsville, Alabama 35812
Reference: B71-10519

Patent status:

Inquiries about obtaining rights for the commercial use of this invention may be made to:

Patent Counsel
Mail Code A&TS-PAT
George C. Marshall Space Flight Center
Marshall Space Flight Center, Alabama 35812


Category 03

This document was prepared under the sponsorship of the National Aeronautics and Space Administration. Neither the United States Government nor any person acting on behalf of the United States Government assumes any liability resulting from the use of the information contained in this document, or warrants that such use will be free from privately owned rights.