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1. INTRODUCTION

One activity within the High Temperature Structural Design Pro-

gram at the Oak Ridge National Laboratory (ORNL) is the development of

constitutive equations for structural alloys intended for Advanced

Reactor Systems. These equations were fi-st developed using concepts

borrowed from classical plasticity and classical creep (Ref. 1). Exper-

iments conducted in support of this work included investigations of

yield and hardening behavior under biaxial loading (Refs. 2 through 5).

The type of loading used for this work was tension-torsion and the

type of specimen was the thin-walled tube. It was possible, at tem-

peratures in the range 20 to 232 °C, to use foil strain gauge rosettes

to measure the axial and torsional components of strain. The near-

microstrain resolution of these gauges allowed small-offset (10 u6)

yield behavior to be investigated without causing significant changes

to the material's state.

More recently, a viscoplastic constitutive model was developed at

nRNL which makes use- of two internal state variables (Refs. 6 and 7). It

was planned to conduct hiaxial experiments at temperatures in the range

20°C to 538°C to verify the multiaxial form of this model and also to

quantify the internal state variables. The lack of suitable high-

temperature strain gauges meant that the strain measurement technique

used in the earlier experiments could not be used for this work. Since

the specimen geometry and the type of loading were relatively simple, it

appeared that this would be a suitable application for a biaxial exten-

someter. However, a detailed review of the literature revealed that

existing instruments were not suited to high-precision, probing type

experiments at elevated temperatures. This led to an effort being



started at ORNL to design and develop such an instrument.

The design requirements for the instrument were based in part on

the performance of foil strain gages at room temperature. It was

required that the extensometer have near-microstrain resolution while

allowing measurement of axial strains and shear strains (engineering)

as high as *-20,000 ue. An additional requirement was that the instru-

ment should be capable of measuring diametral strains up to 110,000 ue.

This was because it was planned to add internal pressure to the types

of loading available for these experiments. It was required that this

performance should be maintained up to 650 °C.

The type of diametral extensometer developed by Slot et al. [B] for

high temperature, low cycle fatigue testing was used as a starting point

for the subject instrument. Two such diametral extensometers, termed sen-

sors in the following, were used in conjuction with a system of levers to

make the biaxial measurements. As might be expected, a lengthy period of

development was needed to achieve the required level of performance.

The approach adopted was to first evaluate the instrument on the

bench using a biaxial calibration fixture. Such experiments allowed the

instrument's characteristics to be investigated at room temperature under

closely controlled conditions. A series of in-place calibration experi-

ments was then conducted with the extensometer positioned on strain gaged

specimens. Initially, these experiments were conducted at room tempera-

ture so that direct comparisons could be drawn between the two strain mea-

surement systems. Subsequently, the emphasis was shifted to investigating

performance at elevated temperatures. Characteristics of interest here

were linearity, resolution, crosstalk, mechanical hysteresis, signal noise

levels, and signal stability.
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Finally, exploratory tests were conducted to evaluate_ the instrument's

performance in controlling experiments at elevated temperatures. One

such series of tests was aimed at establishing whether the extensometer

had sufficient resolution and stability to allow stress relaxation behav-

ior to be investigated under purely torsional lnading. This was of parti-

cular interest since interpretation of earlier stress relaxation data for

2-1/4 Cr-1 Mo steel, determined under uniaxial loading, had been compli-

cated by coupling between specimen heating and specimen loading. It was

anticipated that such coupling, discussed in detail later in the paper,

would not be a factor in tests involving torsional loading.

This paper is written in three parts. The first describes the

design and development of the ORN!, biaxial extensometer, with particu-

lar emphasis being given to the method of torsional strain measurement.

The second part describes a series of stress relaxation tests performed

on 2-1/4 Cr-1 Mo steel under cyclic torsional loading. Finally, com-

parisons are drawn between the results of these experiments and theo-

retical predictions made using the Robinson viscoplastic model.

DESIGN AND DEVELOPMENT OF A HIGH-PRECISION BIAXIAL EXTENSOMETER

In designing high temperature extensometers, a number of advant-

ages result if the body of the device is maintained at or near room

temperature during elevated temperature tests. This situation can be

achieved by using localized specimen heating, ceramic sensing probes,

heat shields, and some form of cooling. Adopting these measures,

room temperature transducers can be located on the body of the instru-

ment and used in effect for high temperature strain measurement.
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Another desirable feature of extensometers is that mechanisms can

be incorporated to magnify specimen displacements before they are

sensed by the transducers. Such magnification can be an important fac-

tor in achieving good resolution in tests involving small strains. One

design which successfully incorporates these features in a relatively

straightforward manner is the diametral extensometer developed for high

temperature, low cycle fatigue testing (Ref. 8). With this simplicity

and the need for diametral strain measurements in mind, it was decided

to use this instrument as a starting point for the subject biaxial

extensometer.

2.1 BASIC APPROACH

The basic approach is illustrated schematically in Figure (1). Two

sensors of the type shown in Figure (la) are positioned on the specimen.

These sensors incorporate ceramic probes which grip the specimen by

means of friction. The assumption is that once installed, the point of

contact of each probe remains fixed on the specimen. The probes serve,

therefore, to transmit specimen displacements and rotations to the body

of the instrument. A further assumption is that a suspension system

can be designed which constrains the sensors to planes parallel to the

X-Y plane of Figure (lb). Two such planes are the OEFG and the HIJK

planes shown in this figure.

The method of strain measurement is as follows. Under axial

loading, the vertical distance between the sensors, BB in Figure (lb),

changes and is used as a basis for axial strain measurement. This is

achieved by positioning proximity transducers on the top sensor and a

target on the bottom sensor. Regarding diametral strain measurement,

loading in the radial sense resulting from internal pressure causes the

4



specimen diameter to change. These changes are transmitted via the

hinge to the mounting arms. Relative movement between the mounting

arms, AA in Figure (la), is used for diametral strain measurement. This

is accomplished by positioning the core of a linear variable differential

transformer (LVDT) on one mounting arm and the coil on the other. Under

torsional loading, the sensors rotate different amounts about the Z axis

within their respective reference planes, This difference in angular ro-

tation, D in Figure (lb), is used for torsional strain measurement. The

various mechanisms and transducers used in making torsiona l measurements

will be discussed in detail later in the paper.

Regarding the mechanical details, the instrument consists of three

subassemblies; the sensors; the lever-arms; and the support structure.

One of the extensometers two sensors is shown in Figure (2). The more

important components of this subassembly are the ceramic probes, the

elastic hinge, the mounting arms, and the preload spring. 	 The function

of the spring is to force the probes against the specimen to provide the

frictional force necessary to prevent slippage. The strain gages mounted

on the probes are monitored during this process to control the amount of

preloading. The transducer mounting block is used to grip the coil of

the LVDT used for diametral strain measurement. The core of this

transducer is shown positioned on the null adjustment screw. Also

shown in Figure (2) are the heat shields and water cooling arrangement

used to prevent heat buildup in the instrument. Elimination of this

effect was viewed as being desirable in isothermal tests and essential

in the case of non-isothermal tests.

One of the instrument's four lever-arm assemblies is shown in Figure

(3). The primary function of these assemblies is, in conjunction with

1
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the sensors, to transmit specimen rotation to four rotary variable differ-

ential transformers (RVOT's) positioned on the support structure. These

mechanisms can he thought of as consisting of two levers, RC and CO, which

are free to rotate about the vertical axes designated n, C, and D. Such

rotation is allowed by flexural pivots which act as bearings (Ref. 9).

One end of the lever-arm is bolted to the sensor and the other to the

support structure. This arrangement allows the sensors freedom to rotate

and displace within planes perpendicular to the three axes. The larger of

the two levers, BC, includes. a parallel linkage which allows the sensors

to displace vertically. At the same time, the parallel linkages ensure

that the sensors are constrained to planes which are parallel to the

original reference plane. Use is again made of flexural pivots in these

linkages as they d1low rotation with no associated friction.

The primary function of the instrument's support structure, figure

4,is to provide a means of mounting the device on the test system or on a

calibration fixture. This subassembly consists of a cross-arm which

when suitably supported, facilitates positioning of the instrument prior

to testing or calibration. Two vertical posts are attached to the cross

arm and provide mounting locations for the lever-arm assemblies and the

RVOT's. One further function of the support structure is to provide a

means of supporting the sensors at their centers of gravity on soft verti-

cal springs. This is accomplished using two support brackets which bolt

directly to the cross-arm. In addition to housing the spring holders, the

support brackets provide convenient mounting locations for the instrument's

electrical connectors. This approach has the advantage of isolating

the instrument from long lengths of cable.
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The complete instrument is shown positioned on a calibration

fixture in Figure (5). This figure serves to show the complexity of the

assemhled instrument. The method of suspending the sensors on springs

is shown in this figure along with the method of mounting the electri-

cal connectors.

2.2 DETAILS OF TORSIONAL STRAIN MEASOREMENT

The method of torsional strain measurement is shown in more detail

in Figures (6) and (7). In the first of these figures, the sensors are

considered to be two levers, AB and AC, which have a fixed angle be-

tween them and which are constrained to follow the rotation of the spec-

imen. The lever-arms are idealized into three bearing/two lever systems

which are supported at points D and G. This mechanism was analyzed to

determine the relationship between specimen rotation, O; and the cW0,

ponding lever-arm rotations at the support points, a and a'. The results

of this analysis are shown in Figure (7). Here, it can be seen that the

relationships between specimen rotation and individual lever-arm rotation

are highly nonlinear. However, the curve relating specimen rotation, 0,
with the sum of the rotations at the support points, a + a', can be seen

to be near-linear. Thus, by positioning RVOT's at the support points, D

and G, and summing their outputs electronically, near-linear relation-

ships are obtained between specimen rotation and summed transducer out-

put. By summing in turn the outputs from the two sensors, a combined

output is ohtained which is proportional to torsional strain as defined

in Figure (7).

One problem peculiar to biaxial and multiaxial extensometers is that
Y

interaction or crosstalk can occur between the various forms of strain-

ing. The mechanism by which specimen displacements in the axial sense

7
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can affect torsional strain measurements is shown in Figure (8). Such

displacements cause the parallel linkages incorporated in arms RC and EF

to assume some angular position, d, rel.:tive to the original reference

plane. These rotations cause, the projected lengths of arms RC and EF to

shorten in this plane. This shortening in turn causes lever CD to rotate

-a from its original position and lever Ff, to rotate +a from its original

position. These rotations are sensed by the RVDT's positioned at loca-

tions D and G. However, since the outputs from these RVDT's are summed

before being used for measurement purposes, it might be expected that the

effect would he self-cancelling. In practice, this situation would only

be realised if the lever-arms were manufactured and assembled so a3 to be

identical. With this in mind, the four lever-arms were assembled with

extreme care using a special purpose jig. Also, the support structure

was designed to provide the linear and angular adjustments necessary dur-

ing final assembly to achieve the self-cancelling condition.

I

f

i
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3. EVALUATION OF THE BIAXIAL F.XTENSOMETER'S PERFRRMANCE IN MEASURING
TORSIONAL STRAIN

The instrument's performance in measuring torsional strain was

evaluated in two stages. The first involved a series of bench calibra-

tion experiments conducted at room temperature. A biaxial calibration

fixture was designed and developed at ORNL specifically for this work.

The aim of these experiments was to investigate linearity and crosstalk

over the maximum measurement ranges practicable with the instrument.

The second stage of the evaluation involved a series of in-place

calibation experiments conducted on thin-walled tubular specimens in-

strumented with foil strain gauge rosettes. The aim here was to inves-

8



tigate mechanical hysteresis, linearity and crosstalk over small strain

ranges, say *-100ut. This was accomplished by loading the specimen

within its elastic range and drawing direct comparisons between strain

measurements made using the extensometer with those made using the

strain gauges. This was the preferred evaluation technique in the case

of small strains as it avoided placing unrealistic demands on the per-

formance of the calibration fixture.

3.1 BENCH CALIBRATION EXPERIMENTS

The fixture used for the bench calibration experiments is shown

in Figure (9). The more important components of this fixture are the
h

micrometer heads used for diametral and axial calibrations and the ro-

tary table used for torsional calibrations. The fixturing shown attached

to the diametral micrometer head is designed for diametral calibration

work. That shown positioned on the rotary table in Figure (5) allows

axial and torsional calibration. In addition to routine calibration

work, the fixture was used to establish ranges of linearity and also to

investigate crosstalk between the various types of straining.

The approach adopted in determining torsional calibration data is

shown in Figure (5). The extensometer's probes were positioned on the

simulated specimen which in turn was positioned on the rotary table of

the calibration fixture. The voltage outputs from the RVOT's associated

with the top and bottom sensors were monitored after being summed in

I 	 filter/amplifier modules. The procedure followed in these experiments

was to rotate the simulated specimen through known angles and to note

the corresponding RVOT output. The angular calibration data generated

in this manner for the range f60 arc-min. are shown in Figure (10). As

9 0



indicated on this figure, the extensometer was removed From the cali-

bration fixture and then reinstalled at total of six times in generating

the data shown. This procedure was followed to determine the repeatabil-
.

ity of the calibration data,

The multiaxial calibration fixture was also used to investigate

crosstalk between axial and torsional straining. The approach adopted

here was to set known angular rotations and then to note the change in

RUT output as axial displacements in the range ±1,27 mm were superimpos-

ed using the calibration fixture's axial micrometer head. This range of

displacements corresponds to an axial strain range of ±50,000 tic, assum-

ing a 25,4 min specimen gage length. Data generated for angular settings

in the range 0 to +611 arc-min. are shown in Figure (11). These data

are typical for angular settings in the range 0 to -60 arc-min. and also

0 to ±150 arc-min..

3.2 IN-PLACE CALIBRATION EXPERIMENTS

The second stage of the evaluation was performed with the extenso-

meter positioned on strain gauged specimens which in turn were installed

in a tension-torsion test system. This allowed direct comparisons to be

drawn between strain gage output and extensomet.er output as the specimens

were subjected to biaxial loading within the material's elastic range.

These experiments showed that torsional measurements made using both

systems exhibited minimum hysteresis and were well behaved on passing

through zero. As indicated in Figure (12a), the hysteresis exhibited by

the extensometer was about 6uc when the specimen was loaded over a for 	 •

sional stress range of 32 mpa.

10
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Crosstalk was further investigated by subjecting the specimen to

axial loading and monitoring any resulting change in torsional strain

'	
output. These experiments confirmed the earlier results in that cross-

talk was found to be small. It can be seen in Figure (12b) that torsional

strain output changed by about t6ne when the specimen was loaded

axially over the range t120mpa.

Finally, attention was directed at investigating the extensometer's

performance at elevated temperatures. As already noted, a number of

features had been incorporated into the design to ensure that the body

of the device was at or near room temperature during elevated tempera-

ture tests. The effectiveness of these measures made it unlikely that

the instrument's strain transfer characteristics at elevated tempera-

tures would be significantly different from those at room temperature,

Therefore, this stage of the evaluation was limited to investigating a

number of electronic characteristics such as signal noise levels and

signal stability.

After establishing base-line data at room temperature, signal

noise levels were recorded under isothermal conditions at 232, 454,

538, and 650 °C. It should be noted that specimen heating was by means

of a 5kW radio frequency (RF) induction heater and that the heater in-

corporated a closed-loop temperature control system. This form of

heating was found to cause drastic increases in signal noise levels.

Thus, it was necessary to filter the signals from the extensometer to

avoid problems with test system control. A variety of active and pas-

sive filtering systems were tried with mixed results. The best compro-

mise was found to be obtained using passive filters with time constants

of about 0.5 seconds. Typical strain signals recorded over 200 second

11
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time intervals after installing such filters are shown in Figure (13).

Behavior over this time interval was of particular interest as it approxi-

mates the time required for individual loading probes in multiaxial defor-

mation experiments. Recordings of this type were also made over 0,4 hour

periods to establish the influence of laboratory environment on signal

stability.

4. EXPERIMENTS INVESTIGATING STRESS RELAXATION BEHAVIOR UNDER CYCLIC
TORSIONAL LOADING

On completing the instrument development work, the scope of the in-

place calibration experiments was expanded to investigate the feasibil-

ity of the generating stress relaxation data under torsional loading.

By way of background, an attempt had been made to use stress relaxation

data determined under uniaxial loading to quantify the kinematic state

variable in the Robinson viscoplastic model (Refs. 10 and 11). However,

interpretation of the data generated in these experiments was complicated

by the extreme sensitivity of uniaxial strain measurements to thermal

effects. In contrast, torsional strain measurements, as a result of

being based on specimen rotations, are relatively unaffected by tempera-

ture changes and associated thermal expansion. For this reason, it was

anticipated that less than ideal temperature control would not be a

limiting factor in stress relaxation tests conducted under torsional

loading.

4.1 TEST EQUIPMENT

Details of the test equipment are given in Table (1). In summary,

the tests were performed on an MTS closed loop, electrohydraulic test

system with provision for tension-torsion loading. The MTS system is

12



controlled by a Digital Equipment Corporation PDP Be computer and an

Electronic Associates Inc. TR-10 Analog Computer. The type of specimen

used is shown in Figure (14). After fabrication, the specimen was solu-

tion annealed and postweld heat treated. Details of these heat treat-

menus are given in Table (2) along with other information regarding the

the particular heat of material tested.

Prior to installation in the test system, the specimen was instru-

mented with four rectangular strain gauge rosettes and seven chromel/

alumel thermocouples. The strain gauges were used to minimize bending

during specimen installation and also to check out the performance of

the biaxial extensometer at room temperature. Specimen heating was by

means of a 5kW RF induction heater. The geometry of the heater load coil

was designed to give a temperature profile within WC of the nominal

test temperature over a 25 mm gauge length. The outputs from six of the

chromel/alumel thermocouples were used to achieve this condition while

the seventh was used for temperature control. The test setup described

above is shown in Figure 15. Not shown in this figure is the water cooled
	

i

heat shield which is positioned between the specimen and the biaxial

extensometer during tests. This heat shield, in conjunction with those

mounted on the sensors, prevents heating of the instrument by radiation.

4.2 PRELIMINARY EAPERIMENTS

At the start of this investigation, well established procedures

were followed to ensure that the loading system and the various measure-

ment systems were functioning properly. This preliminary work was aimed

at ensuring the following:	 I
1. The specimen was installed in the test system such that bending

strains were within ±5% of the average strain.

13



2. The foil strain gauge measurement system was functioning properly. 	 j

3. The biaxial extensometer was installed and functioning properly.

4. The temperature profile over a 25mm gauge length was within ±5 0 f, of

the nominal test temperature.

The various procedures adopted to achieve these conditions are summarized

in Table (3) along with the results obtained in the present experiment.

As indicated in this table, the required conditions were met with one

exception. This was that the best temperature profile that could be

obtained was 538 °C *t2D °C, 	 j

4.3 EXPERIMENTAL PROCEDURES

The experimental procedures used to investigate stress relaxation

behavior under cyclic torsional loading were based in part on those

used earlier in uniaxial experiments (Ref. 1U). First, the specimen was

cycled over a tensorial shear strain range of 0.56% using a ramp waveform

and a nominal strain rate of 600ue/min. The required fully cyclically

hardened condition was achieved after about ten cycles.

Stress relaxation experiments were then conducted from five starting 	 1 —I

locations on the stahalized hysteresis loops (Fig. 16). Details of the

target values of stress and strain used for computer control are given

I
in Table (4). Also shown in this table are the sequences of loading i

followed before and after individual stress relaxation experiments.

The aim of these loadings was to return the material to the reference

condition before starting the next experiment. Five stages of loading

were required in stress relaxation tests conducted from the peak of the

hysteresis loop while six stages of loading were required in tests

conducted from other locations (Figure 17).

14
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4.4 TEST RESULTS

A typical stress-strain hysteresis loop for material in a fully

cyclically hardened condition is shown in Figure (18). Such loops were

recorded directly using analog outputs from the test system's load cell

and from the biaxial extensometer. One difficulty indicated in this

figure is that strain rate was not controlled at the specified value,

600hE/min., with any degree of precision during the various stages of

loading. Post-test analysis of the results showed that strain rates

during elastic straining were as high as 900pe/min. while those during

inelastic straining were as low as 300ue/min.

The results of the stress relaxation tests are shown in Figure (19).

One feature of the raw data is that a ±Impa amplitude cycle 'is super-

imposed on the overall stress relaxation response, It was established

that this cycling resulted from less than ideal control of torsional

strain during the 0.167hr hold-periods. More specifically, the problem

was caused by a deadband incorporated in the computer software to allow

for noise on the signal being controlled. The cycling apparent in Figure

(19) clearly indicates that the size of the deadband selected, t511E,

was too wide for precise stress relaxation testing. However, as the

trends in the raw data were well defined, it was possible to construct

average curves without much difficulty (Fig. 20). These curves subse-

quently were used to establish relationships between initial stress rate

and starting stress on the hysteresis loop. The results of this analy-

sis are shown in Figure (21).

15.
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5.	 THEORETICAL CONSIDERATIONS: COMPARISON OF EXPERIMENT AND THEORY

As the results of the exploratory tests were reasonably consistent,

it was possible to proceed to the final stage of the investigation.

This involved use of the ORNL viscopiastic constititutive model to pre-

dict material response under conditions approximating those of the ex-

periments. Because of the lack of multiaxial test data for 2-1/4 Cr-

1Mo steel at elevated temperatures, the constants in this model were

determined through uniaxial testing only. Thus, it was of considerable

interest to determine how closely the model would predict behavior under

other forms of loading, in this case simple shear.

5.1 THE VISCOPLASTIC CONSTITUTIVE EQUATIONS

An isothermal statement of the ORNL viscopiastic constitutive model

is as follows:

E..
F n 	^J
	

F > 0 and SijEi, > 0

20C ii 	J2

0	 F.<0
or

F > 0 and S
ii

E i ^ 6 0

Z ..
iJ

GB ci J
. - RG

m-p	
G > Go and 

S i.i aij > 0
2

( I.)

aiJ
(2)

a..
^J

Ha ci.1 - RG'- 6 _

G O 	 I2

G 4 GO or S i ^a i ^ ^ 0
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(3)

in	 which.	 aij	 = S i j	 - aij

S ij	 = a ij I akk S ij
(4) 

a..
,j

a..
iJ akk Sij

(5)

J
2 (61

F n K2 _	 1

I2
(7)

G 2
K

J2	
2
rij ,

ij	
(81

1 2 n 	 aijaij	 (9)

Here, e ij denotes the components of inelastic strain rate, K and a ij are

state variables and u, n, m, 0, R and H are material constants. Values of

the constants for 2-1/4 Cr-1Mo steel at 538°C are as follows:

u = 3.6 x107

n = 4.0

0 = 0.75

m = 3.87

R = 8.97 x 10-8

H = 9.92 x 103

These values are consistent with the units of Ksi for stress, in/in for

strain and time in hours. The scalar state variable, K, is taken to be con-

stant for material in a fully cyclically hardened condition. The value of

K used in the following analysis, 0.82, resulted from isothermal, uniaxial

testing as did the other values listed above.
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As indicated in equations (6) through (9), the stress dependence in this

model enters through the second principal invariants of the applied stress

and the internal stress. This infers that the material is initially isotro-

pic and that it behaves independently of the third principal invariants. The

validity of the latter assumption is examined later in the paper in light of

the experimental results.

5.2 REDUCTION TO PURE SHEAR: COMPARISON OF PREDICTED AND EXPERIMENTAL RESULTS

In the case of simple shear, the equations (1) through (9) reduce to

the following:

1.39 x 10 
-8 

F 
4

sgn(T-s)	 F > 0 and T(T -s) >0

C	 (10)
12	 F40

0	 or
F>O and T(T -s) 40

.1105 E12 - 
3.17 x 10 -7 IsI 6.23

sgn(s)	 s>s0 and Ts

>0 11)
s

7320
	 - 3.17 x 10 - 

7 Is0 1 6.23
sgn(s) ; s4s0 or TscO

Is

in which	 F =	 T
-s)2 - 1
	 (12)

0.67

s	 = 0.01	 (13)

0

i1

Here, EiJ is the tensorial component of inelastic shear strain rate, T is

the applied shear stress, and s is the shear component of the state vari-

able aij.

18



The above equations were used to predict saturated stress-strain

hysteresis loops under conditions approximating those of the experiments

(Figure 18). To avoid undue complication, the prediction shown in this

figure was made assuming a single strain rate, 900 p e/min., applied for

the entire cycle. These equations were also used to predict stress

relaxation behavior from various starting points on the hysteresis loops

(Figure 20). It should be noted that the model has no provision for pre-

dicting the "reversed" stress relaxation observed from points 3, 4, and

5. The horizontal lines constructed through these points are shown to

emphasize the reversal of the experimental data.

C.	 DISCUSSION

In discussing the results of this investigation, consideration is

given first to the performance of the biaxial extensometer. Of particu-

lar interest here are the characteristics important in high precision,

probing type experiments. These include linearity, crosstalk, mechani-

cal hysteresis, resolution and stability. This is followed by some

general discussion on problems associated with traditional methods for

investigating time dependent material behavior at elevated temperatures.	 i

Possible advantages resulting from the use of torsional loading are out-

lined and the results of some preliminary experiments are discussed in

light of predictions made using the viscoplastic constitutive model.

Finally, methods are discussed for quantifying the internal state vari-

able and the constants in this model.

6.1 PERFORMANCE OF THE BIAXIAL EXTENSOMETER

One basic requirement for any strain measurement system is that

its output should be linear over the full range of interest. As indica 	 j

ted in Figure (7), the kinematic analysis performed during the prelimin-
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ary design stage showed that this goal theoretically was attainable with

the present design. This result subsequently was confirmed in bench cal-

ibration experiments conducted over angular ranges of *60 and ±150 arc- 	 K

min.. The data generated for the smaller range are shown for purpose of

ill..stration in Figure (10). The importance of this result is that the

relationship between specimen strain and voltage output from the

instrument is known with certainty even though conditions at the start of
I	 ^

tests may not be well defined. This situation can arise, for example,

as a result of less than ideal instrument installation or thermal expan-

sion of the specimen. Provided the instrument's calibration is linear,

voltages resulting from these effects can simply be nulled out prior to
y

testing without compromising the accuracy of subsequent measurements.

Another important result shown in Figure (10) is that the calibration

data are repeatable for successive installations. This lent confidence

to the assumption that calibrations performed on the bench would still

apply when the instrument was installed on a specimen. Further confi-

dence in this approach was obtained when strains measured using the bi-

axial extensometer were compared to those measured using foil strain

gages. The results obtained using the two strain measurement systems

were usually within 2% of each other.

As already noted, one problem peculiar to biaxial and multiaxial ex-

periments is that interaction or crosstalk can occur between the vari^us

forms of loading and straining. This problem is particularly limiting

in experiments involving small changes of inelastic strain or inelastic

strain rate. The meaning of such experiments is lost if, for example,

loading in the axial sense produces apparent torsional strains and vice

versa. Also, crosstalk of this type clearly precludes any meaningful

investigation of normality. This problem was approached in two ways

20	 v



i

during the design and development of the subject extensometer. First,

crosstalk was recognized as being a problem from the outset and measures

were taken to minimize its effect during the design stage. Second, in

tests requiring extreme precision, techniques were developed to computer

correct for crosstalk effects.

The effectiveness of the self-correcting feature designed into the

instrument can be judged by the data shown in Figure (11). Here, it can

be seen that axial strains over the range ±50,000 ue caused tensorial

shear strain measurements to change by less than 30 pc. A similar result

is shown in Figure (12b). In this case, loading a specimen over a ±125 MPa

axial stress range caused measurements of shear strain to change by less

than 16 ue, The linear relationship shown in this figure subsequently

was used to computer correct for crosstalk effects in yield surface deter-

minations conducted on 2-1/4 CR-lMo steel at 20 °C (Ref. 12). In these

experiments, axial and torsional stresses and strains are sampled at 1 se-

cond intervals. Thus, for a known axial stress, the corresponding value

of apparent torsional strain was computed using the expression ee 12 =

0.05 all and used to correct the measured value. A similar approach was

used in these biaxial experiments to correct the measured values of axial

strain. In this case, the analytical representation of crosstalk was

hell = 0.29 012 , where Dell and 019 have units of microstrain and MPa.

Such corrections were found to be a prerequisite for the successful

definition of small offset (25 pe) yield surfaces using the biaxial ex-

tensometer

A further requirement in high-precision, probing type experiments is

than the strain measurement system should not exhibit significant mechan-

ical hysteresis. This is because differences in response between loading
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and unloading can previde a useful measure of change of material state.

Clearly, any mechanical hysteresis in the instrumentation will complicate

interpretations of this type. The need to minimize hysteresis influenced

the design of the biaxial extensometer in two ways. First, flexural

pivots were used in the lever-arms to act as hearings. These pivots, by

utilizing sets of flat cross flexures, allow rotation between components

without any associated rolling friction or backlash. Second, careful

consideration was given to the method of mounting the instrument on spec-

imens. The aim here was to avoid techniques which might lead to diffi-

culties when the direction of loading is reversed or when loading passes

through zero. The approach adopted was to use pairs of ceramic probes

which grip the specimen by means of friction at three locations (Fig.2).

The surfaces in contact with the specimen are flat resulting in line

contact over 2.5mm lengths at each of the three locations. As indicated

previously, preload springs are used to provide the frictional force

necessary to prevent slippage.

The data shown in Figure (12a) illustrate the effectiveness of these

measures. These data were obtained by cycling a. specimen over a 32 MPa

torsional stress range and recording the corresponding strain outputs from

foil strain gauges and the multiaxial extensometer. It was found that the

extensometer exhibited only slightly more hysteresis than the strain gauges

the width of the hysteresis loop at zero load being about 6ue. Also, the

output from the extensometer was found to be well behaved when the direc-

tion of loading was reversed and when loading passed through zero.

High resolution is another important requirement for strain measure-

ment systems supporting development of viscoplastic constitutive models.



This characteristic plays a key role in experiments investigating behav-

ior tinder multiaxial stress states. In these experiments, attempts are

made to investigate inelastic response while maintaining the material in

an unchanged state. This conflicting requirement can be approximated in

probing type experiments in which very small changes in inelastic strain

or inelastic strain rate are used as measures of inelastic response.

Clearly, strain measurement systems used for this work must be capable of

detecting these small changes which in practice requires near-microstrain

resolution.

One feature of extensometers is that mechanical gain can be used to

obtain high resolution. The kinematic analysis performed during the pre-

liminary design stage showed that suitably designed lever-arm assemblies

can provide significant mechanical magnification of specimen rotations.

It was established that most magnification could be obtained by maximizing

the length of lever BC - and minimizing the length of lever CD (Figure 3).

Further gain was obtained by summing the rotations of the two lever-arm

assemblies associated with a particular sensor. With the geometry used in

the present experiments, one degree of specimen rotation produces a summed

output of about 4 degrees at the attachment locations of the RVDT's. This

meant that only modest amounts of electronic gain, x 100, were needed to

calibrate the instrumentation such that ±3,000 pe =_ ±10 volts. Using

this arrangement, the ability to detect voltage changes of the order of

of 3mV would theoretically give the required microstrain resolution.

In practice, however, the resolution of strain measurment systems are

usually limited by electrical noise. This is particularly the case in

elevated temperature tests where the heating system.and the temperature
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control system can add to the problem. As previously noted, passive fil-

ters were used to minimize this difficulty. It can be seen in Figure (13)

that even after filtering, noise levels at 650 °C are a factor of at least

five greater than those at room temperature. Based on these results, it

appeared that the aim of developing an instrument with near-microstrain

resolution had been achieved in the case of tests conducted at room tem-

perature. In the case of elevated temperature tests, the resolution was

about 5 Pc,

Regarding signal stability, considerable effort was needed to achieve

the results shown in Figure (13). First, it was found necessary to control

the laboratory air temperature to within ±1 °C. Further, in experiments

requiring extreme precision, it was necessary to isolate the specimen,

extensometer, and load frame from laboratory air currents. This was a-

chieved by constructing an enclosure around the load frame and the ancil-

lary equipment. Under these conditions, the strain signals from the ex-

tensometer exhibited negligible drift once thermal equilibrium had been

established. It should be noted that the time periods investigated were

relatively short, 24 hours and less. Such periods were consistent with

early experiments which were short-term and exploratory in nature.

6.2 INVESTIGATION OF TIME DEPENDENT MATERIAL RESPONSE AT ELEVATED
TEMPERATURES

Having developed instrumentation allowing precise biaxial strain

measurement, the next problem addressed was how best to use this capa-

bility for investigating time dependent behavior at elevated tempera-

tures. The two experimental approaches traditionally used for this pur-

pose are the monotonic creep test and the stress relaxation test. Based

on experience gained in previous uniaxial test programs, the preferred
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test method for the present experiments was the stress relaxa' 	 test

and the preferred type of loading was pure torsion. Some background

regarding these choices is given in the following.

One characteristic of creep data determined on test machines using

dead weight loading is that the data usually exhibit considerable

scatter (Ref. 13). Possible reasons for the variability include less

than adequate control of conditions during initial loading and the test

method's extreme sensitivity to errors in load and temperature. Also,
r

difficulties arise as a result of the simple forms of extensometry used

in the majority of these experiments. Poor dynamic response can result

in unreliable strain measurements during the early stages of tests and

less than adequate stability can result in errors in long term tests.
t

Thus, although tests leading to steady state creep rates might appear

advantageous from the modeling viewpoint, the associated experimental 	 j

difficulties raise serious questions regarding the value of this test

method in supporting constitutive equation development.

In contrast, the accuracy of stress relaxation data generated using

closed-loop, electrohydraulic test systems appears less susceptable to 	 }

experimental difficulties. Since these experiments are conducted under

strain control, the magnitudes of both strain and strain rate are known

with certainty during initial loading. Further, since total strain is

simply held constant during the critical stage of the experiment, less

demanding requirements are placed on the strain measurement system. One

important advantage here is that the dynamic characteristics of load

cell are limiting in detecting high inelastic strain rates rather than	 j

those of the extensometer. This is an advantage since load cells can 	 { '

detect dynamic events as rapid as 100in/in/sec. Also, since stress re-
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laxation experiments are relatively short-term, unrealistic demands are

not placed on the stability of the instrumentation. Another advantage

of conducting these experiments on closed-loop, electrohydraulic test

systems is that the material can be cycled over a known strain range be-

tween stress relaxation experiments and returned to a known reference

condition. This approach allows a number of experiments to be conducted

on a single specimen (Ref. 10).

Unfortunately, unless conducted with extreme care (Ref. 14), the

stress relaxation test is not entirely free from experimental difficul-

ties. One such difficulty is that the test method is extremely sensi-

tive to temperature fluctuations when conducted under uniaxial loading.

To illustrate, in tests conducted on 2-1/4CR-Mo steel at 538 °C, a 15 °C

or t1% variation in specimen temperature causes stress to change by

about t10MPa. As can he seen in Figure (19), stress variations of this

magnitude will completely mask stress relaxation response in this mater-

ial. It follows that both specimen temperature and laboratory tempera-

ture have to be controlled within very close limits if the production

of misleading data is to be avoided.

A related difficulty arises in experiments in which radio frequency

induction heaters are used to test ferritic steels. In these experi-

ments, coupling can occur between . specimen loading and specimen heating

as a result of the magnetomechanical effect (Ref. 15). By way of ex-

planation, the heat dissipated in inductively heated ferritic steels is

a function of the material's ferromagnetic permeability. Also, it has

been demonstrated that the permeability of these materials is a function

of mechanical straining. Since specimen temperature typically is con-

trolled by means of a single thermocouple located at a point on the

26

_.



specimen surface, straining an inductively heated specimen causes tem-

perature to change at other locations in the specimen. The net result

is that the temperature in the specimen gauge length is not in a stabil-

ized condition prior to conducting the stress relaxation test. As indi-

cated above, the resulting temperature changes, occurring, say over a

25mm gauge length, can invalidate the results of subsequent stress re-

laxation experiments.

One solution to these difficulties is to use an alternative form of

loading. As noted earlier, torsional strain measurements are based on

specimen rotations which theoretically are unaffected by temperature

changes and associated thermal expansion of the specimen. This can be

seen by inspection of the expression for torsional strain shown in

Figure (7). Also, the design of the biaxial extensometer is such that

torsional measurements are insensitive to changes in laboratory tempera-

ture. This is because the symmetry of the instrument causes thermal

effects to be self cancelling. In summary, therefore, it appeared that

many of the difficulties experienced in previous uniaxial test programs

would not be a factor in stress relaxation tests conducted under purely

torsional loading. The exploratory tests described in the following

were conducted to examine the feasibility of this approach.

The success of these experiments can he judged by the data shown in

Figures (18) through (21). Considering first the data shown in Figure

(18), no difficulty was experienced with the biaxial extensometer in

cycling the specimen over a shear strain range of 0.56%.. As in earlier

experiments conducted at room temperature, no problems were experienced

when the direction of loading was reversed or when loading passed
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through zero. Also, the extensometer exhibited no tendency to "walk"

on the specimen with repeated cycling. The one difficulty which did

occur during this stage of the experiment was that the nominal value of

strain rate, 600or/min., was not maintained constant within reasonable

limits, This resulted from a problem with the computer control and was

not related to the instrumentation being used.

The data shown in Figures (19) and (20) demonstrated that the biax-

ial extensometer had sufficient stability and resolution to allow stress

relaxation behavior to be investigated under purely torsional loading.

Perhaps the most striking feature of the data shown in these figures is

that the sense of the relaxation process reverses at a stress value of

about 45 MPa. To illustrate, in the experiments conducted from starting

stresses of 87 and 69 MPa, stress dropped by 21 and 9 MPa during the 600

second hold-periods. In contrast, stress increased during the hold-

period in the other three experiments. For example, in the experiment

conducted from a starting stress of 0 MPa, stress increased by about

7 MPa. This result confirms trends observed in earlier programs conduc-

ted on 2-1/4CR-Mo steel under uniaxial loading (Ref.10). As will be

discussed later, use will be made of this characteristic of the data to

quantify the kinematic state variable in the viscoplastic constitutive

model under consideration.

One apparent disadvantage of the experimental approach described

above is that the magnitude of the stress changes occurring during the

relaxation process are relatively small. If, however, consideration is

given to the rate of change of stress, then the relaxation data shown in

Figures (19) and (20) can be shown to vary over several orders of magni-

tude. This is illustrated in Figure (21) for the case of the initial

t
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stress relaxation rate. Whereas the stress changes occurring during

relaxation fall within a ±20MPa range, the initial stress rates for the

same data can be seen to cover a 11000 MPa/h range on average. It is

reemphasized that these rates were measured using the test system's load

cell. nearing in mind the reliability of load cells, it was possible to

place a high degree of confidence on the accuracy of these data.

Regarding the temperature insensitivity of the torsional strain

measurements, no direct evidence has been presented thus far supporting

this claim. Such evidence was obtained on completing the series of

stress relaxation tests when the specimen was cooled from 538 °C to room

temperature. It was established that torsional strain output changed by

less than 40uc during this process. In comparison, the thermal contrac-

tion associated with this cooling would have resulted in apparent axial

strains of the order of 8000ue. Based on these values, use of torsional

loading reduced temperature sensitivity by at least two orders of magni-

tude.

In related activity, the magnetomechanical effect was shown not to

be a factor in these experiments. In a series of exploratory 'tests
N

conducted at 538 °C, the specimen was loaded within its elastic range to

a torsional stress of 45 MPa and held constant at this value for about

600 seconds. Both torsional stress and torsional strain were monitored

during this period to investigate the stability of the signals, It was

found that both signals remained constant within the limits of accuracy

of the measurement system during the hold-period. Thus, if any thermal

readjustments were occurring in the specimen as a result of the loading,

the torsional strain measurement was totally unaffected by them. As 	 i
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stated earlier, this insensitivity to thermal effects is viewed as being

an important advantage of torsional loading since it eliminates a major

source of uncertainty.

6.3 COMPARISON OF PREDICTIONS WITH EXPERIMENTAL RESULTS AND DETERMINATION
OF THE INTERNAL STATE VARIABLE

As noted earlier, it was of considerable interest to compare the

data generated in the cyclic relaxation experiments to predictions made

using the viscoplastic constitutive model. This was because this model

was developed before the present results were available and also because

the formulation of the model was based entirely on uniaxial test data.

Thus, the results of the present experiments provided a totally inde-

pendent check of the predictive capability of the model for a more

fundamental form of loading, pure shear.

First, equations (10) through (13) were used to predict the stabal-

ized hysteresis loop for conditions approximating those of the experi-

ments. As indicated in Figure (18), the theoretical and experimental

results were found to be in reasonable agreement considering that the

experimental values of temperature and strain rate varied from the

nominal test values. Although falling short of a proof of the adequacy

of the "J 2 " asssumption made in the theory, this comparison does provide

some measure of its validity under the present conditions.

Equations (10) through (13) were also used to predict stress relax-

ation response from two of the starting locations on the stabilized hys-

teresis loop. These locations correspond to stress values of 87 MPa and

69 MPa. As indicated in Figure (20), the predicted and the experimental

data agree reasonably well. One feature of these data is that the vis- 	 I
coplastic model somewhat underpredicts the relaxation occurring in 600
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seconds. It was not possible to make predictions of the curves from the

.other three starting locations as there is no provision in the model for

predicting reversed stress relaxation.

One basic requirement for viscoplastic constitutive models incor-

porating internal state variables is that it should be possible to

determine the current value of the state variable through simple phenom-

enological testing. The type of experiment described earlier, the

stress-dip-test, can be used for this purpose. The particular value of

starting stress, a l p = T* at which the initial stress relaxation rate is

zero can he obtained from equation (12) as follows:

F	 (T0.61— 2 - i = 0	 (14)

giving in SI units

T* - s = 5.6 MPa
	

(15)

An experimental value of T* was determined from Figure(21) to be 45 MPa.

By substituting this value into equation (15) and solving for s, the

value of the internal state variable was found to be 39.4 MPa. This

value applies along the unloading side of the hysteresis loop, i.e., for

the points 1 through 6 in Figure (16) for material in a fully cyclically

hardened condition at a temperature of 538 °C.

It is of interest to note that the data generated in the stress-

dip-test can also be used to determine the constants in the flow law.

As indicated above, the internal state variable, s, is constant along

the unloaded portion of the hysteresis loop. It follows that both 012

and s are known at the start of each of the relaxation experiments.

Further, the inelastic strain rates can be obtained for the start of the

experiments using the expression,
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°12
E12 = - G

where a12 is measured directly and G is the shear modulus.

In the case where the material constants are unknown, the flow law is

written,

e _ ^)	 (17)
12	 A	 0.67	

1

The unknown constants, A and n, can be determined since T, s and E12

are known for a number of points. Optimized values of the constants

can be determined by conducting a series of these experiments.

(16)
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7.	 CONCLUSIONS

The following conclusions were drawn regarding the performance of

the instrumentation, the practicality of the experimental approach

proposed in this study, and the predictive capability of the Robinson

viscoplastic constitutive model.

1. The ORNL biaxial extensometer gave excellent results when used to

measure torsional strains at room and elevated temperatures. The

instrument's output was linear over the strain range of interest,

ne12 = 0.56%, and exhibited minimum crosstalk and hysteresis.

2. The torsional strain output of the biaxial extensometer was found to

be insensitive to temperature changes in the specimen. This indica-

ted that torsional loading can be used to advantage in generating

stress relaxation data.

3. Theoretical predictions made using the Robinson viscoplastic con-

stitutive model were in reasonable agreement with the experimental

results obtained in this study.

4. The experiments conducted under torsional loading confirmed that

kinematic state variables can be quantified by investigating stress

relaxation behavior at various locations around stabilized stress-

strain hysteresis loops.

---- «
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Loading System MTS Tension-Torsion Test System with t2OOkN
axial capacity and t2000N - m torsional capacity.

Computer Digital Equipment Corporation POP Be Computer in
Control conjunction with an Electronics Associates Inc.

TR-10 Analog Computer.

Software ORNL enhanced version of FOCAL.

Specimen Thin walled tubular design,the parallel 	 section
Type being 64mm long and the inside and outside dia-

meters being 23.5mm and 26.04mm, respectively.

Specimen 5kW radio frequency induction heater with closed
Heating loop temperature control.

Details of the work coil are as follows: 	 84mm
overall length; 48mm ID; 32mm spacing between the
4 turn windings; and manufactured from 5mm OD
copper tubing.

Specimen 4 foil	 rectangular strain gage rosettes in full
Instrumentation bridge circuit for torsional measurement and half-

bridge circuit for axial measurements.	 The two
bridge circuits were set up using shunt calibration
procedures so that 3000ue - 10 V.
7	 intrinsic chromel/alumel thermocouples located
over the 25mm gage length.

Table (1) DETAILS OF TEST EQUIPMENT
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Materials

Details

Vacuum arc remelted 2.25Cr-1Mo Steel,

Cameron Iron Works Heat 56448,
50 mm-o.d. Bar Form

Heat Solution anneal

Treatment Heat to 9212, hold for 60 min; cool at rate not
exceeding 1°C/min. to 316°C; and air cool to room

Details temperature.

Postweld heat treatment

Heat to 727°C, hold for 40 hr.; cool to 427°C at
1°C/min; and air cool to room temperature.

Note: These heat treatments were performed under
vacuum on fininsh-machined specimens.

Microstructural Equiaxed with grain size in the range 5-6 ASTM units

Characteristics Microhardness values in the range 110-125 (DPH)

Microstructure consists of ferrite with globular
M23C6 carbides and h carbide.

Table (2) DETAILS OF THE MATERIAL TESTING
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Experimental Method Adopted Results
Stage

Target	 Value
Value	 Obtained

1. Specimen Special purpose fixturing was used 0.05 mm 0.05 mm
Installation to get the specimen parallel and TIRa TIR

concentric with the acutator rod

Bending was minimized by successive- within tax of
ly shimming the load train, loading ±5x of average
the specimen in compression, and average
measuring the resulting strain dis-
tribution.

2. Checkout of
the strain gage

Measurements of torsional stress and
strain were	 the specimenmade while

G n11 72
x 106psi

Gn11 67
106psix

measurement was loaded within its elastic range.
system. A value of shear modulus was then

determined and compared to a hand-
book value b

3. Checkout of
the biaxialex-

Measurements of torsional stress and
torsional	 made	 thestrain were	 while

G n 11 67
106psi

G n11 79
106psix x

tensometer at specimen was loaded within its elas-
room tempera- tic range.	 A value of shear modulus
ture was then determined and compared to

the value obtained using foil 	 strain
gages.

4. Tuning the Adjustments were made to the load 538±5°C 538±20°C
heating system coil of the induction heater until

the required profile was obtained
over the 25mm gage length. 	 The
outputs from six chrome±/alumel
termocouples were used to achieve
this condition.

a. Total indicator reading	 b. Nuclear Systems Material Handbook, Vol. (1)

Table (3) RESULTS OF THE PRELIMINARY EXPERIMENTS
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LOADING TARGET

EXPERIMENT LOADING TENSORIAL HOLD-PERIOD

NUMBER SEQUENCE SHEAR	 TORSIONAL (h)

STRAIN	 STRESS

(uE )	 (MPa)

1 2800 0
2 -2800 0

1 and 2 3 2800 0.167

4 - 500 0

5 0 0

1 2800 0

2 -2800 0

3 3 2800 0

4 0 0.167

5 - 500 0

6 0 0

1 2800 0
2 -2800 0

4 3 2800 0

4 41.31 0.167

5 - 500 0
6 0 0

1 2800 0

2 -2800 0

5 3 2800 0

4 20.69 0.167

5 - 500 0

6 0 0

1 2800 0

2 -2800 0

6 3 2800 0
4 68.95 0.167

5 - 500 0

6 0 0

TABLE (4) LOADING SEQUENCES USED TO INVESTIGATE STRESS RELAXATION

BEHAVIOR UNDER CYCLIC TORSIONAL LOADING
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SPECIMEN

CERAMIC .°
PROBES y^ -

MOUNTING
ARMS

J

(a) SENSOR POSITIONED ON SPECIMEN

(b) USE OF TWO SENSORS FOR MULTIAXIAL MEASUREi4ENTS
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Figure 19. Stress relaxation behavior from different starting stresses.
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